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shall be recorded on the day such re-
sponse is observed. The test product 
shall be administered as follows: 

(1) Liquid product or freeze-dried prod-
uct which has been reconstituted as di-
rected on the label. Inject 
intraperitoneally 0.5 milliliter of the 
liquid product or the reconstituted 
product into each of at least two mice, 
and 5.0 milliliters of the liquid product 
or the reconstituted product into each 
of at least two guinea pigs. 

(2) Freeze-dried product for which the 
volume of reconstitution is not indicated 
on the label. The route of administra-
tion, test dose, and diluent shall be as 
approved in accordance with § 610.9. Ad-
minister the test product as approved 
on at least two mice and at least two 
guinea pigs. 

(3) Nonliquid products other than 
freeze-dried product. The route of ad-
ministration, test dose, and diluent 
shall be as in accordance with § 610.9. 
Dissolve or grind and suspend the prod-
uct in the approved diluent. Admin-
ister the test product as approved on at 
least two mice and at least two guinea 
pigs. 

(d) Test requirements. A safety test is 
satisfactory if all animals meet all of 
the following requirements: 

(1) They survive the test period. 
(2) They do not exhibit any response 

which is not specific for or expected 
from the product and which may indi-
cate a difference in its quality. 

(3) They weigh no less at the end of 
the test period than at the time of in-
jection. 

(e) Repeat tests—(1) First repeat test. If 
a filling fails to meet the requirements 
of paragraph (d) of this section in the 
initial test, a repeat test may be con-
ducted on the species which failed the 
initial test, as prescribed in paragraph 
(c) of this section. The filling is satis-
factory only if each retest animal 
meets the requirements prescribed in 
paragraph (d) of this section. 

(2) Second repeat test. If a filling fails 
to meet the requirements of the first 
repeat test, a second repeat test may 
be conducted on the species which 
failed the test: Provided, That 50 per-
cent of the total number of animals in 
that species has survived the initial 
and first repeat tests. The second re-
peat test shall be conducted as pre-

scribed in paragraph (c) of this section, 
except that the number of animals 
shall be twice that used in the first re-
peat test. The filling is satisfactory 
only if each second repeat test animal 
meets the requirements prescribed in 
paragraph (d) of this section. 

(f) [Reserved] 
(g) Exceptions—(1) The test prescribed 

in this section need not be performed 
for Whole Blood, Red Blood Cells, 
Cryoprecipitated AHF, Platelets, Plas-
ma, or Cellular Therapy Products. 

(2) For products other than those 
identified in paragraph (g)(1) of this 
section, a manufacturer may request 
from the Director, Center for Biologics 
Evaluation and Research or the Direc-
tor, Center for Drug Evaluation and 
Research (see mailing addresses in 
§ 600.2 of this chapter), an exemption 
from the general safety test. The man-
ufacturer must submit information as 
part of a biologics license application 
submission or supplement to an ap-
proved biologics license application es-
tablishing that because of the mode of 
administration, the method of prepara-
tion, or the special nature of the prod-
uct a test of general safety is unneces-
sary to assure the safety, purity, and 
potency of the product or cannot be 
performed. The request must include 
alternate procedures, if any, to be per-
formed. The Director, Center for Bio-
logics Evaluation and Research or the 
Director, Center for Drug Evaluation 
and Research, upon finding that the 
manufacturer’s request justifies an ex-
emption, may exempt the product from 
the general safety test subject to any 
condition necessary to assure the safe-
ty, purity, and potency of the product. 

[41 FR 10891, Mar. 15, 1976, as amended at 49 
FR 15187, Apr. 18, 1984; 49 FR 23834, June 8, 
1984; 50 FR 4133, Jan. 29, 1985; 51 FR 15607, 
Apr. 25, 1986; 55 FR 11013, Mar. 26, 1990; 59 FR 
49351, Sept. 28, 1994; 63 FR 19403, Apr. 20, 1998; 
63 FR 41718, Aug. 5, 1998; 68 FR 10160, Mar. 4, 
2003; 70 FR 14984, Mar. 24, 2005] 

§ 610.11a Inactivated influenza vac-
cine, general safety test. 

For inactivated influenza vaccine, 
the general safety test shall be con-
ducted in the manner indicated in 
§ 610.11 of this chapter except that, with 
reference to guinea pigs, the test shall 

VerDate Mar<15>2010 15:53 Apr 23, 2013 Jkt 229074 PO 00000 Frm 00080 Fmt 8010 Sfmt 8010 Q:\21\21V7.TXT ofr150 PsN: PC150



71 

Food and Drug Administration, HHS § 610.12 

be satisfied if the product provides sat-
isfactory results using either the sub-
cutaneous or intraperitoneal injection 
of 5.0 milliliters of inactivated influ-
enza vaccine into each guinea pig. The 
requirements for general safety for in-
activated influenza vaccine shall not 
be considered to be satisfied unless 
each lot of influenza vaccine is assayed 
for endotoxin in comparison to a ref-
erence preparation provided by the 
Food and Drug Administration, and 
such lot is found to contain no more 
endotoxin than the reference prepara-
tion. 

[39 FR 40016, Nov. 13, 1974] 

§ 610.12 Sterility. 
(a) The test. Except as provided in 

paragraph (h) of this section, manufac-
turers of biological products must per-
form sterility testing of each lot of 
each biological product’s final con-
tainer material or other material, as 
appropriate and as approved in the bio-
logics license application or supple-
ment for that product. 

(b) Test requirements. (1) The sterility 
test must be appropriate to the mate-
rial being tested such that the material 
does not interfere with or otherwise 
hinder the test. 

(2) The sterility test must be vali-
dated to demonstrate that the test is 
capable of reliably and consistently de-
tecting the presence of viable contami-
nating microorganisms. 

(3) The sterility test and test compo-
nents must be verified to demonstrate 
that the test method can consistently 
detect the presence of viable contami-
nating microorganisms. 

(c) Written procedures. Manufacturers 
must establish, implement, and follow 
written procedures for sterility testing 
that describe, at a minimum, the fol-
lowing: 

(1) The sterility test method to be 
used; 

(i) If culture-based test methods are 
used, include, at a minimum: 

(A) Composition of the culture 
media; 

(B) Growth-promotion test require-
ments; and 

(C) Incubation conditions (time and 
temperature). 

(ii) If non-culture-based test methods 
are used, include, at a minimum: 

(A) Composition of test components; 
(B) Test parameters, including ac-

ceptance criteria; and 
(C) Controls used to verify the meth-

od’s ability to detect the presence of 
viable contaminating microorganisms. 

(2) The method of sampling, includ-
ing the number, volume, and size of ar-
ticles to be tested; 

(3) Written specifications for the ac-
ceptance or rejection of each lot; and 

(4) A statement of any other function 
critical to the particular sterility test 
method to ensure consistent and accu-
rate results. 

(d) The sample. The sample must be 
appropriate to the material being test-
ed, considering, at a minimum: 

(1) The size and volume of the final 
product lot; 

(2) The duration of manufacturing of 
the drug product; 

(3) The final container configuration 
and size; 

(4) The quantity or concentration of 
inhibitors, neutralizers, and preserva-
tives, if present, in the tested material; 

(5) For a culture-based test method, 
the volume of test material that re-
sults in a dilution of the product that 
is not bacteriostatic or fungistatic; and 

(6) For a non-culture-based test 
method, the volume of test material 
that results in a dilution of the product 
that does not inhibit or otherwise 
hinder the detection of viable contami-
nating microorganisms. 

(e) Verification. (1) For culture-based 
test methods, studies must be con-
ducted to demonstrate that the per-
formance of the test organisms and 
culture media are suitable to consist-
ently detect the presence of viable con-
taminating microorganisms, including 
tests for each lot of culture media to 
verify its growth-promoting properties 
over the shelf-life of the media. 

(2) For non-culture-based test meth-
ods, within the test itself, appropriate 
controls must be used to demonstrate 
the ability of the test method to con-
tinue to consistently detect the pres-
ence of viable contaminating micro-
organisms. 

(f) Repeat test procedures.—(1) If the 
initial test indicates the presence of 
microorganisms, the product does not 
comply with the sterility test require-
ments unless a thorough investigation 
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