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Environmental Protection Agency § 1065.305 

TABLE 1 OF § 1065.303—SUMMARY OF REQUIRED CALIBRATION AND VERIFICATIONS—Continued

Type of calibration or verification Minimum frequency 1

§ 1065.378: NO2-to-NO converter conversion .............. Upon initial installation, within 35 days before testing, and after major 
maintenance.

§ 1065.390: PM balance and weighing ......................... Independent verification: upon initial installation, within 370 days before 
testing, and after major maintenance. 

Zero, span, and reference sample verifications: within 12 hours of 
weighing, and after major maintenance. 

§ 1065.395: Inertial PM balance and weighing ............. Independent verification: upon initial installation, within 370 days before
testing, and after major maintenance. 

Other verifications: upon initial installation and after major maintenance. 

1 Perform calibrations and verifications more frequently than we specify, according to measurement system manufacturer in-
structions and good engineering judgment. 

2 Perform linearity verification either for electrical power or for current and voltage. 
3 The CVS verification described in § 1065.341 is not required for systems that agree within ±2% based on a chemical balance 

of carbon or oxygen of the intake air, fuel, and diluted exhaust. 

[79 FR 23762, Apr. 28, 2014] 

§ 1065.305 Verifications for accuracy, 
repeatability, and noise. 

(a) This section describes how to de-

termine the accuracy, repeatability, 

and noise of an instrument. Table 1 of 

§ 1065.205 specifies recommended values 

for individual instruments. 

(b) We do not require you to verify 

instrument accuracy, repeatability, or 

noise.

However, it may be useful to consider 

these verifications to define a speci-

fication for a new instrument, to verify 

the performance of a new instrument 

upon delivery, or to troubleshoot an 

existing instrument. 

(c) In this section we use the letter 

‘‘y’’ to denote a generic measured 

quantity, the superscript over-bar to 

denote an arithmetic mean (such as ȳ),

and the subscript ‘‘ref’’ to denote the 

reference quantity being measured. 

(d) Conduct these verifications as fol-

lows:

(1) Prepare an instrument so it oper-

ates at its specified temperatures, pres-

sures, and flows. Perform any instru-

ment linearization or calibration pro-

cedures prescribed by the instrument 

manufacturer.

(2) Zero the instrument as you would 

before an emission test by introducing 

a zero signal. Depending on the instru-

ment, this may be a zero-concentration 

gas, a reference signal, a set of ref-

erence thermodynamic conditions, or 

some combination of these. For gas 

analyzers, use a zero gas that meets 

the specifications of § 1065.750. 

(3) Span the instrument as you would 

before an emission test by introducing 

a span signal. Depending on the instru-

ment, this may be a span-concentra-

tion gas, a reference signal, a set of ref-

erence thermodynamic conditions, or 

some combination of these. For gas 

analyzers, use a span gas that meets 

the specifications of § 1065.750. 

(4) Use the instrument to quantify a 

NIST-traceable reference quantity, yref.

For gas analyzers the reference gas 

must meet the specifications of 

§ 1065.750. Select a reference quantity 

near the mean value expected during 

testing. For all gas analyzers, use a 

quantity near the flow-weighted mean 

concentration expected at the standard 

or expected during testing, whichever 

is greater. For noise verification, use 

the same zero gas from paragraph (d)(2) 

of this section as the reference quan-

tity. In all cases, allow time for the in-

strument to stabilize while it measures 

the reference quantity. Stabilization 

time may include time to purge an in-

strument and time to account for its 

response.

(5) Sample and record values for 30 

seconds (you may select a longer sam-

pling period if the recording update fre-

quency is less than 0.5 Hz), record the 

arithmetic mean, ȳi and record the 

standard deviation, si of the recorded 

values. Refer to § 1065.602 for an exam-

ple of calculating arithmetic mean and 

standard deviation. 

(6) Also, if the reference quantity is 

not absolutely constant, which might 

be the case with a reference flow, sam-

ple and record values of yrefi for 30 sec-

onds and record the arithmetic mean of 

the values, ȳref. Refer to § 1065.602 for an 
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example of calculating arithmetic 

mean.

(7) Subtract the reference value, yref

(or ȳrefi), from the arithmetic mean, ȳi.

Record this value as the error, ei.

(8) Repeat the steps specified in para-

graphs (d)(2) through (7) of this section 

until you have ten arithmetic means 

(ȳ1, ȳ2, ȳi, ...ȳ10), ten standard devi-

ations, (s1, s2, si,...s10), and ten errors 

(e1, e2, ei,...e10).

(9) Use the following values to quan-

tify your measurements: 

(i) Accuracy. Instrument accuracy is 

the absolute difference between the ref-

erence quantity, yref (or ȳref), and the 

arithmetic mean of the ten ȳi, ȳ values.

Refer to the example of an accuracy 

calculation in § 1065.602. We recommend 

that instrument accuracy be within 

the specifications in Table 1 of 

§ 1065.205. 

(ii) Repeatability. Repeatability is two 

times the standard deviation of the ten 

errors (that is, repeatability = 2 · σe).
Refer to the example of a standard-de-

viation calculation in § 1065.602. We rec-

ommend that instrument repeatability 

be within the specifications in Table 1 

of § 1065.205. 

(iii) Noise. Noise is two times the 

root-mean-square of the ten standard 

deviations (that is, noise = 2 · rmsσ)

when the reference signal is a zero- 

quantity signal. Refer to the example 

of a root-mean-square calculation in 

§ 1065.602. We recommend that instru-

ment noise be within the specifications 

in Table 1 of § 1065.205. 

(10) You may use a measurement in-

strument that does not meet the accu-

racy, repeatability, or noise specifica-

tions in Table 1 of § 1065.205, as long as 

you meet the following criteria: 

(i) Your measurement systems meet 

all the other required calibration, 

verification, and validation specifica-

tions that apply as specified in the reg-

ulations.

(ii) The measurement deficiency does 

not adversely affect your ability to 

demonstrate compliance with the ap-

plicable standards. 

[70 FR 40516, July 13, 2005, as amended at 73 

FR 37301, June 30, 2008; 75 FR 23037, Apr. 30, 

2010; 79 FR 23763, Apr. 28, 2014] 

§ 1065.307 Linearity verification. 
(a) Scope and frequency. Perform lin-

earity verification on each measure-

ment system listed in Table 1 of this 

section at least as frequently as indi-

cated in Table 1 of § 1065.303, consistent 

with measurement system manufactur-

er’s recommendations and good engi-

neering judgment. The intent of lin-

earity verification is to determine that 

a measurement system responds accu-

rately and proportionally over the 

measurement range of interest. Lin-

earity verification generally consists 

of introducing a series of at least 10 

reference values to a measurement sys-

tem. The measurement system quan-

tifies each reference value. The meas-

ured values are then collectively com-

pared to the reference values by using 

a least-squares linear regression and 

the linearity criteria specified in Table 

1 of this section. 

(b) Performance requirements. If a 

measurement system does not meet the 

applicable linearity criteria referenced 

in Table 1 of this section, correct the 

deficiency by re-calibrating, servicing, 

or replacing components as needed. Re-

peat the linearity verification after 

correcting the deficiency to ensure 

that the measurement system meets 

the linearity criteria. Before you may 

use a measurement system that does 

not meet linearity criteria, you must 

demonstrate to us that the deficiency 

does not adversely affect your ability 

to demonstrate compliance with the 

applicable standards. 

(c) Procedure. Use the following lin-

earity verification protocol, or use 

good engineering judgment to develop 

a different protocol that satisfies the 

intent of this section, as described in 

paragraph (a) of this section: 

(1) In this paragraph (c), the letter 

‘‘y’’ denotes a generic measured quan-

tity, the superscript over-bar denotes 

an arithmetic mean (such as y), and the 

subscript ‘‘ref’’ denotes the known or 

reference quantity being measured. 

(2) Use good engineering judgment to 

operate a measurement system at nor-

mal operating conditions. This may in-

clude any specified adjustment or peri-

odic calibration of the measurement 

system.

(3) If applicable, zero the instrument 

as you would before an emission test 
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