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(b) Classification. Class II (Special
Controls) Guidance Document: ‘‘Guid-
ance for Industry Premarket Notifica-
tion (510(k)) Guidance Document for
Contact Lens Care Products.’’

[62 FR 30987, June 6, 1997]

§ 886.5925 Soft (hydrophilic) contact
lens.

(a) Identification. A soft (hydrophilic)
contact lens is a device intended to be
worn directly against the cornea and
adjacent limbal and scleral areas of the
eye to correct vision conditions or act
as a therapeutic bandage. The device is
made of various polymer materials the
main polymer molecules of which ab-
sorb or attract a certain volume (per-
centage) of water.

(b) Classification. (1) Class II if the de-
vice is intended for daily wear only.

(2) Class III if the device is intended
for extended wear.

(c) Date PMA or notice of completion of
a PDP is required. As of May 28, 1976, an
approval under section 515 of the act is
required before a device described in
paragraph (b)(2) of this section may be
commercially distributed. See § 886.3.

[52 FR 33355, Sept. 2, 1987, as amended at 59
FR 10284, Mar. 4, 1994]

§ 886.5928 Soft (hydrophilic) contact
lens care products.

(a) Identification. A soft (hydrophilic)
contact lens care product is a device
intended for use in the cleaning, rins-
ing, disinfecting, lubricating/rewetting,
or storing of a soft (hydrophilic) con-
tact lens. This includes all solutions
and tablets used together with soft (hy-
drophilic) contact lenses and heat dis-
infecting units intended to disinfect a
soft (hydrophilic) contact lens by
means of heat.

(b) Classification. Class II (Special
Controls) Guidance Document: ‘‘Guid-
ance for Industry Premarket Notifica-
tion (510(k)) Guidance Document for
Contact Lens Care Products.’’

[62 FR 30988, June 6, 1997]

§ 886.5933 [Reserved]

PART 888—ORTHOPEDIC DEVICES

Subpart A—General Provisions

Sec.
888.1 Scope.
888.3 Effective dates of requirement for pre-

market approval.
888.5 Resurfacing technique.
888.6 Degree of constraint.
888.9 Limitations of exemptions from sec-

tion 510(k) of the Federal Food, Drug,
and Cosmetic Act (the act).

Subpart B—Diagnostic Devices

888.1100 Arthroscope.
888.1240 AC-powered dynamometer.
888.1250 Nonpowered dynamometer.
888.1500 Goniometer.
888.1520 Nonpowered goniometer.

Subpart C [Reserved]

Subpart D—Prosthetic Devices

888.3000 Bone cap.
888.3010 Bone fixation cerclage.
888.3015 Bone heterograft.
888.3020 Intramedullary fixation rod.
888.3025 Passive tendon prosthesis.
888.3027 Polymethylmethacrylate (PMMA)

bone cement.
888.3030 Single/multiple component metallic

bone fixation appliances and accessories.
888.3040 Smooth or threaded metallic bone

fixation fastener.
888.3050 Spinal interlaminal fixation ortho-

sis.
888.3060 Spinal intervertebral body fixation

orthosis.
888.3070 Pedicle screw spinal system.
888.3100 Ankle joint metal/composite semi-

constrained cemented prosthesis.
888.3110 Ankle joint metal/polymer semi-

constrained cemented prosthesis.
888.3120 Ankle joint metal/polymer non-con-

strained cemented prosthesis.
888.3150 Elbow joint metal/polymer con-

strained cemented prosthesis.
888.3160 Elbow joint metal/polymer semi-

constrained cemented prosthesis.
888.3170 Elbow joint radial (hemi-elbow)

polymer prosthesis.
888.3180 Elbow joint humeral (hemi-elbow)

metallic uncemented prosthesis.
888.3200 Finger joint metal/metal con-

strained uncemented prosthesis.
888.3210 Finger joint metal/metal con-

strained cemented prosthesis.
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888.3220 Finger joint metal/polymer con-
strained cemented prosthesis.

888.3230 Finger joint polymer constrained
prosthesis.

888.3300 Hip joint metal constrained ce-
mented or uncemented prosthesis.

888.3310 Hip joint metal/polymer con-
strained cemented or uncemented pros-
thesis.

888.3320 Hip joint metal/metal semi-con-
strained, with a cemented acetabular
component, prosthesis.

888.3330 Hip joint metal/metal semi-con-
strained, with an uncemented acetabular
component, prosthesis.

888.3340 Hip joint metal/composite semi-
constrained cemented prosthesis.

888.3350 Hip joint metal/polymer semi-con-
strained cemented prosthesis.

888.3353 Hip joint metal/ceramic/polymer
semi-constrained cemented or nonporous
uncemented prosthesis.

888.3358 Hip joint metal/polymer/metal
semi–constrained porous–coated
uncemented prosthesis.

888.3360 Hip joint femoral (hemi-hip) metal-
lic cemented or uncemented prosthesis.

888.3370 Hip joint (hemi-hip) acetabular
metal cemented prosthesis.

888.3380 Hip joint femoral (hemi-hip) trun-
nion-bearing metal/polyacetal cemented
prosthesis.

888.3390 Hip joint femoral (hemi-hip) metal/
polymer cemented or uncemented pros-
thesis.

888.3400 Hip joint femoral (hemi-hip) metal-
lic resurfacing prosthesis.

888.3410 Hip joint metal/polymer semi-con-
strained resurfacing cemented pros-
thesis.

888.3480 Knee joint femorotibial metallic
constrained cemented prosthesis.

888.3490 Knee joint femorotibial metal/com-
posite non-constrained cemented pros-
thesis.

888.3500 Knee joint femorotibial metal/com-
posite semi-constrained cemented pros-
thesis.

888.3510 Knee joint femorotibial metal/poly-
mer constrained cemented prosthesis.

888.3520 Knee joint femorotibial metal/poly-
mer non-constrained cemented pros-
thesis.

888.3530 Knee joint femorotibial metal/poly-
mer semi-constrained cemented pros-
thesis.

888.3540 Knee joint patellofemoral polymer/
metal semi-constrained cemented pros-
thesis.

888.3550 Knee joint patellofemorotibial
polymer/metal/metal constrained ce-
mented prosthesis.

888.3560 Knee joint patellofemorotibial
polymer/metal/polymer semi-constrained
cemented prosthesis.

888.3570 Knee joint femoral (hemi-knee) me-
tallic uncemented prosthesis.

888.3580 Knee joint patellar (hemi-knee) me-
tallic resurfacing uncemented prosthesis.

888.3590 Knee joint tibial (hemi-knee) me-
tallic resurfacing uncemented prosthesis.

888.3640 Shoulder joint metal/metal or
metal/polymer constrained cemented
prosthesis.

888.3650 Shoulder joint metal/polymer non-
constrained cemented prosthesis.

888.3660 Shoulder joint metal/polymer semi-
constrained cemented prosthesis.

888.3670 Shoulder joint metal/polymer/metal
nonconstrained or semi-constrained po-
rous-coated uncemented prosthesis.

888.3680 Shoulder joint glenoid (hemi-shoul-
der) metallic cemented prosthesis.

888.3690 Shoulder joint humeral (hemi-
shoulder) metallic uncemented pros-
thesis.

888.3720 Toe joint polymer constrained pros-
thesis.

888.3730 Toe joint phalangeal (hemi-toe)
polymer prosthesis.

888.3750 Wrist joint carpal lunate polymer
prosthesis.

888.3760 Wrist joint carpal scaphoid polymer
prosthesis.

888.3770 Wrist joint carpal trapezium poly-
mer prosthesis.

888.3780 Wrist joint polymer constrained
prosthesis.

888.3790 Wrist joint metal constrained ce-
mented prosthesis.

888.3800 Wrist joint metal/polymer semi-
constrained cemented prosthesis.

888.3810 Wrist joint ulnar (hemi-wrist) poly-
mer prosthesis.

Subpart E—Surgical Devices

888.4150 Calipers for clinical use.
888.4200 Cement dispenser.
888.4210 Cement mixer for clinical use.
888.4220 Cement monomer vapor evacuator.
888.4230 Cement ventilation tube.
888.4300 Depth gauge for clinical use.
888.4540 Orthopedic manual surgical instru-

ment.
888.4580 Sonic surgical instrument and ac-

cessories/attachments.
888.4600 Protractor for clinical use.
888.4800 Template for clinical use.
888.5850 Nonpowered orthopedic traction ap-

paratus and accessories.
888.5890 Noninvasive traction component.
888.5940 Cast component.
888.5960 Cast removal instrument.
888.5980 Manual cast application and re-

moval instrument.

AUTHORITY: 21 U.S.C. 351, 360, 360c, 360e,
360j, 371.

SOURCE: 52 FR 33702, Sept. 4, 1987, unless
otherwise noted.
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Subpart A—General Provisions
§ 888.1 Scope.

(a) This part sets forth the classifica-
tion of orthopedic devices intended for
human use that are in commercial dis-
tribution.

(b) The identification of a device in a
regulation in this part is not a precise
description of every device that is, or
will be, subject to the regulation. A
manufacturer who submits a pre-
market notification submission for a
device under part 807 cannot show
merely that the device is accurately
described by the section title and iden-
tification provision of a regulation in
this part, but shall state why the de-
vice is substantially equivalent to
other devices, as required by § 807.87.

(c) To avoid duplicative listings, an
orthopedic device that has two or more
types of uses (e.g., used both as a diag-
nostic device and as a surgical device)
is listed in one subpart only.

(d) References in this part to regu-
latory sections of the Code of Federal
Regulations are to chapter I of title 21
unless otherwise noted.

§ 888.3 Effective dates of requirement
for premarket approval.

A device included in this part that is
classified into class III (premarket ap-
proval) shall not be commercially dis-
tributed after the date shown in the
regulation classifying the device unless
the manufacturer has an approval
under section 515 of the act (unless an
exemption has been granted under sec-
tion 520(g)(2) of the act). An approval
under section 515 of the act consists of
FDA’s issuance of an order approving
an application for premarket approval
(PMA) for the device or declaring com-
pleted a product development protocol
(PDP) for the device.

(a) Before FDA requires that a device
commercially distributed before the
enactment date of the amendments, or
a device that has been found substan-
tially equivalent to such a device, has
an approval under section 515 of the
act, FDA must promulgate a regula-
tion under section 515(b) of the act re-
quiring such approval, except as pro-
vided in paragraphs (b) and (c) of this
section. Such a regulation under sec-
tion 515(b) of the act shall not be effec-

tive during the grace period ending on
the 90th day after its promulgation or
on the last day of the 30th full calendar
month after the regulation that classi-
fies the device into class III is effec-
tive, whichever is later. See section
501(f)(2)(B) of the act. Accordingly, un-
less an effective date of the require-
ment for premarket approval is shown
in the regulation for a device classified
into class III in this part, the device
may be commercially distributed with-
out FDA’s issuance of an order approv-
ing a PMA or declaring completed a
PDP for the device. If FDA promul-
gates a regulation under section 515(b)
of the act requiring premarket ap-
proval for a device, section 501(f)(1)(A)
of the act applies to the device.

(b) Any new, not substantially equiv-
alent, device introduced into commer-
cial distribution on or after May 28,
1976, including a device formerly mar-
keted that has been substantially al-
tered, is classified by statute (section
513(f) of the act) into class III without
any grace period and FDA must have
issued an order approving a PMA or de-
claring completed a PDP for the device
before the device is commercially dis-
tributed unless it is reclassified. If
FDA knows that a device being com-
mercially distributed may be a ‘‘new’’
device as defined in this section be-
cause of any new intended use or other
reasons, FDA may codify the statutory
classification of the device into class
III for such new use. Accordingly, the
regulation for such a class III device
states that as of the enactment date of
the amendments, May 28, 1976, the de-
vice must have an approval under sec-
tion 515 of the act before commercial
distribution.

(c) A device identified in a regulation
in this part that is classified into class
III and that is subject to the transi-
tional provisions of section 520(1) of the
act is automatically classified by stat-
ute into class III and must have an ap-
proval under section 515 of the act be-
fore being commercially distributed.
Accordingly, the regulation for such a
class III transitional device states that
as of the enactment date of the amend-
ments, May 28, 1976, the device must
have an approval under section 515 of
the act before commercial distribution.
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§ 888.5 Resurfacing technique.
Because of resurfacing techniques,

certain joint prostheses require far less
bone resection than other devices in-
tended to repair or replace the same
joint. The amount of bone resection
may or may not affect the safety and
effectiveness of the implantation of the
prosthesis. When a resurfacing tech-
nique is used, the name of the pros-
thesis includes this information.

§ 888.6 Degree of constraint.
Certain joint prostheses provide more

constraint of joint movement than oth-
ers. FDA believes that the degree of
constraint is an important factor af-
fecting the safety and effectiveness of
orthopedic prostheses. FDA is defining
the following standard terms for cat-
egorizing the degree of constraint.

(a) A ‘‘constrained’’ joint prosthesis
is used for joint replacement and pre-
vents dislocation of the prosthesis in
more than one anatomic plane and con-
sists of either a single, flexible, across-
the-joint component or more than one
component linked together or affined.

(b) A ‘‘semi-constrained’’ joint pros-
thesis is used for partial or total joint
replacement and limits translation and
rotation of the prosthesis in one or
more planes via the geometry of its ar-
ticulating surfaces. It has no across-
the-joint linkage.

(c) A ‘‘non-constrained’’ joint pros-
thesis is used for partial or total joint
replacement and restricts minimally
prosthesis movement in one or more
planes. Its components have no across-
the-joint linkage.

§ 888.9 Limitations of exemptions from
section 510(k) of the Federal Food,
Drug, and Cosmetic Act (the act).

The exemption from the requirement
of premarket notification (section
510(k) of the act) for a generic type of
class I or II device is only to the extent
that the device has existing or reason-
ably foreseeable characteristics of
commercially distributed devices with-
in that generic type or, in the case of
in vitro diagnostic devices, only to the
extent that misdiagnosis as a result of
using the device would not be associ-
ated with high morbidity or mortality.
Accordingly, manufacturers of any
commercially distributed class I or II

device for which FDA has granted an
exemption from the requirement of
premarket notification must still sub-
mit a premarket notification to FDA
before introducing or delivering for in-
troduction into interstate commerce
for commercial distribution the device
when:

(a) The device is intended for a use
different from the intended use of a le-
gally marketed device in that generic
type of device; e.g., the device is in-
tended for a different medical purpose,
or the device is intended for lay use
where the former intended use was by
health care professionals only;

(b) The modified device operates
using a different fundamental sci-
entific technology than a legally mar-
keted device in that generic type of de-
vice; e.g., a surgical instrument cuts
tissue with a laser beam rather than
with a sharpened metal blade, or an in
vitro diagnostic device detects or iden-
tifies infectious agents by using
deoxyribonucleic acid (DNA) probe or
nucleic acid hybridization technology
rather than culture or immunoassay
technology; or

(c) The device is an in vitro device
that is intended:

(1) For use in the diagnosis, moni-
toring, or screening of neoplastic dis-
eases with the exception of
immunohistochemical devices;

(2) For use in screening or diagnosis
of familial or acquired genetic dis-
orders, including inborn errors of me-
tabolism;

(3) For measuring an analyte that
serves as a surrogate marker for
screening, diagnosis, or monitoring
life-threatening diseases such as ac-
quired immune deficiency syndrome
(AIDS), chronic or active hepatitis, tu-
berculosis, or myocardial infarction or
to monitor therapy;

(4) For assessing the risk of cardio-
vascular diseases;

(5) For use in diabetes management;
(6) For identifying or inferring the

identity of a microorganism directly
from clinical material;

(7) For detection of antibodies to
microorganisms other than
immunoglobulin G (IgG) or IgG assays
when the results are not qualitative, or
are used to determine immunity, or the
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assay is intended for use in matrices
other than serum or plasma;

(8) For noninvasive testing as defined
in § 812.3(k) of this chapter; and

(9) For near patient testing (point of
care).

[65 FR 2321, Jan. 14, 2000]

Subpart B—Diagnostic Devices
§ 888.1100 Arthroscope.

(a) Identification. An arthroscope is
an electrically powered endoscope in-
tended to make visible the interior of a
joint. The arthroscope and accessories
also is intended to perform surgery
within a joint.

(b) Classification. (1) Class II (per-
formance standards).

(2) Class I for the following manual
arthroscopic instruments: cannulas,
currettes, drill guides, forceps, gouges,
graspers, knives, obturators,
osteotomes, probes, punches, rasps, re-
tractors, rongeurs, suture passers, su-
ture knotpushers, suture punches,
switching rods, and trocars. The de-
vices subject to this paragraph (b)(2)
are exempt from the premarket notifi-
cation procedures in subpart E of part
807 of this chapter.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 1124, Jan. 16, 1996]

§ 888.1240 AC-powered dynamometer.
(a) Identification. An AC-powered dy-

namometer is an AC-powered device in-
tended for medical purposes to assess
neuromuscular function or degree of
neuromuscular blockage by measuring,
with a force transducer (a device that
translates force into electrical im-
pulses), the grip-strength of a patient’s
hand.

(b) Classification. Class II.

§ 888.1250 Nonpowered dynamometer.
(a) Identification. A nonpowered dyna-

mometer is a mechanical device in-
tended for medical purposes to measure
the pinch and grip muscle strength of a
patient’s hand.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part
807.

§ 888.1500 Goniometer.

(a) Identification. A goniometer is an
AC-powered or battery powered device
intended to evaluate joint function by
measuring and recording ranges of mo-
tion, acceleration, or forces exerted by
a joint.

(b) Classification. (1) Class I (general
controls) for a goniometer that does
not use electrode lead wires and pa-
tient cables. This device is exempt
from the premarket notification proce-
dures of subpart E of part 807 of this
chapter subject to § 888.9.

(2) Class II (special controls) for a go-
niometer that uses electrode lead wires
and patient cables. The special controls
consist of:

(i) The performance standard under
part 898 of this chapter, and

(ii) The guidance entitled ‘‘Guidance
on the Performance Standard for Elec-
trode Lead Wires and Patient Cables.’’
This device is exempt from the pre-
market notification procedures of sub-
part E of part 807 of this chapter sub-
ject to § 888.9.

[65 FR 19319, Apr. 11, 2000]

§ 888.1520 Nonpowered goniometer.

(a) Identification. A nonpowered goni-
ometer is a mechanical device intended
for medical purposes to measure the
range of motion of joints.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part
807.

Subpart C [Reserved]

Subpart D—Prosthetic Devices

§ 888.3000 Bone cap.

(a) Identification. A bone cap is a
mushroom-shaped device intended to
be implanted made of either silicone
elastomer or ultra-high molecular
weight polyethylene. It is used to cover
the severed end of a long bone, such as
the humerus or tibia, to control bone
overgrowth in juvenile amputees.
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(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 1124, Jan. 16, 1996]

§ 888.3010 Bone fixation cerclage.
(a) Identification. A bone fixation

cerclage is a device intended to be im-
planted that is made of alloys, such as
cobalt-chromium-molybdenum, and
that consists of a metallic ribbon or
flat sheet or a wire. The device is
wrapped around the shaft of a long
bone, anchored to the bone with wire
or screws, and used in the fixation of
fractures.

(b) Classification. Class II.

§ 888.3015 Bone heterograft.
(a) Identification. Bone heterograft is

a device intended to be implanted that
is made from mature (adult) bovine
bones and used to replace human bone
following surgery in the cervical region
of the spinal column.

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. As of May 28, 1976, an
approval under section 515 of the act is
required before this device may be
commercially distributed. See § 888.3.

§ 888.3020 Intramedullary fixation rod.
(a) Identification. An intramedullary

fixation rod is a device intended to be
implanted that consists of a rod made
of alloys such as cobalt-chromium-mo-
lybdenum and stainless steel. It is in-
serted into the medullary (bone mar-
row) canal of long bones for the fixa-
tion of fractures.

(b) Classification. Class II.

§ 888.3025 Passive tendon prosthesis.
(a) Identification. A passive tendon

prosthesis is a device intended to be
implanted made of silicon elastomer or
a polyester reinforced medical grade
silicone elastomer intended for use in
the surgical reconstruction of a flexor
tendon of the hand. The device is im-
planted for a period of 2 to 6 months to
aid growth of a new tendon sheath. The
device is not intended as a permanent
implant nor to function as a replace-
ment for the ligament or tendon nor to

function as a scaffold for soft tissue
ingrowth.

(b) Classification. Class II.

§ 888.3027 Polymethylmethacrylate
(PMMA) bone cement.

(a) Identification. Polymethyl-
methacrylate (PMMA) bone cement
(luting agent) is a device intended to
be implanted that is made from
methylmethacrylate,
polymethylmethacrylate, esters of
methacrylic acid or copolymers con-
taining polymethylmethyacrylate and
polystyrene. The device is intended for
use in arthroplastic procedures of the
hip, knee, and other joints for the fixa-
tion of polymer or metallic prosthetic
implants to the living bone.

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. As of May 28, 1976, an
approval under section 515 of the act is
required before this device may be
commercially distributed. See § 888.3.

§ 888.3030 Single/multiple component
metallic bone fixation appliances
and accessories.

(a) Identification. Single/multiple
component metallic bone fixation ap-
pliances and accessories are devices in-
tended to be implanted consisting of
one or more metallic components and
their metallic fasteners. The devices
contain a plate, a nail/plate combina-
tion, or a blade/plate combination that
are made of alloys, such as cobalt-chro-
mium-molybdenum, stainless steel,
and titanium, that are intended to be
held in position with fasteners, such as
screws and nails, or bolts, nuts, and
washers. These devices are used for fix-
ation of fractures of the proximal or
distal end of long bones, such as
intracapsular, intertrochanteric, inter-
cervical, supracondylar, or condylar
fractures of the femur; for fusion of a
joint; or for surgical procedures that
involve cutting a bone. The devices
may be implanted or attached through
the skin so that a pulling force (trac-
tion) may be applied to the skeletal
system.

(b) Classification. Class II.
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§ 888.3040 Smooth or threaded metallic
bone fixation fastener.

(a) Identification. A smooth or thread-
ed metallic bone fixation fastener is a
device intended to be implanted that
consists of a stiff wire segment or rod
made of alloys, such as cobalt-chro-
mium-molybdenum and stainless steel,
and that may be smooth on the out-
side, fully or partially threaded,
straight or U-shaped; and may be ei-
ther blunt pointed, sharp pointed, or
have a formed, slotted head on the end.
It may be used for fixation of bone
fractures, for bone reconstructions, as
a guide pin for insertion of other im-
plants, or it may be implanted through
the skin so that a pulling force (trac-
tion) may be applied to the skeletal
system.

(b) Classification. Class II.

§ 888.3050 Spinal interlaminal fixation
orthosis.

(a) Identification. A spinal interlam-
inal fixation orthosis is a device in-
tended to be implanted made of an
alloy, such as stainless steel, that con-
sists of various hooks and a posteriorly
placed compression or distraction rod.
The device is implanted, usually across
three adjacent vertebrae, to straighten
and immobilize the spine to allow bone
grafts to unite and fuse the vertebrae
together. The device is used primarily
in the treatment of scoliosis (a lateral
curvature of the spine), but it also may
be used in the treatment of fracture or
dislocation of the spine, grades 3 and 4
of spondylolisthesis (a dislocation of
the spinal column), and lower back
syndrome.

(b) Classification. Class II.

§ 888.3060 Spinal intervertebral body
fixation orthosis.

(a) Identification. A spinal
intervertebral body fixation orthosis is
a device intended to be implanted made
of titanium. It consists of various
vertebral plates that are punched into
each of a series of vertebral bodies. An
eye-type screw is inserted in a hole in
the center of each of the plates. A
braided cable is threaded through each
eye-type screw. The cable is tightened
with a tension device and it is fastened
or crimped at each eye-type screw. The
device is used to apply force to a series

of vertebrae to correct ‘‘sway back,’’
scoliosis (lateral curvature of the
spine), or other conditions.

(b) Classification. Class II.

§ 888.3070 Pedicle screw spinal system.
(a) Pedicle screw spinal systems—(1)

Identification. Pedicle screw spinal sys-
tems are multiple component devices,
made from a variety of materials, in-
cluding alloys such as 316L stainless
steel, 316LVM stainless steel, 22Cr–
13Ni–5Mn stainless steel, Ti–6Al–4V,
and unalloyed titanium, that allows
the surgeon to build an implant system
to fit the patient’s anatomical and
physiological requirements. Such a spi-
nal implant assembly consists of a
combination of anchors (e.g., bolts,
hooks, and/or screws); interconnection
mechanisms incorporating nuts,
screws, sleeves, or bolts; longitudinal
members (e.g., plates, rods, and/or
plate/rod combinations); and/or trans-
verse connectors. The devices are in-
tended to provide immobilization and
stabilization of spinal segments in
skeletally mature patients as an ad-
junct to fusion in the treatment of the
following acute and chronic instabil-
ities or deformities of the thoracic,
lumbar, and sacral spine: degenerative
spondylolisthesis with objective evi-
dence of neurologic impairment, frac-
ture, dislocation, scoliosis, kyphosis,
spinal tumor, and failed previous fu-
sion (pseudarthrosis).

(2) Classification. Class II (special con-
trols). Pedicle screw spinal systems
must comply with the following special
controls:

(i) Compliance with material stand-
ards,

(ii) Compliance with mechanical test-
ing standards,

(iii) Compliance with biocompat-
ibility standards, and

(iv) Labeling which contains these
two statements in addition to other ap-
propriate labeling information:

‘‘WARNING: The safety and effective-
ness of pedicle screw spinal systems
have been established only for spinal
conditions with significant mechanical
instability or deformity requiring fu-
sion with instrumentation. These con-
ditions are significant mechanical in-
stability or deformity of the thoracic,
lumbar, and sacral spine secondary to
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degenerative spondylolisthesis with ob-
jective evidence of neurologic impair-
ment, fracture, dislocation, scoliosis,
kyphosis, spinal tumor, and failed pre-
vious fusion (pseudarthrosis). The safe-
ty and effectiveness of these devices for
any other conditions are unknown.’’

‘‘PRECAUTION: The implantation of
pedicle screw spinal systems should be
performed only by experienced spinal
surgeons with specific training in the
use of this pedicle screw spinal system
because this is a technically demand-
ing procedure presenting a risk of seri-
ous injury to the patient.’’

(b) Pedicle screw spinal systems for all
other uses—(1) Identification. Pedicle
screw spinal systems for all other uses
are multiple component devices, made
from a variety of materials, including
alloys such as 316L stainless steel,
316LVM stainless steel, 22Cr–13Ni–5Mn
stainless steel, Ti–6Al–4V, and unal-
loyed titanium, that allow the surgeon
to build an implant system to fit the
patient’s anatomical and physiological
requirements. Such an spinal implant
assembly consists of a combination of
anchors (e.g., bolts, hooks, and/or
screws); interconnection mechanisms
incorporating nuts, screws, sleeves, or
bolts; longitudinal members (e.g.,
plates, rods, and/or plate/rod combina-
tions); and/or transverse connectors.

(2) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. An approved PMA or
a declared completed PDP must be in
effect before placing the device in com-
mercial distribution. See § 888.3.

[63 FR 40040, July 27, 1998]

§ 888.3100 Ankle joint metal/composite
semi-constrained cemented pros-
thesis.

(a) Identification. An ankle joint
metal/composite semi-constrained ce-
mented prosthesis is a device intended
to be implanted to replace an ankle
joint. The device limits translation and
rotation: in one or more planes via the
geometry of its articulating surfaces.
It has no linkage across-the-joint. This
generic type of device includes pros-
theses that consist of a talar resur-
facing component made of alloys, such
as cobalt-chromium-molybdenum, and
a tibial resurfacing component fab-

ricated from ultra-high molecular
weight polyethylene with carbon fibers
composite, and is limited to those pros-
theses intended for use with bone ce-
ment (§ 888.3027).

(b) Classification. Class II.

§ 888.3110 Ankle joint metal/polymer
semi-constrained cemented pros-
thesis.

(a) Identification. An ankle joint
metal/polymer semi-constrained ce-
mented prosthesis is a device intended
to be implanted to replace an ankle
joint. The device limits translation and
rotation in one or more planes via the
geometry of its articulating surfaces
and has no linkage across-the-joint.
This generic type of device includes
prostheses that have a talar resur-
facing component made of alloys, such
as cobalt-chromium-molybdenum, and
a tibial resurfacing component made of
ultra-high molecular weight poly-
ethylene and is limited to those pros-
theses intended for use with bone ce-
ment (§ 888.3027).

(b) Classification. Class II.

§ 888.3120 Ankle joint metal/polymer
non-constrained cemented pros-
thesis.

(a) Identification. An ankle joint
metal/polymer non-constrained ce-
mented prosthesis is a device intended
to be implanted to replace an ankle
joint. The device limits minimally (less
than normal anatomic constraints)
translation in one or more planes. It
has no linkage across-the-joint. This
generic type of device includes pros-
theses that have a tibial component
made of alloys, such as cobalt-chro-
mium-molybdenum, and a talar compo-
nent made of ultra-high molecular
weight polyethylene, and is limited to
those prostheses intended for use with
bone cement (§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any ankle joint metal/polymer non-
constrained cemented prosthesis that
was in commercial distribution before
May 28, 1976, or that has, on or before
December 26, 1996, been found to be
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substantially equivalent to a ankle
joint metal/polymer non-constrained
cemented prosthesis that was in com-
mercial distribution before May 28,
1976. Any other ankle joint metal/poly-
mer non-constrained cemented pros-
thesis shall have an approved PMA or a
declared completed PDP in effect be-
fore being placed in commercial dis-
tribution.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50709, Sept. 27, 1996]

§ 888.3150 Elbow joint metal/polymer
constrained cemented prosthesis.

(a) Identification. An elbow joint
metal/polymer constrained cemented
prosthesis is a device intended to be
implanted to replace an elbow joint. It
is made of alloys, such as cobalt-chro-
mium-molybdenum, or of these alloys
and of an ultra-high molecular weight
polyethylene bushing. The device pre-
vents dislocation in more than one
anatomic plane and consists of two
components that are linked together.
This generic type of device is limited
to those prostheses intended for use
with bone cement (§ 888.3027).

(b) Classification. Class II. The special
controls for this device are:

(1) FDA’s:
(i) ‘‘Use of International Standard

ISO 10993 ‘Biological Evaluation of
Medical Devices—Part I: Evaluation
and Testing, ’ ’’

(ii) ‘‘510(k) Sterility Review Guidance
of 2/12/90 (K90–1),’’

(iii) ‘‘Guidance Document for Testing
Orthopedic Implants with Modified Me-
tallic Surfaces Apposing Bone or Bone
Cement,’’

(iv) ‘‘Guidance Document for the
Preparation of Premarket Notification
(510(k)) Application for Orthopedic De-
vices,’’

(v) ‘‘Guidance Document for Testing
Non-articulating, ‘Mechanically
Locked’ Modular Implant Compo-
nents,’’

(2) International Organization for
Standardization’s (ISO):

(i) ISO 5832–3:1996 ‘‘Implants for Sur-
gery—Metallic Materials—Part 3:
Wrought Titanium 6-Aluminum 4-
Vandium Alloy,’’

(ii) ISO 5832–4:1996 ‘‘Implants for Sur-
gery—Metallic Materials—Part 4: Co-

balt-Chromium-Molybdenum Casting
Alloy,’’

(iii) ISO 5832–12:1996 ‘‘Implants for
Surgery—Metallic Materials—Part 12:
Wrought Cobalt-Chromium-Molyb-
denum Alloy,’’

(iv) ISO 5833:1992 ‘‘Implants for Sur-
gery—Acrylic Resin Cements,’’

(v) ISO 5834–2:1998 ‘‘Implants for Sur-
gery—Ultra High Molecular Weight
Polyethylene—Part 2: Moulded
Forms,’’

(vi) ISO 6018:1987 ‘‘Orthopaedic Im-
plants—General Requirements for
Marking, Packaging, and Labeling,’’

(vii) ISO 9001:1994 ‘‘Quality Systems—
Model for Quality Assurance in Design/
Development, Production, Installation,
and Servicing,’’ and

(viii) ISO 14630:1997 ‘‘Non-active Sur-
gical Implants—General Require-
ments,’’

(3) American Society for Testing and
Materials’:

(i) F 75–92 ‘‘Specification for Cast Co-
balt-28 Chromium-6 Molybdenum Alloy
for Surgical Implant Material,’’

(ii) F 648–98 ‘‘Specification for Ultra-
High-Molecular-Weight Polyethylene
Powder and Fabricated Form for Sur-
gical Implants,’’

(iii) F 799–96 ‘‘Specification for Co-
balt-28 Chromium-6 Molybdenum Alloy
Forgings for Surgical Implants,’’

(iv) F 981–93 ‘‘Practice for Assess-
ment of Compatibility of Biomaterials
(Nonporous) for Surgical Implant with
Respect to Effect of Material on Mus-
cle and Bone,’’

(v) F 1044–95 ‘‘Test Method for Shear
Testing of Porous Metal Coatings,’’

(vi) F 1108–97 ‘‘Specification for Tita-
nium-6 Aluminum-4 Vanadium Alloy
Castings for Surgical Implants,’’

(vii) F 1147–95 ‘‘Test Method for Ten-
sion Testing of Porous MetalCoatings,
’’ and

(viii) F 1537–94 ‘‘Specification for
Wrought Cobalt-28 Chromium-6 Molyb-
denum Alloy for Surgical Implants.’’

[65 FR 17147, Mar. 31, 2000]

§ 888.3160 Elbow joint metal/polymer
semi-constrained cemented pros-
thesis.

(a) Identification. An elbow joint
metal/polymer semi-constrained ce-
mented prosthesis is a device intended
to be implanted to replace an elbow
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joint. The device limits translation and
rotation in one or more planes via the
geometry of its articulating surfaces.
It has no linkage across-the-joint. This
generic type of device includes pros-
theses that consist of a humeral resur-
facing component made of alloys, such
as cobalt-chromium-molybdenum, and
a radial resurfacing component made
of ultra-high molecular weight poly-
ethylene. This generic type of device is
limited to those prostheses intended
for use with bone cement (§ 888.3027).

(b) Classification. Class II.

§ 888.3170 Elbow joint radial (hemi-
elbow) polymer prosthesis.

(a) Identification. An elbow joint ra-
dial (hemi-elbow) polymer prosthesis is
a device intended to be implanted made
of medical grade silicone elastomer
used to replace the proximal end of the
radius.

(b) Classification. Class II.

§ 888.3180 Elbow joint humeral (hemi-
elbow) metallic uncemented pros-
thesis.

(a) Identification. An elbow joint hu-
meral (hemi-elbow) metallic
uncemented prosthesis is a device in-
tended to be implanted made of alloys,
such as cobalt-chromium-molybdenum,
that is used to replace the distal end of
the humerus formed by the trochlea
humeri and the capitulum humeri. The
generic type of device is limited to
prostheses intended for use without
bone cement (§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any elbow joint humeral (hemi-
elbow) metallic uncemented prosthesis
that was in commercial distribution
before May 28, 1976, or that has, on or
before December 26, 1996 been found to
be substantially equivalent to an elbow
joint humeral (hemi-elbow) metallic
uncemented prosthesis that was in
commercial distribution before May 28,
1976. Any other elbow joint humeral
(hemi-elbow) metallic uncemented
prosthesis shall have an approved PMA
or a declared completed PDP in effect

before being placed in commercial dis-
tribution.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50709, Sept. 27, 1996]

§ 888.3200 Finger joint metal/metal
constrained uncemented prosthesis.

(a) Identification. A finger joint
metal/metal constrained uncemented
prosthesis is a device intended to be
implanted to replace a
metacarpophalangeal or proximal
interphalangeal (finger) joint. The de-
vice prevents dislocation in more than
one anatomic plane and consists of two
components which are linked together.
This generic type of device includes
prostheses made of alloys, such as co-
balt-chromium-molybdenum, or
protheses made from alloys and ultra-
high molecular weight polyethylene.
This generic type of device is limited
to prostheses intended for use without
bone cement (§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any finger joint metal/metal con-
strained uncemented prosthesis that
was in commercial distribution before
May 28, 1976, or that has, on or before
December 26, 1996 been found to be sub-
stantially equivalent to a finger joint
metal/metal constrained uncemented
prosthesis that was in commercial dis-
tribution before May 28, 1976. Any
other finger joint metal/metal con-
strained uncemented prosthesis shall
have an approved PMA or a declared
completed PDP in effect before being
placed in commercial distribution.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50709, Sept. 27, 1996]

§ 888.3210 Finger joint metal/metal
constrained cemented prosthesis.

(a) Identification. A finger joint
metal/metal constrained cemented
prosthesis is a device intended to be
implanted to replace a
metacarpophalangeal (finger) joint.
This device prevents dislocation in
more than one anatomic plane and has
components which are linked together.
This generic type of device includes
prostheses that are made of alloys,
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such as cobalt-chromium-molybdenum,
and is limited to those prostheses in-
tended for use with bone cement
(§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any finger joint metal/metal con-
strained cemented prosthesis that was
in commercial distribution before May
28, 1976, or that has, on or before De-
cember 26, 1996 been found to be sub-
stantially equivalent to a finger joint
metal/metal constrained cemented
prosthesis that was in commercial dis-
tribution before May 28, 1976. Any
other finger joint metal/metal con-
strained cemented prosthesis shall
have an approved PMA or a declared
completed PDP in effect before being
placed in commercial distribution.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50709, Sept. 27, 1996]

§ 888.3220 Finger joint metal/polymer
constrained cemented prosthesis.

(a) Identification. A finger joint
metal/polymer constrained cemented
prosthesis is a device intended to be
implanted to replace a
metacarpophalangeal or proximal
interphalangeal (finger) joint. The de-
vice prevents dislocation in more than
one anatomic plane, and consists of
two components which are linked to-
gether. This generic type of device in-
cludes prostheses that are made of al-
loys, such as cobalt-chromium-molyb-
denum, and ultra-high molecular
weight polyethylene, and is limited to
those prostheses intended for use with
bone cement (§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any finger joint metal/polymer con-
strained cemented prosthesis that was
in commercial distribution before May
28, 1976, or that has, on or before De-
cember 26, 1996 been found to be sub-
stantially equivalent to a finger joint
metal/polymer constrained cemented
prosthesis that was in commercial dis-

tribution before May 28, 1976. Any
other finger joint metal/polymer con-
strained cemented prosthesis shall
have an approved PMA or a declared
completed PDP in effect before being
placed in commercial distribution.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50709, Sept. 27, 1996]

§ 888.3230 Finger joint polymer con-
strained prosthesis.

(a) Identification. A finger joint poly-
mer constrained prosthesis is a device
intended to be implanted to replace a
metacarpophalangeal or proximal
interphalangeal (finger) joint. This ge-
neric type of device includes prostheses
that consist of a single flexible across-
the-joint component made from either
a silicone elastomer or a combination
pf polypropylene and polyester mate-
rial. The flexible across-the-joint com-
ponent may be covered with a silicone
rubber sleeve.

(b) Classification. Class II.

§ 888.3300 Hip joint metal constrained
cemented or uncemented pros-
thesis.

(a) Identification. A hip joint metal
constrained cemented or uncemented
prosthesis is a device intended to be
implanted to replace a hip joint. The
device prevents dislocation in more
than one anatomic plane and has com-
ponents that are linked together. This
generic type of device includes pros-
theses that have components made of
alloys, such as cobalt-chromium-mo-
lybdenum, and is intended for use with
or without bone cement (§ 888.3027).
This device is not intended for biologi-
cal fixation.

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any hip joint metal constrained ce-
mented or uncemented prosthesis that
was in commercial distribution before
May 28, 1976, or that has, on or before
December 26, 1996 been found to be sub-
stantially equivalent to a hip joint
metal constrained cemented or
uncemented prosthesis that was in
commercial distribution before May 28,
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1976. Any other hip joint metal con-
strained cemented or uncemented pros-
thesis shall have an approved PMA or a
declared completed PDP in effect be-
fore being placed in commercial dis-
tribution.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50709, Sept. 27, 1996]

§ 888.3310 Hip joint metal/polymer con-
strained cemented or uncemented
prosthesis.

(a) Identification. A hip joint metal/
polymer constrained cemented or
uncemented prosthesis is a device in-
tended to be implanted to replace a hip
joint. The device prevents dislocation
in more than one anatomic plane and
has components that are linked to-
gether. This generic type of device in-
cludes prostheses that have a femoral
component made of alloys, such as co-
balt-chromium-molybdenum, and an
acetabular component made of ultra-
high molecular weight polyethylene.
This generic type of device is intended
for use with or without bone cement
(§ 888.3027). This device is not intended
for biological fixation.

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any hip joint metal/polymer con-
strained cemented or uncemented pros-
thesis that was in commercial distribu-
tion before May 28, 1976, or that has, on
or before December 26, 1996 been found
to be substantially equivalent to a hip
joint metal/polymer constrained ce-
mented or uncemented prosthesis that
was in commercial distribution before
May 28, 1976. Any other hip joint metal/
polymer constrained cemented or
uncemented prosthesis shall have an
approved PMA or a declared completed
PDP in effect before being placed in
commercial distribution.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50710, Sept. 27, 1996]

§ 888.3320 Hip joint metal/metal semi-
constrained, with a cemented ace-
tabular component, prosthesis.

(a) Identification. A hip joint metal/
metal semi-constrained, with a ce-
mented acetabular component, pros-

thesis is a two-part device intended to
be implanted to replace a hip joint. The
device limits translation and rotation
in one or more planes via the geometry
of its articulating surfaces. It has no
linkage across-the-joint. This generic
type of device includes prostheses that
consist of a femoral and an acetabular
component, both made of alloys, such
as cobalt-chromium-molybdenum. This
generic type of device is limited to
those prostheses intended for use with
bone cement (§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 888.3.

§ 888.3330 Hip joint metal/metal semi-
constrained, with an uncemented
acetabular component, prosthesis.

(a) Identification. A hip joint metal/
metal semi-constrained, with an
uncemented acetabular component,
prosthesis is a two-part device intended
to be implanted to replace a hip joint.
The device limits translation and rota-
tion in one or more planes via the ge-
ometry of its articulating surfaces. It
has no linkage across-the-joint. This
generic type of device includes pros-
theses that consist of a femoral and an
acetabular component, both made of
alloys, such as cobalt-chromium-mo-
lybdenum. The femoral component is
intended to be fixed with bone cement.
The acetabular component is intended
for use without bone cement (§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 888.3.

§ 888.3340 Hip joint metal/composite
semi-constrained cemented pros-
thesis.

(a) Identification. A hip joint metal/
composite semi-constrained cemented
prosthesis is a two-part device intended
to be implanted to replace a hip joint.
The device limits translation and rota-
tion in one or more planes via the ge-
ometry of its articulating surfaces. It
has no linkage across-the-joint. This
generic type of device includes pros-
theses that consist of a femoral compo-
nent made of alloys, such as cobalt-
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chromium-molybdenum, and an ace-
tabular component made of ultra-high
molecular weight polyethylene with
carbon fibers composite. Both compo-
nents are intended for use with bone
cement (§ 888.3027).

(b) Classification. Class II.

§ 888.3350 Hip joint metal/polymer
semi-constrained cemented pros-
thesis.

(a) Identification. A hip joint metal/
polymer semi-constrained cemented
prosthesis is a device intended to be
implanted to replace a hip joint. The
device limits translation and rotation
in one or more planes via the geometry
of its articulating surfaces. It has no
linkage across-the-joint. This generic
type of device includes prostheses that
have a femoral component made of al-
loys, such as cobalt-chromium-molyb-
denum, and an acetabular resurfacing
component made of ultra-high molec-
ular weight polyethylene and is limited
to those prostheses intended for use
with bone cement (§ 888.3027).

(b) Classification. Class II.

§ 888.3353 Hip joint metal/ceramic/
polymer semi-constrained cemented
or nonporous uncemented pros-
thesis.

(a) Identification. A hip joint metal/
ceramic/polymer semi-constrained ce-
mented or nonporous uncemented pros-
thesis is a device intended to be im-
planted to replace a hip joint. This de-
vice limits translation and rotation in
one or more planes via the geometry of
its articulating surfaces. It has no
linkage across-the-joint. The two-part
femoral component consists of a fem-
oral stem made of alloys to be fixed in
the intramedullary canal of the femur
by impaction with or without use of
bone cement. The proximal end of the
femoral stem is tapered with a surface
that ensures positive locking with the
spherical ceramic (aluminium oxide,
A1203) head of the femoral component.
The acetabular component is made of
ultra-high molecular weight poly-
ethylene or ultra-high molecular
weight polyethylene reinforced with
nonporous metal alloys, and used with
or without bone cement.

(b) Classification. Class II.

[54 FR 48239, Nov. 22, 1989; 54 FR 51342, Dec.
14, 1989]

§ 888.3358 Hip joint metal/polymer/
metal semi-constrained porous-coat-
ed uncemented prosthesis.

(a) Identification. A hip joint metal/
polymer/metal semi-constrained po-
rous-coated uncemented prosthesis is a
device intended to be implanted to re-
place a hip joint. The device limits
translation and rotation in one or more
planes via the geometry of its articu-
lating surfaces. It has no linkage
across the joint. This generic type of
device has a femoral component made
of a cobalt-chromium-molybdenum
(Co-Cr-Mo) alloy or a titanium-alu-
minum-vanadium (Ti-6Al-4V) alloy and
an acetabular component composed of
an ultra-high molecular weight poly-
ethylene articulating bearing surface
fixed in a metal shell made of Co-Cr-Mo
or Ti-6Al-4V. The femoral stem and
acetabular shell have a porous coating
made of, in the case of Co-Cr-Mo sub-
strates, beads of the same alloy, and in
the case of Ti-6Al-4V substrates, fibers
of commercially pure titanium or Ti-
6Al-4V alloy. The porous coating has a
volume porosity between 30 and 70 per-
cent, an average pore size between 100
and 1,000 microns, interconnecting po-
rosity, and a porous coating thickness
between 500 and 1,500 microns. The ge-
neric type of device has a design to
achieve biological fixation to bone
without the use of bone cement.

(b) Classification. Class II.

[58 FR 3228, Jan. 8, 1993]

§ 888.3360 Hip joint femoral (hemi-hip)
metallic cemented or uncemented
prosthesis.

(a) Identification. A hip joint femoral
(hemi-hip) metallic cemented or
uncemented prosthesis is a device in-
tended to be implanted to replace a
portion of the hip joint. This generic
type of device includes prostheses that
have a femoral component made of al-
loys, such as cobalt-chromium-molyb-
denum. This generic type of device in-
cludes designs which are intended to be
fixed to the bone with bone cement
(§ 888.3027) as well as designs which
have large window-like holes in the
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stem of the device and which are in-
tended for use without bone cement.
However, in these latter designs, fixa-
tion of the device is not achieved by
means of bone ingrowth.

(b) Classification. Class II.

§ 888.3370 Hip joint (hemi-hip) ace-
tabular metal cemented prosthesis.

(a) Identification. A hip joint (hemi-
hip) acetabular metal cemented pros-
thesis is a device intended to be im-
planted to replace a portion of the hip
joint. This generic type of device in-
cludes prostheses that have an ace-
tabular component made of alloys,
such as cobalt-chromium-molybdenum.
This generic type of device is limited
to those prostheses intended for use
with bone cement (§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any hip joint (hemi-hip) acetabular
metal cemented prosthesis that was in
commercial distribution before May 28,
1976, or that has, on or before Decem-
ber 26, 1996 been found to be substan-
tially equivalent to a hip joint (hemi-
hip) acetabular metal cemented pros-
thesis that was in commercial distribu-
tion before May 28, 1976. Any other hip
joint metal (hemi-hip) acetabular
metal cemented prosthesis shall have
an approved PMA or a declared com-
pleted PDP in effect before being
placed in commercial distribution.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50710, Sept. 27, 1996]

§ 888.3380 Hip joint femoral (hemi-hip)
trunnion-bearing metal/polyacetal
cemented prosthesis.

(a) Identification. A hip joint femoral
(hemi-hip) trunnion-bearing metal/
polyacetal cemented prosthesis is a
two-part device intended to be im-
planted to replace the head and neck of
the femur. This generic type of device
includes prostheses that consist of a
metallic stem made of alloys, such as
cobalt-chromium-molybdenum, with
an integrated cylindrical trunnion
bearing at the upper end of the stem
that fits into a recess in the head of
the device. The head of the device is

made of polyacetal (polyoxymethylene)
and it is covered by a metallic alloy,
such as cobalt-chromium-molybdenum.
The trunnion bearing allows the head
of the device to rotate on its stem. The
prosthesis is intended for use with bone
cement (§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any hip joint femoral (hemi-hip)
trunnion-bearing metal/polyacetal ce-
mented prosthesis that was in commer-
cial distribution before May 28, 1976, or
that has, on or before December 26, 1996
been found to be substantially equiva-
lent to a hip joint femoral (hemi-hip)
trunnion-bearing metal/polyacetal ce-
mented prosthesis that was in commer-
cial distribution before May 28, 1976.
Any other hip joint femoral (hemi-hip)
trunnion-bearing metal/polyacetal ce-
mented prosthesis shall have an ap-
proved PMA or a declared completed
PDP in effect before being placed in
commercial distribution.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50710, Sept. 27, 1996]

§ 888.3390 Hip joint femoral (hemi-hip)
metal/polymer cemented or
uncemented prosthesis.

(a) Identification. A hip joint femoral
(hemi-hip) metal/polymer cemented or
uncemented prosthesis is a two-part
device intended to be implanted to re-
place the head and neck of the femur.
This generic type of device includes
prostheses that have a femoral compo-
nent made of alloys, such as cobalt-
chromium-molybdenum, and a snap-fit
acetabular component made of an
alloy, such as cobalt-chromium-molyb-
denum, and ultra-high molecular
weight polyethylene. This generic type
of device may be fixed to the bone with
bone cement (§ 888.3027) or implanted by
impaction.

(b) Classification. Class II.

§ 888.3400 Hip joint femoral (hemi-hip)
metallic resurfacing prosthesis.

(a) Identification. A hip joint femoral
(hemi-hip) metallic resurfacing pros-
thesis is a device intended to be im-
planted to replace a portion of the hip
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joint. This generic type of device in-
cludes prostheses that have a femoral
resurfacing component made of alloys,
such as cobalt-chromium-molybdenum.

(b) Classification. Class II.

§ 888.3410 Hip joint metal/polymer
semi-constrained resurfacing ce-
mented prosthesis.

(a) Identification. A hip joint metal/
polymer semi-constrained resurfacing
cemented prosthesis is a two-part de-
vice intended to be implanted to re-
place the articulating surfaces of the
hip while preserving the femoral head
and neck. The device limits translation
and rotation in one or more planes via
the geometry of its articulating sur-
faces. It has no linkage across-the-
joint. This generic type of device in-
cludes prostheses that consist of a fem-
oral cap component made of alloy, such
as cobalt-chromium-molybdenum, that
is placed over a surgically prepared
femoral head, and an acetabular resur-
facing polymer component. Both com-
ponents are intended for use with bone
cement (§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 888.3.

§ 888.3480 Knee joint femorotibial me-
tallic constrained cemented pros-
thesis.

(a) Identification. A knee joint
femorotibial metallic constrained ce-
mented prosthesis is a device intended
to be implanted to replace part of a
knee joint. The device prevents dis-
location in more than one anatomic
plane and has components that are
linked together. The only knee joint
movement allowed by the device is in
the sagittal plane. This generic type of
device includes prostheses that have an
intramedullary stem at both the proxi-
mal and distal locations. The upper and
lower components may be joined either
by a solid bolt or pin, an internally
threaded bolt with locking screw, or a
bolt retained by circlip. The compo-
nents of the device are made of alloys,
such as cobalt-chromium-molybdenum.
The stems of the device may be per-
forated, but are intended for use with
bone cement (§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any knee joint femorotibial metal-
lic constrained cemented prosthesis
that was in commercial distribution
before May 28, 1976, or that has, on or
before December 26, 1996 been found to
be substantially equivalent to a knee
joint femorotibial metallic constrained
cemented prosthesis that was in com-
mercial distribution before May 28,
1976. Any other knee joint femorotibial
metallic constrained cemented pros-
thesis shall have an approved PMA or a
declared completed PDP in effect be-
fore being placed in commercial dis-
tribution.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50710, Sept. 27, 1996]

§ 888.3490 Knee joint femorotibial
metal/composite non-constrained
cemented prosthesis.

(a) Identification. A knee joint
femorotibial metal/composite non-con-
strained cemented prosthesis is a de-
vice intended to be implanted to re-
place part of a knee joint. The device
limits minimally (less than normal
anatomic constraints) translation in
one or more planes. It has no linkage
across-the-joint. This generic type of
device includes prostheses that have a
femoral condylar resurfacing compo-
nent or components made of alloys,
such as cobalt-chromium-molybdenum,
and a tibial condylar component or
components made of ultra-high molec-
ular weight polyethylene with carbon
fibers composite and are intended for
use with bone cement (§ 888.3027).

(b) Classification. Class II.

§ 888.3500 Knee joint femorotibial
metal/composite semi-constrained
cemented prosthesis.

(a) Identification. A knee joint
femorotibial metal/composite semi-
constrained cemented prosthesis is a
two-part device intended to be im-
planted to replace part of a knee joint.
The device limits translation and rota-
tion in one or more planes via the ge-
ometry of its articulating surfaces. It
has no linkage across-the-joint. This
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generic type of device includes pros-
theses that have a femoral component
made of alloys, such as cobalt-chro-
mium-molybdenum, and a tibial com-
ponent with the articulating surfaces
made of ultra-high molecular weight
polyethylene with carbon-fibers com-
posite and is limited to those pros-
theses intended for use with bone ce-
ment (§ 888.3027).

(b) Classification. Class II.

§ 888.3510 Knee joint femorotibial
metal/polymer constrained ce-
mented prosthesis.

(a) Identification. A knee joint
femorotibial metal/polymer con-
strained cemented prosthesis is a de-
vice intended to be implanted to re-
place part of a knee joint. The device
limits translation or rotation in one or
more planes and has components that
are linked together or affined. This ge-
neric type of device includes prostheses
composed of a ball-and-socket joint lo-
cated between a stemmed femoral and
a stemmed tibial component and a run-
ner and track joint between each pair
of femoral and tibial condyles. The
ball-and-socket joint is composed of a
ball at the head of a column rising
from the stemmed tibial component.
The ball, the column, the tibial pla-
teau, and the stem for fixation of the
tibial component are made of an alloy,
such as cobalt-chromium-molybdenum.
The ball of the tibial component is held
within the socket of the femoral com-
ponent by the femoral component’s flat
outer surface. The flat outer surface of
the tibial component abuts both a re-
ciprocal flat surface within the cavity
of the femoral component and flanges
on the femoral component designed to
prevent distal displacement. The stem
of the femoral component is made of an
alloy, such as cobalt-chromium-molyb-
denum, but the socket of the compo-
nent is made of ultra-high molecular
weight polyethylene. The femoral com-
ponent has metallic runners which
align with the ultra-high molecular
weight polyethylene tracks that press-
fit into the metallic tibial component.
The generic class also includes devices
whose upper and lower components are
linked with a solid bolt passing
through a journal bearing of greater
radius, permitting some rotation in the

transverse plane, a minimal arc of ab-
duction/adduction. This generic type of
device is limited to those prostheses
intended for use with bone cement
(§ 888.3027).

(b) Classification. Class II.

§ 888.3520 Knee joint femorotibial
metal/polymer non-constrained ce-
mented prosthesis.

(a) Identification. A knee joint
femorotibial metal/polymer non-con-
strained cemented prosthesis is a de-
vice intended to be implanted to re-
place part of a knee joint. The device
limits minimally (less than normal
anatomic constraints) translation in
one or more planes. It has no linkage
across-the-joint. This generic type of
device includes prostheses that have a
femoral condylar resurfacing compo-
nent or components made of alloys,
such as cobalt-chromium-molybdenum,
and a tibial component or components
made of ultra-high molecular weight
polyethylene and are intended for use
with bone cement (§ 888.3027).

(b) Classification. Class II.

§ 888.3530 Knee joint femorotibial
metal/polymer semi-constrained ce-
mented prosthesis.

(a) Identification. A knee joint
femorotibial metal/polymer semi-con-
strained cemented prosthesis is a de-
vice intended to be implanted to re-
place part of a knee joint. The device
limits translation and rotation in one
or more planes via the geometry of its
articulating surfaces. It has no linkage
across-the-joint. This generic type of
device includes prostheses that consist
of a femoral component made of alloys,
such as cobalt-chromium-molybdenum,
and a tibial component made of ultra-
high molecular weight polyethylene
and is limited to those prostheses in-
tended for use with bone cement
(§ 888.3027).

(b) Classification. Class II.

§ 888.3540 Knee joint patellofemoral
polymer/metal semi-constrained ce-
mented prosthesis.

(a) Identification. A knee joint
patellofemoral polymer/metal semi-
constrained cemented prosthesis is a
two-part device intended to be im-
planted to replace part of a knee joint
in the treatment of primary
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patellofemoral arthritis or
chondromalacia. The device limits
translation and rotation in one or more
planes via the geometry of its articu-
lating surfaces. It has no linkage
across-the-joint. This generic type of
device includes a component made of
alloys, such as cobalt-chromium-mo-
lybdenum or austenitic steel, for resur-
facing the intercondylar groove (fem-
oral sulcus) on the anterior aspect of
the distal femur, and a patellar compo-
nent made of ultra-high molecular
weight polyethylene. This generic type
of device is limited to those devices in-
tended for use with bone cement
(§ 888.3027). The patellar component is
designed to be implanted only with its
femoral component.

(b) Classification. Class II. The special
controls for this device are:

(1) FDA’s:
(i) ‘‘Use of International Standard

ISO 10993 ‘Biological Evaluation of
Medical Devices—Part I: Evaluation
and Testing,’’

(ii) ‘‘510(k) Sterility Review Guidance
of 2/12/90 (K90–1),’’

(iii) ‘‘Guidance Document for Testing
Orthopedic Implants with Modified Me-
tallic Surfaces Apposing Bone or Bone
Cement,’’

(iv) ‘‘Guidance Document for the
Preparation of Premarket Notification
(510(k)) Applications for Orthopedic De-
vices,’’ and

(v) ‘‘Guidance Document for Testing
Non-articulating, ‘Mechanically
Locked’ Modular Implant Compo-
nents,’’ and

(2) International Organization for
Standardization’s (ISO):

(i) ISO 5832–3:1996 ‘‘Implants for Sur-
gery—Metallic Materials—Part 3:
Wrought Titanium 6-Aluminum 4-
Vandium Alloy,’’

(ii) ISO 5832–4:1996 ‘‘Implants for Sur-
gery—Metallic Materials—Part 4: Co-
balt-Chromium-Molybdenum Casting
Alloy,’’

(iii) ISO 5832–12:1996 ‘‘Implants for
Surgery—Metallic Materials—Part 12:
Wrought Cobalt-Chromium-Molyb-
denum Alloy,’’

(iv) ISO 5833:1992 ‘‘Implants for Sur-
gery—Acrylic Resin Cements,’’

(v) ISO 5834–2:1998 ‘‘Implants for Sur-
gery—Ultra-high Molecular

WeightPolyethylene—Part 2: Moulded
Forms,’’

(vi) ISO 6018:1987 ‘‘Orthopaedic Im-
plants—General Requirements for
Marking, Packaging, and Labeling,’’

(vii) ISO 7207–2:1998 ‘‘Implants for
Surgery—Components for Partial and
Total Knee Joint Prostheses—Part 2:
Articulating Surfaces Made of Metal,
Ceramic and Plastic Materials,’’ and

(viii) ISO 9001:1994 ‘‘Quality Sys-
tems—Model for Quality Assurance in
Design/Development, Production, In-
stallation, and Servicing,’’ and

(3) American Society for Testing and
Materials’:

(i) F 75–92 ‘‘Specification for Cast Co-
balt-28 Chromium-6 Molybdenum Alloy
for Surgical Implant Material,’’

(ii) F 648–98 ‘‘Specification for Ultra-
High-Molecular-Weight Polyethylene
Powder and Fabricated Form for Sur-
gical Implants,’’

(iii) F 799–96 ‘‘Specification for Co-
balt-28 Chromium-6 Molybdenum Alloy
Forgings for Surgical Implants,’’

(iv) F 1044–95 ‘‘Test Method for Shear
Testing of Porous Metal Coatings,’’

(v) F 1108–97 ‘‘Titanium-6 Aluminum-
4 Vanadium Alloy Castings for Surgical
Implants,’’

(vi) F 1147–95 ‘‘Test Method for Ten-
sion Testing of Porous
MetalCoatings,’’

(vii) F 1537–94 ‘‘Specification for
Wrought Cobalt-28 Chromium-6 Molyb-
denum Alloy for Surgical Implants,’’
and

(viii) F 1672–95 ‘‘Specification for Re-
surfacing Patellar Prosthesis.’’

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50710, Sept. 27, 1996; 65 FR 17147, Mar. 31,
2000]

§ 888.3550 Knee joint
patellofemorotibial polymer/metal/
metal constrained cemented pros-
thesis.

(a) Identification. A knee joint
patellofemorotibial polymer/metal/
metal constrained cemented prosthesis
is a device intended to be implanted to
replace a knee joint. The device pre-
vents dislocation in more than one
anatomic plane and has components
that are linked together. This generic
type of device includes prostheses that
have a femoral component, a tibial
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component, a cylindrical bolt and ac-
companying locking hardware that are
all made of alloys, such as cobalt-chro-
mium-molybdenum, and a
retropatellar resurfacing component
made of ultra-high molecular weight
polyethylene. The retropatellar sur-
facing component may be attached to
the resected patella either with a me-
tallic screw or bone cement. All
stemmed metallic components within
this generic type are intended for use
with bone cement (§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any knee joint patellofemorotibial
polymer/metal/metal constrained ce-
mented prosthesis that was in commer-
cial distribution before May 28, 1976, or
that has, on or before December 26, 1996
been found to be substantially equiva-
lent to a knee joint patellofemorotibial
polymer/metal/metal constrained ce-
mented prosthesis that was in commer-
cial distribution before May 28, 1976.
Any other knee joint
patellofemorotibial polymer/metal/
metal constrained cemented prosthesis
shall have an approved PMA or a de-
clared completed PDP in effect before
being placed in commercial distribu-
tion.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50710, Sept. 27, 1996]

§ 888.3560 Knee joint
patellofemorotibial polymer/metal/
polymer semi-constrained cemented
prosthesis.

(a) Identification. A knee joint
patellofemorotibial polymer/metal/
polymer semi-constrained cemented
prosthesis is a device intended to be
implanted to replace a knee joint. The
device limits translation and rotation
in one or more planes via the geometry
of its articulating surfaces. It has no
linkage across-the-joint. This generic
type of device includes prostheses that
have a femoral component made of al-
loys, such as cobalt-chromium-molyb-
denum, and a tibial component or com-
ponents and a retropatellar resurfacing
component made of ultra-high molec-
ular weight polyethylene. This generic

type of device is limited to those pros-
theses intended for use with bone ce-
ment (§ 888.3027).

(b) Classification. Class II.

§ 888.3570 Knee joint femoral (hemi-
knee) metallic uncemented pros-
thesis.

(a) Identification. A knee joint fem-
oral (hemi-knee) metallic uncemented
prosthesis is a device made of alloys,
such as cobalt-chromium-molybdenum,
intended to be implanted to replace
part of a knee joint. The device limits
translation and rotation in one or more
planes via the geometry of its articu-
lating surfaces. It has no linkage
across-the-joint. This generic type of
device includes prostheses that consist
of a femoral component with or with-
out protuberance(s) for the enhance-
ment of fixation and is limited to those
prostheses intended for use without
bone cement (§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any knee joint femoral (hemi-knee)
metallic uncemented prosthesis that
was in commercial distribution before
May 28, 1976, or that has, on or before
December 26, 1996 been found to be sub-
stantially equivalent to a knee joint
femoral (hemi-knee) metallic
uncemented prosthesis that was in
commercial distribution before May 28,
1976. Any other knee joint femoral
(hemi-knee) metallic uncemented pros-
thesis shall have an approved PMA or a
declared completed PDP in effect be-
fore being placed in commercial dis-
tribution.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50710, Sept. 27, 1996]

§ 888.3580 Knee joint patellar (hemi-
knee) metallic resurfacing
uncemented prosthesis.

(a) Identification. A knee joint
patellar (hemi-knee) metallic resur-
facing uncemented prosthesis is a de-
vice made of alloys, such as cobalt-
chromium-molybdenum, intended to be
implanted to replace the retropatellar
articular surface of the patellofemoral
joint. The device limits minimally (less
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than normal anatomic constraints)
translation in one or more planes. It
has no linkage across-the-joint. This
generic type of device includes pros-
theses that have a retropatellar resur-
facing component and an orthopedic
screw to transfix the patellar remnant.
This generic type of device is limited
to those prostheses intended for use
without bone cement (§ 888.3027).

(b) Classification. (1) Class II when in-
tended for treatment of degenerative
and posttraumatic patellar arthritis.

(2) Class III when intended for uses
other than treatment of degenerative
and posttraumatic patellar arthritis.

(c) Date PMA or notice of completion of
a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any knee joint patellar (hemi-knee)
metallic resurfacing uncemented pros-
thesis described in paragraph (b)(2) of
this section that was in commercial
distribution before May 28, 1976, or that
has, on or before December 26, 1996
been found to be substantially equiva-
lent to a knee joint patellar (hemi-
knee) metallic resurfacing uncemented
prosthesis that was in commercial dis-
tribution before May 28, 1976. Any
other knee joint patellar (hemi-knee)
metallic resurfacing uncemented pros-
thesis shall have an approved PMA or a
declared completed PDP in effect be-
fore being placed in commercial dis-
tribution.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50711, Sept. 27, 1996]

§ 888.3590 Knee joint tibial (hemi-
knee) metallic resurfacing
uncemented prosthesis.

(a) Identification. A knee joint tibial
(hemi-knee) metallic resurfacing
uncemented prosthesis is a device in-
tended to be implanted to replace part
of a knee joint. The device limits mini-
mally (less than normal anatomic con-
straints) translation in one or more
planes. It has no linkage across-the-
joint. This prosthesis is made of alloys,
such as cobalt-chromium-molybdenum,
and is intended to resurface one tibial
condyle. The generic type of device is
limited to those prostheses intended
for use without bone cement (§ 888.3027).

(b) Classification. Class II.

§ 888.3640 Shoulder joint metal/metal
or metal/polymer constrained ce-
mented prosthesis.

(a) Identification. A shoulder joint
metal/metal or metal/polymer con-
strained cemented prosthesis is a de-
vice intended to be implanted to re-
place a shoulder joint. The device pre-
vents dislocation in more than one
anatomic plane and has components
that are linked together. This generic
type of device includes prostheses that
have a humeral component made of al-
loys, such as cobalt-chromium-molyb-
denum, and a glenoid component made
of this alloy or a combination of this
alloy and ultra-high molecular weight
polyethylene. This generic type of de-
vice is limited to those prostheses in-
tended for use with bone cement
(§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any shoulder joint metal/metal or
metal/polymer constrained cemented
prosthesis that was in commercial dis-
tribution before May 28, 1976, or that
has, on or before December 26, 1996
been found to be substantially equiva-
lent to a shoulder joint metal/metal or
metal/polymer constrained cemented
prosthesis that was in commercial dis-
tribution before May 28, 1976. Any
other shoulder joint metal/metal or
metal/polymer constrained cemented
prosthesis shall have an approved PMA
or a declared completed PDP in effect
before being placed in commercial dis-
tribution.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50711, Sept. 27, 1996]

§ 888.3650 Shoulder joint metal/poly-
mer non-constrained cemented
prosthesis.

(a) Identification. A shoulder joint
metal/polymer non-constrained ce-
mented prosthesis is a device intended
to be implanted to replace a shoulder
joint. The device limits minimally (less
than normal anatomic constraints)
translation in one or more planes. It
has no linkage across-the-joint. This
generic type of device includes pros-
theses that have a humeral component
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made of alloys, such as cobalt-chro-
mium-molybdenum, and a glenoid re-
surfacing component made of ultra-
high molecular weight polyethylene,
and is limited to those prostheses in-
tended for use with bone cement
(§ 888.3027).

(b) Classification. Class II. The special
controls for this device are:

(1) FDA’s:
(i) ‘‘Use of International Standard

ISO 10993 ‘Biological Evaluation of
Medical Devices—Part I: Evaluation
and Testing,’ ’’

(ii) ‘‘510(k) Sterility Review Guidance
of 2/12/90 (K90–1),’’

(iii) ‘‘Guidance Document for Testing
Orthopedic Implants with Modified Me-
tallic Surfaces Apposing Bone or Bone
Cement,’’

(iv) ‘‘Guidance Document for the
Preparation of Premarket Notification
(510(k)) Application for Orthopedic De-
vices,’’ and

(v) ‘‘Guidance Document for Testing
Non-articulating, ‘Mechanically
Locked’ Modular Implant Compo-
nents,’’

(2) International Organization for
Standardization’s (ISO):

(i) ISO 5832–3:1996 ‘‘Implants for Sur-
gery—Metallic Materials—Part 3:
Wrought Titanium 6-Aluminum 4-
Vandium Alloy,’’

(ii) ISO 5832–4:1996 ‘‘Implants for Sur-
gery—Metallic Materials—Part 4: Co-
balt-Chromium-Molybdenum Casting
Alloy,’’

(iii) ISO 5832–12:1996 ‘‘Implants for
Surgery—Metallic Materials—Part 12:
Wrought Cobalt-Chromium-Molyb-
denum Alloy,’’

(iv) ISO 5833:1992 ‘‘Implants for Sur-
gery—Acrylic Resin Cements,’’

(v) ISO 5834–2:1998 ‘‘Implants for Sur-
gery—Ultra-high Molecular Weight
Polyethylene—Part 2: Moulded
Forms,’’

(vi) ISO 6018:1987 ‘‘Orthopaedic Im-
plants—General Requirements for
Marking, Packaging, and Labeling,’’
and

(vii) ISO 9001:1994 ‘‘Quality Systems—
Model for Quality Assurance in Design/
Development, Production, Installation,
and Servicing,’’ and

(3) American Society for Testing and
Materials’:

(i) F 75–92 ‘‘Specification for Cast Co-
balt-28 Chromium-6 Molybdenum Alloy
for Surgical Implant Material,’’

(ii) F 648–98 ‘‘Specification for Ultra-
High-Molecular-Weight Polyethylene
Powder and Fabricated Form for Sur-
gical Implants,’’

(iii) F 799–96 ‘‘Specification for Co-
balt-28 Chromium-6 Molybdenum Alloy
Forgings for Surgical Implants,’’

(iv) F 1044–95 ‘‘Test Method for Shear
Testing of Porous Metal Coatings,’’

(v) F 1108–97 ‘‘Titanium-6 Aluminum-
4 Vanadium Alloy Castings for Surgical
Implants,’’

(vi) F 1147–95 ‘‘Test Method for Ten-
sion Testing of Porous
MetalCoatings,’’

(vii) F 1378–97 ‘‘Specification for
Shoulder Prosthesis,’’ and

(viii) F 1537–94 ‘‘Specification for
Wrought Cobalt-28 Chromium-6 Molyb-
denum Alloy for Surgical Implants.’’

[52 FR 33702, Sept. 4, 1987, as amended at 65
FR 17148, Mar. 31, 2000]

§ 888.3660 Shoulder joint metal/poly-
mer semi-constrained cemented
prosthesis.

(a) Identification. A shoulder joint
metal/polymer semi-constrained ce-
mented prosthesis is a device intended
to be implanted to replace a shoulder
joint. The device limits translation and
rotation in one or more planes via the
geometry of its articulating surfaces.
It has no linkage across-the-joint. This
generic type of device includes pros-
theses that have a humeral resurfacing
component made of alloys, such as co-
balt-chromium-molybdenum, and a
glenoid resurfacing component made of
ultra-high molecular weight poly-
ethylene, and is limited to those pros-
theses intended for use with bone ce-
ment (§ 888.3027).

(b) Classification. Class II. The special
controls for this device are:

(1) FDA’s:
(i) ‘‘Use of International Standard

ISO 10993 ‘Biological Evaluation of
Medical Devices—Part I: Evaluation
and Testing,’ ’’

(ii) ‘‘510(k) Sterility Review Guidance
of 2/12/90 (K90–1),’’

(iii) ‘‘Guidance Document for Testing
Orthopedic Implants with Modified Me-
tallic Surfaces Apposing Bone or Bone
Cement,’’
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(iv) ‘‘Guidance Document for the
Preparation of Premarket Notification
(510(k)) Application for Orthopedic De-
vices,’’ and

(v) ‘‘Guidance Document for Testing
Non-articulating, ‘Mechanically
Locked’ Modular Implant Compo-
nents,’’

(2) International Organization for
Standardization’s (ISO):

(i) ISO 5832–3:1996 ‘‘Implants for Sur-
gery—Metallic Materials—Part 3:
Wrought Titanium 6-aluminum 4-
vandium Alloy,’’

(ii) ISO 5832–4:1996 ‘‘Implants for Sur-
gery—Metallic Materials—Part 4: Co-
balt-chromium-molybdenum casting
alloy,’’

(iii) ISO 5832–12:1996 ‘‘Implants for
Surgery—Metallic Materials—Part 12:
Wrought Cobalt-chromium-molyb-
denum alloy,’’

(iv) ISO 5833:1992 ‘‘Implants for Sur-
gery—Acrylic Resin Cements,’’

(v) ISO 5834–2:1998 ‘‘Implants for Sur-
gery—Ultra-high Molecular Weight
Polyethylene—Part 2: Moulded
Forms,’’

(vi) ISO 6018:1987 ‘‘Orthopaedic Im-
plants—General Requirements for
Marking, Packaging, and Labeling,’’
and

(vii) ISO 9001:1994 ‘‘Quality Systems—
Model for Quality Assurance in Design/
Development, Production, Installation,
and Servicing,’’ and

(3) American Society for Testing and
Materials’:

(i) F 75–92 ‘‘Specification for Cast Co-
balt-28 Chromium-6 Molybdenum Alloy
for Surgical Implant Material,’’

(ii) F 648–98 ‘‘Specification for Ultra-
High-Molecular-Weight Polyethylene
Powder and Fabricated Form for Sur-
gical Implants,’’

(iii) F 799–96 ‘‘Specification for Co-
balt-28 Chromium-6 Molybdenum Alloy
Forgings for Surgical Implants,’’

(iv) F 1044–95 ‘‘Test Method for Shear
Testing of Porous Metal Coatings,’’

(v) F 1108–97 ‘‘Specification for Tita-
nium-6 Aluminum-4 Vanadium Alloy
Castings for Surgical Implants,’’

(vi) F 1147–95 ‘‘Test Method for Ten-
sion Testing of Porous Metal,’’

(vii) F 1378–97 ‘‘Standard Specifica-
tion for Shoulder Prosthesis,’’ and

(viii) F 1537–94 ‘‘Specification for
Wrought Cobalt-28 Chromium-6 Molyb-
denum Alloy for Surgical Implants.’’

[52 FR 33702, Sept. 4, 1987, as amended at 65
FR 17148, Mar. 31, 2000]

§ 888.3670 Shoulder joint metal/poly-
mer/metal nonconstrained or semi-
constrained porous-coated
uncemented prosthesis.

(a) Identification. A shoulder joint
metal/polymer/metal nonconstrained
or semi-constrained porous-coated
uncemented prosthesis is a device in-
tended to be implanted to replace a
shoulder joint. The device limits move-
ment in one or more planes. It has no
linkage across-the-joint. This generic
type of device includes prostheses that
have a humeral component made of al-
loys such as cobalt-chromium-molyb-
denum (Co-Cr-Mo) and titanium-alu-
minum-vanadium (Ti-6Al-4V) alloys,
and a glenoid resurfacing component
made of ultra-high molecular weight
polyethylene, or a combination of an
articulating ultra-high molecular
weight bearing surface fixed in a metal
shell made of alloys such as Co-Cr-Mo
and Ti-6Al-4V. The humeral component
and glenoid backing have a porous
coating made of, in the case of Co-Cr-
Mo components, beads of the same
alloy or commercially pure titanium
powder, and in the case of Ti-6Al-4V
components, beads or fibers of commer-
cially pure titanium or Ti-6Al-4V alloy,
or commercially pure titanium powder.
The porous coating has a volume poros-
ity between 30 and 70 percent, an aver-
age pore size between 100 and 1,000 mi-
crons, interconnecting porosity, and a
porous coating thickness between 500
and 1,500 microns. This generic type of
device is designed to achieve biological
fixation to bone without the use of
bone cement.

(b) Classification. Class II (special
controls). The special control for this
device is FDA’s ‘‘Class II Special Con-
trols Guidance: Shoulder Joint Metal/
Polymer/Metal Nonconstrained or
Semi-Constrained Porous-Coated
Uncemented Prosthesis.’’

[66 FR 12737, Feb. 28, 2001]
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§ 888.3680 Shoulder joint glenoid
(hemi-shoulder) metallic cemented
prosthesis.

(a) Identification. A shoulder joint
glenoid (hemi-shoulder) metallic ce-
mented prosthesis is a device that has
a glenoid (socket) component made of
alloys, such as cobalt-chromium-mo-
lybdenum, or alloys with ultra-high
molecular weight polyethylene and in-
tended to be implanted to replace part
of a shoulder joint. This generic type of
device is limited to those prostheses
intended for use with bone cement
(§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any shoulder joint glenoid (hemi-
shoulder) metallic cemented prosthesis
that was in commercial distribution
before May 28, 1976, or that has, on or
before December 26, 1996 been found to
be substantially equivalent to a shoul-
der joint glenoid (hemi-shoulder) me-
tallic cemented prosthesis that was in
commercial distribution before May 28,
1976. Any other shoulder joint glenoid
(hemi-shoulder) metallic cemented
prosthesis shall have an approved PMA
or a declared completed PDP in effect
before being placed in commercial dis-
tribution.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50711, Sept. 27, 1996]

§ 888.3690 Shoulder joint humeral
(hemi-shoulder) metallic
uncemented prosthesis.

(a) Identification. A shoulder joint hu-
meral (hemi-shoulder) metallic
uncemented prosthesis is a device
made of alloys, such as cobalt-chro-
mium-molybdenum. It has an
intramedullary stem and is intended to
be implanted to replace the articular
surface of the proximal end of the hu-
merus and to be fixed without bone ce-
ment (§ 888.3027). This device is not in-
tended for biological fixation.

(b) Classification. Class II.

§ 888.3720 Toe joint polymer con-
strained prosthesis.

(a) Identification. A toe joint polymer
constrained prosthesis is a device made

of silicone elastomer or polyester rein-
forced silicone elastomer intended to
be implanted to replace the first
metatarsophalangeal (big toe) joint.
This generic type of device consists of
a single flexible across-the-joint com-
ponent that prevents dislocation in
more than one anatomic plane.

(b) Classification. Class II.

§ 888.3730 Toe joint phalangeal (hemi-
toe) polymer prosthesis.

(a) Identification. A toe joint phalan-
geal (hemi-toe) polymer prosthesis is a
device made of silicone elastomer in-
tended to be implanted to replace the
base of the proximal phalanx of the
toe.

(b) Classification. Class II.

§ 888.3750 Wrist joint carpal lunate
polymer prosthesis.

(a) Identification. A wrist joint carpal
lunate prosthesis is a one-piece device
made of silicone elastomer intended to
be implanted to replace the carpal
lunate bone of the wrist.

(b) Classification. Class II.

§ 888.3760 Wrist joint carpal scaphoid
polymer prosthesis.

(a) Identification. A wrist joint carpal
scaphoid polymer prosthesis is a one-
piece device made of silicone elastomer
intended to be implanted to replace the
carpal scaphoid bone of the wrist.

(b) Classification. Class II.

§ 888.3770 Wrist joint carpal trapezium
polymer prosthesis.

(a) Identification. A wrist joint carpal
trapezium polymer prosthesis is a one-
piece device made of silicone elastomer
or silicone elastomer/polyester mate-
rial intended to be implanted to re-
place the carpal trapezium bone of the
wrist.

(b) Classification. Class II.

§ 888.3780 Wrist joint polymer con-
strained prosthesis.

(a) Identification. A wrist joint poly-
mer constrained prosthesis is a device
made of polyester-reinforced silicone
elastomer intended to be implanted to
replace a wrist joint. This generic type
of device consists of a single flexible
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across-the-joint component that pre-
vents dislocation in more than one
anatomic plane.

(b) Classification. Class II.

§ 888.3790 Wrist joint metal con-
strained cemented prosthesis.

(a) Identification. A wrist joint metal
constrained cemented prosthesis is a
device intended to be implanted to re-
place a wrist joint. The device prevents
dislocation in more than one anatomic
plane and consists of either a single
flexible across-the-joint component or
two components linked together. This
generic type of device is limited to a
device which is made of alloys, such as
cobalt-chromium-molybdenum, and is
limited to those prostheses intended
for use with bone cement (§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any wrist joint metal constrained
cemented prosthesis that was in com-
mercial distribution before May 28,
1976, or that has, on or before Decem-
ber 26, 1996 been found to be substan-
tially equivalent to a wrist joint metal
constrained cemented prosthesis that
was in commercial distribution before
May 28, 1976. Any other wrist joint
metal constrained cemented prosthesis
shall have an approved PMA or a de-
clared completed PDP in effect before
being placed in commercial distribu-
tion.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50711, Sept. 27, 1996]

§ 888.3800 Wrist joint metal/polymer
semi-constrained cemented pros-
thesis.

(a) Identification. A wrist joint metal/
polymer semi-constrained cemented
prosthesis is a device intended to be
implanted to replace a wrist joint. The
device limits translation and rotation
in one or more planes via the geometry
of its articulating surfaces. It has no
linkage across-the-joint. This generic
type of device includes prostheses that
have either a one-part radial compo-
nent made of alloys, such as cobalt-
chromium-molybdenum, with an ultra-
high molecular weight polyethylene

bearing surface, or a two-part radial
component made of alloys and an
ultra-high molecular weight poly-
ethylene ball that is mounted on the
radial component with a trunnion bear-
ing. The metallic portion of the two-
part radial component is inserted into
the radius. These devices have a meta-
carpal component(s) made of alloys,
such as cobalt-chromium-molybdenum.
This generic type of device is limited
to those prostheses intended for use
with bone cement (§ 888.3027).

(b) Classification. Class II.

§ 888.3810 Wrist joint ulnar (hemi-
wrist) polymer prosthesis.

(a) Identification. A wrist joint ulnar
(hemi-wrist) polymer prosthesis is a
mushroom-shaped device made of a
medical grade silicone elastomer or
ultra-high molecular weight poly-
ethylene intended to be implanted into
the intramedullary canal of the bone
and held in place by a suture. Its pur-
pose is to cover the resected end of the
distal ulna to control bone overgrowth
and to provide an articular surface for
the radius and carpus.

(b) Classification. Class II.

Subpart E—Surgical Devices
§ 888.4150 Calipers for clinical use.

(a) Identification. A caliper for clin-
ical use is a compass-like device in-
tended for use in measuring the thick-
ness or diameter of a part of the body
or the distance between two body sur-
faces, such as for measuring an excised
skeletal specimen to determine the
proper replacement size of a prosthesis.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part
807.

§ 888.4200 Cement dispenser.
(a) Identification. A cement dispenser

is a nonpowered syringe-like device in-
tended for use in placing bone cement
(§ 888.3027) into surgical sites.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[52 FR 33702, Sept. 4, 1987, as amended at 53
FR 52953, Dec. 29, 1988; 59 FR 63014, Dec. 7,
1994]
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§ 888.4210 Cement mixer for clinical
use.

(a) Identification. A cement mixer for
clinical use is a device consisting of a
container intended for use in mixing
bone cement (§ 888.3027).

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[52 FR 33702, Sept. 4, 1987, as amended at 53
FR 52953, Dec. 29, 1988; 59 FR 63014, Dec. 7,
1994]

§ 888.4220 Cement monomer vapor
evacuator.

(a) Identification. A cement monomer
vapor evacuator is a device intended
for use during surgery to contain or re-
move undesirable fumes, such as mon-
omer vapor from bone cement
(§ 888.3027).

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[52 FR 33702, Sept. 4, 1987, as amended at 53
FR 52954, Dec. 29, 1988]

§ 888.4230 Cement ventilation tube.

(a) Identification. A cement ventila-
tion tube is a tube-like device usually
made of plastic intended to be inserted
into a surgical cavity to allow the re-
lease of air or fluid from the cavity as
it is being filled with bone cement
(§ 888.3027).

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[52 FR 33702, Sept. 4, 1987, as amended at 53
FR 52954, Dec. 29, 1988; 59 FR 63014, Dec. 7,
1994]

§ 888.4300 Depth gauge for clinical use.

(a) Identification. A depth gauge for
clinical use is a measuring device in-
tended for various medical purposes,
such as to determine the proper length
of screws for fastening the ends of a
fractured bone.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part
807.

§ 888.4540 Orthopedic manual surgical
instrument.

(a) Identification. An orthopedic man-
ual surgical instrument is a nonpow-
ered hand-held device intended for
medical purposes to manipulate tissue,
or for use with other devices in ortho-
pedic surgery. This generic type of de-
vice includes the cerclage applier, awl,
bender, drill brace, broach, burr, cork-
screw, countersink, pin crimper, wire
cutter, prosthesis driver, extractor,
file, fork, needle holder, impactor,
bending or contouring instrument,
compression instrument, passer, socket
positioner, probe, femoral neck punch,
socket pusher, reamer, rongeur, scis-
sors, screwdriver, bone skid, staple
driver, bone screw starter, surgical
stripper, tamp, bone tap, trephine, wire
twister, and wrench.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[52 FR 33702, Sept. 4, 1987, as amended at 59
FR 63014, Dec. 7, 1994]

§ 888.4580 Sonic surgical instrument
and accessories/attachments.

(a) Identification. A sonic surgical in-
strument is a hand-held device with
various accessories or attachments,
such as a cutting tip that vibrates at
high frequencies, and is intended for
medical purposes to cut bone or other
materials, such as acrylic.

(b) Classification. Class II.

§ 888.4600 Protractor for clinical use.

(a) Identification. A protractor for
clinical use is a device intended for use
in measuring the angles of bones, such
as on x-rays or in surgery.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part
807.

§ 888.4800 Template for clinical use.

(a) Identification. A template for clin-
ical use is a device that consists of a
pattern or guide intended for medical
purposes, such as selecting or posi-
tioning orthopedic implants or guiding
the marking of tissue before cutting.
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(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part
807.

§ 888.5850 Nonpowered orthopedic
traction apparatus and accessories.

(a) Identification. A nonpowered or-
thopedic traction apparatus is a device
that consists of a rigid frame with non-
powered traction accessories, such as
cords, pulleys, or weights, and that is
intended to apply a therapeutic pulling
force to the skeletal system.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part
807. The device is exempt from the cur-
rent good manufacturing practice regu-
lations in part 820 with the exception
of § 820.180, regarding general require-
ments concerning records, and § 820.198,
regarding complaint files.

§ 888.5890 Noninvasive traction com-
ponent.

(a) Identification. A noninvasive trac-
tion component is a device, such as a
head halter, pelvic belt, or a traction
splint, that does not penetrate the skin
and is intended to assist in connecting
a patient to a traction apparatus so
that a therapeutic pulling force may be
applied to the patient’s body.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter. The device is exempt
from the current good manufacturing
practice regulations in part 820 of this
chapter, with the exception of § 820.180,
regarding general requirements con-
cerning records, and § 820.198, regarding
complaint files.

[52 FR 33702, Sept. 4, 1987, as amended at 53
FR 52954, Dec. 29, 1988]

§ 888.5940 Cast component.
(a) Identification. A cast component is

a device intended for medical purposes
to protect or support a cast. This ge-
neric type of device includes the cast
heel, toe cap, cast support, and walking
iron.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter. The device is also ex-
empt from the current good manufac-

turing practice regulations in part 820
of this chapter, with the exception of
§ 820.180, regarding general require-
ments concerning records, and § 820.198,
regarding complaint files.

[52 FR 33702, Sept. 4, 1987, as amended at 53
FR 52954, Dec. 29, 1988; 59 FR 63014, Dec. 7,
1994]

§ 888.5960 Cast removal instrument.

(a) Identification. A cast removal in-
strument is an AC-powered, hand-held
device intended to remove a cast from
a patient. This generic type of device
includes the electric cast cutter and
cast vacuum.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[55 FR 48443, Nov. 20, 1990, as amended at 61
FR 1125, Jan. 16, 1996]]

§ 888.5980 Manual cast application and
removal instrument.

(a) Identification. A manual cast ap-
plication and removal instrument is a
nonpowered hand-held device intended
to be used in applying or removing a
cast. This generic type of device in-
cludes the cast knife, cast spreader,
plaster saw, plaster dispenser, and
casting stand.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter. The device is exempt
from the current good manufacturing
regulations in part 820 of this chapter,
with the exception of § 820.180, regard-
ing general requirements concerning
records, and § 820.198, regarding com-
plaint files.

[52 FR 33702, Sept. 4, 1987, as amended at 53
FR 52954, Dec. 29, 1988]

PART 890—PHYSICAL MEDICINE
DEVICES

Subpart A—General Provisions

Sec.
890.1 Scope.
890.3 Effective dates of requirement for pre-

market approval.
890.9 Limitations of exemptions from sec-

tion 510(k) of the Federal Food, Drug,
and Cosmetic Act (the act).
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