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that the form used contains all the re-
quired information on the Federal cus-
tody-and-control form. 

[73 FR 17176, Mar. 31, 2008, as amended at 74 
FR 38328, Aug. 3, 2009] 

§ 26.155 Laboratory personnel. 
(a) Day-to-day management of the 

HHS-certified laboratory. HHS-certified 
laboratories shall have a responsible 
person to assume professional, organi-
zational, educational, and administra-
tive responsibility for the laboratory’s 
drug testing facilities. 

(1) This individual shall have docu-
mented scientific qualifications in ana-
lytical forensic toxicology. Minimum 
qualifications are as follows: 

(i) Certification by the appropriate 
State as a laboratory director in foren-
sic or clinical laboratory toxicology; or 

(ii) A PhD in one of the natural 
sciences with an adequate under-
graduate and graduate education in bi-
ology, chemistry, and pharmacology or 
toxicology; or 

(iii) Training and experience com-
parable to a Ph.D. in one of the natural 
sciences, such as a medical or scientific 
degree with additional training and 
laboratory/research experience in biol-
ogy, chemistry, and pharmacology or 
toxicology; and 

(iv) In addition to the requirements 
in paragraphs (a)(1)(i) through 
(a)(1)(iii) of this section, the respon-
sible person shall also have the fol-
lowing minimum qualifications: 

(A) Appropriate experience in analyt-
ical forensic toxicology including expe-
rience with the analysis of biological 
material for drugs of abuse; and 

(B) Appropriate training and/or expe-
rience in forensic applications of ana-
lytical toxicology (e.g., publications, 
court testimony, research concerning 
analytical toxicology of drugs of abuse, 
or other factors that qualify the indi-
vidual as an expert witness in forensic 
toxicology). 

(2) This individual shall be engaged 
in and responsible for the day-to-day 
management of the testing laboratory, 
even if another individual has overall 
responsibility for an entire multi-spe-
cialty laboratory. 

(3) This individual shall be respon-
sible for ensuring that there are 
enough personnel with adequate train-

ing and experience to supervise and 
conduct the work of the drug testing 
laboratory. He or she shall ensure the 
continued competency of laboratory 
personnel by documenting their in- 
service training, reviewing their work 
performance, and verifying their skills. 

(4) This individual shall be respon-
sible for ensuring that the laboratory 
has a manual of standard operating 
procedures that are complete, up-to- 
date, available for personnel per-
forming tests, and followed by those 
personnel. The procedures must be re-
viewed, signed, and dated by this re-
sponsible person whenever the proce-
dures are first placed into use or 
changed or when a new individual as-
sumes responsibility for management 
of the laboratory. This individual shall 
ensure that copies of all procedures and 
records of the dates on which they are 
in effect are maintained. (Specific con-
tents of the procedures are described in 
§ 26.157.) 

(5) This individual shall be respon-
sible for maintaining a quality assur-
ance program to assure the proper per-
formance and reporting of all test re-
sults; maintaining acceptable analyt-
ical performance for all controls and 
standards; maintaining quality control 
testing; and assuring and documenting 
the validity, reliability, accuracy, pre-
cision, and performance characteristics 
of each test and test system. 

(6) This individual shall be respon-
sible for taking all remedial actions 
that may be necessary to maintain sat-
isfactory operation and performance of 
the laboratory in response to quality 
control systems not being within per-
formance specifications, including er-
rors in result reporting or in the anal-
ysis of performance testing results. 
This individual shall ensure that test 
results are not reported until all cor-
rective actions have been taken and he 
or she can assure that the test results 
provided are accurate and reliable. 

(b) Certifying scientist. (1) HHS-cer-
tified laboratories shall have one or 
more certifying scientists who review 
all pertinent data and quality control 
results to certify the laboratory’s test 
results. 

(2) A certifying scientist shall be an 
individual with at least a bachelor’s de-
gree in the chemical or biological 
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sciences, medical technology, or an 
equivalent field who reviews all perti-
nent data and quality control results. 
The individual shall have training and 
experience in the theory and practice 
of all methods and procedures used in 
the laboratory, including a thorough 
understanding of chain-of-custody pro-
cedures, quality control practices, and 
analytical procedures relevant to the 
results that the individual certifies. 
Relevant training and experience must 
also include the review, interpretation, 
and reporting of test results; mainte-
nance of chain of custody; and proper 
remedial action to be taken in response 
to aberrant test or quality control re-
sults, or a determination that test sys-
tems are out of control limits. 

(3) A laboratory may designate certi-
fying scientists who only certify re-
sults that are reported negative and 
certifying scientists who certify results 
that are reported both negative and 
adulterated, substituted, dilute, or in-
valid. 

(c) Day-to-day operations and super-
vision of analysts. HHS-certified labora-
tories shall assign one or more individ-
uals who are responsible for day-to-day 
operations and supervision of the tech-
nical analysts. The designated indi-
vidual(s) shall have at least a bach-
elor’s degree in the chemical or bio-
logical sciences, medical technology, 
or an equivalent field. The indi-
vidual(s) shall also have training and 
experience in the theory and practice 
of the procedures used in the labora-
tory, resulting in his or her thorough 
understanding of quality control prac-
tices and procedures; review, interpre-
tation, and reporting of test results; 
maintenance of the chain of custody; 
and proper remedial actions to be 
taken in response to aberrant test or 
quality control results, or the finding 
that test systems are out of control 
limits. 

(d) Other personnel. Other technicians 
or nontechnical staff shall have the 
necessary training and skills for their 
assigned tasks. 

(e) Training. HHS-certified labora-
tories shall make available continuing 
education programs to meet the needs 
of laboratory personnel. 

(f) Files. At a minimum, each labora-
tory personnel file must include a 

résumé, any professional certifi-
cation(s) or license(s), a job descrip-
tion, and documentation to show that 
the individual has been properly 
trained to perform his or her job. 

§ 26.157 Procedures. 
(a) HHS-certified laboratories shall 

develop, implement, and maintain 
clear and well-documented procedures 
for accession, receipt, shipment, and 
testing of urine specimens. 

(b) Written chain-of-custody proce-
dures must describe the methods to be 
used to maintain control and account-
ability of specimens from receipt 
through completion of testing and re-
porting of results, during storage and 
shipping to another HHS-certified lab-
oratory, if required, and continuing 
until final disposition of specimens. 

(c) HHS-certified laboratories shall 
develop, implement, and maintain a 
written manual of standard operating 
procedures for each assay performed 
for licensees and other entities for drug 
and specimen validity testing. The pro-
cedures must include, but are not lim-
ited to, detailed descriptions of— 

(1) The principles of each test; 
(2) Preparation of reagents, stand-

ards, and controls; 
(3) Calibration procedures; 
(4) Derivation of results; 
(5) Linearity of methods; 
(6) Sensitivity of the methods; 
(7) Cutoff values; 
(8) Mechanisms for reporting results; 
(9) Controls; 
(10) Criteria for unacceptable speci-

mens and results; 
(11) Reagents and expiration dates; 

and 
(12) References. 
(d) HHS-certified laboratories shall 

develop, implement, and maintain 
written procedures for instrument 
setup and normal operation, including 
the following: 

(1) A schedule for checking critical 
operating characteristics for all instru-
ments; 

(2) Tolerance limits for acceptable 
function checks; and 

(3) Instructions for major trouble-
shooting and repair. 

(e) HHS-certified laboratories shall 
develop, implement, and maintain 
written procedures for remedial actions 
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