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(d) A visible indicator must be pro-
vided in a clearly visible location to in-
dicate if the pool water level is below 
the normal low water level or above 
the normal high water level. 

(e) Irradiator pools must be equipped 
with a purification system designed to 
be capable of maintaining the water 
during normal operation at a conduc-
tivity of 20 microsiemens per centi-
meter or less and with a clarity so that 
the sources can be seen clearly. 

(f) A physical barrier, such as a rail-
ing or cover, must be used around or 
over irradiator pools during normal op-
eration to prevent personnel from acci-
dentally falling into the pool. The bar-
rier may be removed during mainte-
nance, inspection, and service oper-
ations. 

(g) If long-handled tools or poles are 
used in irradiator pools, the radiation 
dose rate on the handling areas of the 
tools may not exceed 0.02 millisievert 
(2 millirems) per hour. 

§ 36.35 Source rack protection. 
If the product to be irradiated moves 

on a product conveyor system, the 
source rack and the mechanism that 
moves the rack must be protected by a 
barrier or guides to prevent products 
and product carriers from hitting or 
touching the rack or mechanism. 

§ 36.37 Power failures. 
(a) If electrical power at a panoramic 

irradiator is lost for longer than 10 sec-
onds, the sources must automatically 
return to the shielded position. 

(b) The lock on the door of the radi-
ation room of a panoramic irradiator 
may not be deactivated by a power fail-
ure. 

(c) During a power failure, the area of 
any irradiator where sources are lo-
cated may be entered only when using 
an operable and calibrated radiation 
survey meter. 

§ 36.39 Design requirements. 
Irradiators whose construction be-

gins after July 1, 1993, must meet the 
design requirements of this section. 

(a) Shielding. For panoramic 
irradiators, the licensee shall design 
shielding walls to meet generally ac-
cepted building code requirements for 
reinforced concrete and design the 

walls, wall penetrations, and 
entranceways to meet the radiation 
shielding requirements of § 36.25. If the 
irradiator will use more than 2 × 1017 
becquerels (5 million curies) of activ-
ity, the licensee shall evaluate the ef-
fects of heating of the shielding walls 
by the irradiator sources. 

(b) Foundations. For panoramic 
irradiators, the licensee shall design 
the foundation, with consideration 
given to soil characteristics, to ensure 
it is adequate to support the weight of 
the facility shield walls. 

(c) Pool integrity. For pool irradiators, 
the licensee shall design the pool to as-
sure that it is leak resistant, that it is 
strong enough to bear the weight of the 
pool water and shipping casks, that a 
dropped cask would not fall on sealed 
sources, that all outlets or pipes meet 
the requirements of § 36.33(b), and that 
metal components are metallurgically 
compatible with other components in 
the pool. 

(d) Water handling system. For pool 
irradiators, the licensee shall verify 
that the design of the water purifi-
cation system is adequate to meet the 
requirements of § 36.33(e). The system 
must be designed so that water leaking 
from the system does not drain to un-
restricted areas without being mon-
itored. 

(e) Radiation monitors. For all 
irradiators, the licensee shall evaluate 
the location and sensitivity of the 
monitor to detect sources carried by 
the product conveyor system as re-
quired by § 36.29(a). The licensee shall 
verify that the product conveyor is de-
signed to stop before a source on the 
product conveyor would cause a radi-
ation overexposure to any person. For 
pool irradiators, if the licensee uses ra-
diation monitors to detect contamina-
tion under § 36.59(b), the licensee shall 
verify that the design of radiation 
monitoring systems to detect pool con-
tamination includes sensitive detectors 
located close to where contamination 
is likely to concentrate. 

(f) Source rack. For pool irradiators, 
the licensee shall verify that there are 
no crevices on the source or between 
the source and source holder that 
would promote corrosion on a critical 
area of the source. For panoramic 
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