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Food and Drug Administration, HHS § 864.7340 

(increased total red cell mass) and ane-
mia. 

(b) Classification. Class II. The special 
control for this device is FDA’s ‘‘Docu-
ment for Special Controls for Erythro-
poietin Assay Premarket Notification 
(510(k)s).’’ 

[45 FR 60612, Sept. 12, 1980, as amended at 52 
FR 17733, May 11, 1987; 65 FR 17144, Mar. 31, 
2000] 

§ 864.7275 Euglobulin lysis time tests. 
(a) Identification. A euglobulin lysis 

time test is a device that measures the 
length of time required for the lysis 
(dissolution) of a clot formed from 
fibrinogen in the euglobulin fraction 
(that fraction of the plasma responsible 
for the formation of plasmin, a clot 
lysing enzyme). This test evaluates 
natural fibrinolysis (destruction of a 
blood clot after bleeding has been ar-
rested). The test also will detect accel-
erated fibrinolysis. 

(b) Classification. Class II (perform-
ance standards). 

[45 FR 60612, Sept. 12, 1980] 

§ 864.7280 Factor V Leiden DNA muta-
tion detection systems. 

(a) Identification. Factor V Leiden 
deoxyribonucleic acid (DNA) mutation 
detection systems are devices that con-
sist of different reagents and instru-
ments which include polymerase chain 
reaction (PCR) primers, hybridization 
matrices, thermal cyclers, imagers, 
and software packages. The detection 
of the Factor V Leiden mutation aids 
in the diagnosis of patients with sus-
pected thrombophilia. 

(b) Classification. Class II (special 
controls). The special control is FDA’s 
guidance entitled ‘‘Class II Special 
Controls Guidance Document: Factor V 
Leiden DNA Mutation Detection Sys-
tems.’’ (See § 864.1(d) for the avail-
ability of this guidance document.) 

[69 FR 12273, Mar. 16, 2004] 

§ 864.7290 Factor deficiency test. 
(a) Identification. A factor deficiency 

test is a device used to diagnose spe-
cific coagulation defects, to monitor 
certain types of therapy, to detect co-
agulation inhibitors, and to detect a 
carrier state (a person carrying both a 
recessive gene for a coagulation factor 

deficiency such as hemophilia and the 
corresponding normal gene). 

(b) Classification. Class II (perform-
ance standards). 

[45 FR 60613, Sept. 12, 1980] 

§ 864.7300 Fibrin monomer 
paracoagulation test. 

(a) Identification. A fibrin monomer 
paracoagulation test is a device used to 
detect fibrin monomer in the diagnosis 
of disseminated intravascular coagula-
tion (nonlocalized clotting within a 
blood vessel) or in the differential diag-
nosis between disseminated 
intravascular coagulation and primary 
fibrinolysis (dissolution of the fibrin in 
a blood clot). 

(b) Classification. Class II. The special 
control for this device is FDA’s ‘‘In 
Vitro Diagnostic Fibrin Monomer 
Paracoagulation Test.’’ 

[45 FR 60614, Sept. 12, 1980, as amended at 52 
FR 17733, May 11, 1987; 65 FR 17144, Mar. 31, 
2000] 

§ 864.7320 Fibrinogen/fibrin degrada-
tion products assay. 

(a) Identification. A fibrinogen/fibrin 
degradation products assay is a device 
used to detect and measure fibrinogen 
degradation products and fibrin deg-
radation products (protein fragments 
produced by the enzymatic action of 
plasmin on fibrinogen and fibrin) as an 
aid in detecting the presence and de-
gree of intravascular coagulation and 
fibrinolysis (the dissolution of the 
fibrin in a blood clot) and in moni-
toring therapy for disseminated 
intravascular coagulation (nonlocal-
ized clotting in the blood vessels). 

(b) Classification. Class II (perform-
ance standards). 

[45 FR 60615, Sept. 12, 1980] 

§ 864.7340 Fibrinogen determination 
system. 

(a) Identification. A fibrinogen deter-
mination system is a device that con-
sists of the instruments, reagents, 
standards, and controls used to deter-
mine the fibrinogen levels in dissemi-
nated intravascular coagulation (non-
localized clotting within the blood ves-
sels) and primary fibrinolysis (the dis-
solution of fibrin in a blood clot). 

VerDate Nov<24>2008 08:24 Apr 27, 2010 Jkt 220072 PO 00000 Frm 00251 Fmt 8010 Sfmt 8010 Y:\SGML\220072.XXX 220072er
ow

e 
on

 D
S

K
5C

LS
3C

1P
R

O
D

 w
ith

 C
F

R


		Superintendent of Documents
	2014-08-28T17:19:17-0400
	US GPO, Washington, DC 20401
	Superintendent of Documents
	GPO attests that this document has not been altered since it was disseminated by GPO




