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Food and Drug Administration, HHS § 876.5870 

§ 876.5860 High permeability hemo-
dialysis system. 

(a) Identification. A high permeability 
hemodialysis system is a device in-
tended for use as an artificial kidney 
system for the treatment of patients 
with renal failure, fluid overload, or 
toxemic conditions by performing such 
therapies as hemodialysis, 
hemofiltration, hemoconcentration, 
and hemodiafiltration. Using a 
hemodialyzer with a semipermeable 
membrane that is more permeable to 
water than the semipermeable mem-
brane of the conventional hemodialysis 
system (§ 876.5820), the high perme-
ability hemodialysis system removes 
toxins or excess fluid from the pa-
tient’s blood using the principles of 
convection (via a high ultrafiltration 
rate) and/or diffusion (via a concentra-
tion gradient in dialysate). During 
treatment, blood is circulated from the 
patient through the hemodialyzer’s 
blood compartment, while the 
dialysate solution flows countercurrent 
through the dialysate compartment. In 
this process, toxins and/or fluid are 
transferred across the membrane from 
the blood to the dialysate compart-
ment. The hemodialysis delivery ma-
chine controls and monitors the pa-
rameters related to this processing, in-
cluding the rate at which blood and 
dialysate are pumped through the sys-
tem, and the rate at which fluid is re-
moved from the patient. The high per-
meability hemodialysis system con-
sists of the following devices: 

(1) The hemodialyzer consists of a 
semipermeable membrane with an in 
vitro ultrafiltration coefficient (Kuf) 
greater than 8 milliliters per hour per 
conventional millimeter of mercury, as 
measured with bovine or expired 
human blood, and is used with either 
an automated ultrafiltration controller 
or anther method of ultrafiltration 
control to prevent fluid imbalance. 

(2) The hemodialysis delivery ma-
chine is similar to the extracorporeal 
blood system and dialysate delivery 
system of the hemodialysis system and 
accessories (§ 876.5820), with the addi-
tion of an ultrafiltration controller and 
mechanisms that monitor and/or con-
trol such parameters as fluid balance, 
dialysate composition, and patient 

treatment parameters (e.g., blood pres-
sure, hematocrit, urea, etc.). 

(3) The high permeability hemo-
dialysis system accessories include, 
but are not limited to, tubing lines and 
various treatment related monitors 
(e.g., dialysate pH, blood pressure, 
hematocrit, and blood recirculation 
monitors). 

(b) Classification. Class II. The special 
controls for this device are FDA’s: 

(1) ‘‘Use of International Standard 
ISO 10993 ‘Biological Evaluation of 
Medical Device—Part I: Evaluation and 
Testing,’ ’’ 

(2) ‘‘Guidance for the Content of 
510(k)s for Conventional and High Per-
meability Hemodialyzers,’’ 

(3) ‘‘Guidance for Industry and CDRH 
Reviewers on the Content of Pre-
market Notifications for Hemodialysis 
Delivery Systems,’’ 

(4) ‘‘Guidance for the Content of Pre-
market Notifications for Water Purifi-
cation Components and Systems for 
Hemodialysis,’’ and 

(5) ‘‘Guidance for Hemodialyzer 
Reuse Labeling.’’ 

[65 FR 17145, Mar. 31, 2000] 

§ 876.5870 Sorbent hemoperfusion sys-
tem. 

(a) Identification. A sorbent 
hemoperfusion system is a device that 
consists of an extracorporeal blood sys-
tem similar to that identified in the 
hemodialysis system and accessories 
(§ 876.5820) and a container filled with 
adsorbent material that removes a 
wide range of substances, both toxic 
and normal, from blood flowing 
through it. The adsorbent materials 
are usually activated-carbon or resins 
which may be coated or immobilized to 
prevent fine particles entering the pa-
tient’s blood. The generic type of de-
vice may include lines and filters spe-
cifically designed to connect the device 
to the extracorporeal blood system. 
The device is used in the treatment of 
poisoning, drug overdose, hepatic 
coma, or metabolic disturbances. 

(b) Classification. Class III (premarket 
approval). 

(c) Date PMA or notice of completion of 
a PDP is required. No effective date has 
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