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Food and Drug Administration, HHS § 876.5990 

requirements concerning records, and 
§ 820.198, regarding complaint files. 

[48 FR 53023, Nov. 23, 1983, as amended at 54 
FR 25050, June 12, 1989; 66 FR 38802, July 25, 
2001] 

§ 876.5955 Peritoneo-venous shunt. 

(a) Identification. A peritoneo-venous 
shunt is an implanted device that con-
sists of a catheter and a pressure acti-
vated one-way valve. The catheter is 
implanted with one end in the peri-
toneal cavity and the other in a large 
vein. This device enables ascitic fluid 
in the peritoneal cavity to flow into 
the venous system for the treatment of 
intractable ascites. 

(b) Classification. Class II. The special 
controls for this device are FDA’s: 

(1) ‘‘Use of International Standard 
ISO 10993 ‘Biological Evaluation of 
Medical Devices—Part I: Evaluation 
and Testing,’ ’’ 

(2) ‘‘510(k) Sterility Review Guidance 
of 2/12/90 (K90–1),’’ and 

(3) Backflow specification and testing 
to prevent reflux of blood into the 
shunt. 

[48 FR 53023, Nov. 23, 1983, as amended at 52 
FR 17738, May 11, 1987; 65 FR 17145, Mar. 31, 
2000] 

§ 876.5970 Hernia support. 

(a) Identification. A hernia support is 
a device, usually made of elastic, can-
vas, leather, or metal, that is intended 
to be placed over a hernial opening (a 
weakness in the abdominal wall) to 
prevent protrusion of the abdominal 
contents. This generic type of device 
includes the umbilical truss. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to the limitations in § 876.9. The 
device is also exempt from the current 
good manufacturing practice require-
ments of the quality system regulation 
in part 820 of this chapter, with the ex-
ception of § 820.180, regarding general 
requirements concerning records, and 
§ 820.198, regarding complaint files. 

[48 FR 53023, Nov. 23, 1983, as amended at 59 
FR 63010, Dec. 7, 1994; 66 FR 38802, July 25, 
2001] 

§ 876.5980 Gastrointestinal tube and 
accessories. 

(a) Identification. A gastrointestinal 
tube and accessories is a device that 
consists of flexible or semi-rigid tubing 
used for instilling fluids into, with-
drawing fluids from, splinting, or sup-
pressing bleeding of the alimentary 
tract. This device may incorporate an 
integral inflatable balloon for reten-
tion or hemostasis. This generic type 
of device includes the hemostatic bag, 
irrigation and aspiration catheter (gas-
tric, colonic, etc.), rectal catheter, 
sterile infant gavage set, gastro-
intestinal string and tubes to locate in-
ternal bleeding, double lumen tube for 
intestinal decompression or intubation, 
feeding tube, gastroenterostomy tube, 
Levine tube, nasogastric tube, single 
lumen tube with mercury weight bal-
loon for intestinal intubation or de-
compression, and gastro-urological ir-
rigation tray (for gastrological use). 

(b) Classification. (1) Class II (special 
controls). The barium enema retention 
catheter and tip with or without a bag 
that is a gastrointestinal tube and ac-
cessory is exempt from the premarket 
notification procedures in subpart E of 
this part subject to the limitations in 
§ 876.9. 

(2) Class I (general controls) for the 
dissolvable nasogastric feed tube guide 
for the nasogastric tube. The class I de-
vice is exempt from the premarket no-
tification procedures in subpart E of 
part 807 of this chapter subject to 
§ 876.9. 

[49 FR 573, Jan. 5, 1984, as amended at 65 FR 
2317, Jan. 14, 2000; 65 FR 76932, Dec. 8, 2000] 

§ 876.5990 Extracorporeal shock wave 
lithotripter. 

(a) Identification. An extracorporeal 
shock wave lithotripter is a device that 
focuses ultrasonic shock waves into the 
body to noninvasively fragment uri-
nary calculi within the kidney or ure-
ter. The primary components of the de-
vice are a shock wave generator, high 
voltage generator, control console, im-
aging/localization system, and patient 
table. Prior to treatment, the urinary 
stone is targeted using either an inte-
gral or stand-alone localization/imag-
ing system. Shock waves are typically 

VerDate Mar<15>2010 12:50 Apr 27, 2011 Jkt 223072 PO 00000 Frm 00401 Fmt 8010 Sfmt 8010 Y:\SGML\223072.XXX 223072W
R

ei
er

-A
vi

le
s 

on
 D

S
K

G
B

LS
3C

1P
R

O
D

 w
ith

 C
F

R


		Superintendent of Documents
	2014-08-20T17:19:16-0400
	US GPO, Washington, DC 20401
	Superintendent of Documents
	GPO attests that this document has not been altered since it was disseminated by GPO




