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hour-day exposure of industrial work-
ers as recommended by the American 
Conference of Governmental Industrial 
Hygienists. 

(e) The method and apparatus speci-
fied in 40 CFR part 50, or any other 
equally sensitive and accurate method, 
may be employed in measuring ozone 
pursuant to this section. 

§ 801.417 Chlorofluorocarbon propel-
lants. 

The use of chlorofluorocarbon in de-
vices as propellants in self-pressurized 
containers is generally prohibited ex-
cept as provided in § 2.125 of this chap-
ter. 

[43 FR 11318, Mar. 17, 1978] 

§ 801.420 Hearing aid devices; profes-
sional and patient labeling. 

(a) Definitions for the purposes of this 
section and § 801.421. (1) Hearing aid 
means any wearable instrument or de-
vice designed for, offered for the pur-
pose of, or represented as aiding per-
sons with or compensating for, im-
paired hearing. 

(2) Ear specialist means any licensed 
physician who specializes in diseases of 
the ear and is medically trained to 
identify the symptoms of deafness in 
the context of the total health of the 
patient, and is qualified by special 
training to diagnose and treat hearing 
loss. Such physicians are also known as 
otolaryngologists, otologists, and 
otorhinolaryngologists. 

(3) Dispenser means any person, part-
nership, corporation, or association en-
gaged in the sale, lease, or rental of 
hearing aids to any member of the con-
suming public or any employee, agent, 
sales person, and/or representative of 
such a person, partnership, corpora-
tion, or association. 

(4) Audiologist means any person 
qualified by training and experience to 
specialize in the evaluation and reha-
bilitation of individuals whose commu-
nication disorders center in whole or in 
part in the hearing function. In some 
states audiologists must satisfy spe-
cific requirements for licensure. 

(5) Sale or purchase includes any lease 
or rental of a hearing aid to a member 
of the consuming public who is a user 
or prospective user of a hearing aid. 

(6) Used hearing aid means any hear-
ing aid that has been worn for any pe-
riod of time by a user. However, a hear-
ing aid shall not be considered ‘‘used’’ 
merely because it has been worn by a 
prospective user as a part of a bona fide 
hearing aid evaluation conducted to de-
termine whether to select that par-
ticular hearing aid for that prospective 
user, if such evaluation has been con-
ducted in the presence of the dispenser 
or a hearing aid health professional se-
lected by the dispenser to assist the 
buyer in making such a determination. 

(b) Label requirements for hearing aids. 
Hearing aids shall be clearly and per-
manently marked with: 

(1) The name of the manufacturer or 
distributor, the model name or num-
ber, the serial number, and the year of 
manufacture. 

(2) A ‘‘+’’ symbol to indicate the posi-
tive connection for battery insertion, 
unless it is physically impossible to in-
sert the battery in the reversed posi-
tion. 

(c) Labeling requirements for hearing 
aids—(1) General. All labeling informa-
tion required by this paragraph shall 
be included in a User Instructional 
Brochure that shall be developed by 
the manufacturer or distributor, shall 
accompany the hearing aid, and shall 
be provided to the prospective user by 
the dispenser of the hearing aid in ac-
cordance with § 801.421(c). The User In-
structional Brochure accompanying 
each hearing aid shall contain the fol-
lowing information and instructions 
for use, to the extent applicable to the 
particular requirements and character-
istics of the hearing aid: 

(i) An illustration(s) of the hearing 
aid, indicating operating controls, user 
adjustments, and battery compart-
ment. 

(ii) Information on the function of all 
controls intended for user adjustment. 

(iii) A description of any accessory 
that may accompany the hearing aid, 
e.g., accessories for use with a tele-
vision or telephone. 

(iv) Specific instructions for: 
(a) Use of the hearing aid. 
(b) Maintenance and care of the hear-

ing aid, including the procedure to fol-
low in washing the earmold, when re-
placing tubing on those hearing aids 
that use tubing, and in storing the 

VerDate Mar<15>2010 18:34 May 10, 2012 Jkt 226074 PO 00000 Frm 00042 Fmt 8010 Sfmt 8010 Q:\21\21V8.TXT ofr150 PsN: PC150


		Superintendent of Documents
	2012-06-07T15:11:44-0400
	US GPO, Washington, DC 20401
	Superintendent of Documents
	GPO attests that this document has not been altered since it was disseminated by GPO




