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21 CFR Ch. I (4–1–13 Edition) § 880.6070 

the device is not labeled or otherwise 
represented as sterile, it is also exempt 
from the current good manufacturing 
practice requirements of the quality 
system regulation in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
concerning records, and § 820.198, with 
respect to complaint files. 

[45 FR 69682, Oct. 21, 1980, as amended at 59 
FR 63011, Dec. 7, 1994; 66 FR 38805, July 25, 
2001] 

§ 880.6070 Bed board. 

(a) Identification. A bed board is a de-
vice intended for medical purposes that 
consists of a stiff board used to in-
crease the firmness of a bed. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device is also exempt from the current 
good manufacturing practice require-
ments of the quality system regulation 
in part 820 of this chapter, with the ex-
ception of § 820.180, with respect to gen-
eral requirements concerning records, 
and § 820.198, with respect to complaint 
files. 

[45 FR 69682, Oct. 21, 1980, as amended at 66 
FR 38805, July 25, 2001] 

§ 880.6080 Cardiopulmonary resuscita-
tion board. 

(a) Identification. A cardiopulmonary 
resuscitation board is a device con-
sisting of a rigid board which is placed 
under a patient to act as a support dur-
ing cardiopulmonary resuscitation. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device is also exempt from the current 
good manufacturing practice require-
ments of the quality system regulation 
in part 820 of this chapter, with the ex-
ception of § 820.180, with respect to gen-
eral requirements concerning records, 
and § 820.198, with respect to complaint 
files. 

[45 FR 69682, Oct. 21, 1980, as amended at 66 
FR 38805, July 25, 2001] 

§ 880.6085 Hot/cold water bottle. 
(a) Identification. A hot/cold water 

bottle is a device intended for medical 
purposes that is in the form of a con-
tainer intended to be filled with hot or 
cold water to apply heat or cold to an 
area of the body. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
device is also exempt from the current 
good manufacturing practice require-
ments of the quality system regulation 
in part 820 of this chapter, with the ex-
ception of § 820.180, with respect to gen-
eral requirements concerning records, 
and § 820.198, with respect to complaint 
files. 

[45 FR 69682, Oct. 21, 1980, as amended at 66 
FR 38805, July 25, 2001] 

§ 880.6100 Ethylene oxide gas aerator 
cabinet. 

(a) Identification. An ethyene oxide 
gas aerator cabinet is a device that is 
intended for use by a health care pro-
vider and consists of a cabinet with a 
ventilation system designed to cir-
culate and exchange the air in the cabi-
net to shorten the time required to re-
move residual ethylene oxide (ETO) 
from wrapped medical devices that 
have undergone ETO sterilization. The 
device may include a heater to warm 
the circulating air. 

(b) Classification. Class II (perform-
ance standards). 

§ 880.6140 Medical chair and table. 
(a) Identification. A medical chair or 

table is a device intended for medical 
purposes that consists of a chair or 
table without wheels and not elec-
trically powered which, by reason of 
special shape or attachments, such as 
food trays or headrests, or special fea-
tures such as a built-in raising and 
lowering mechanism or removable 
arms, is intended for use of blood do-
nors, geriatric patients, or patients un-
dergoing treatment or examination. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 880.9. The 
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