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(b) Actual equipment. If MSHA so de-
sires, parts of the devices that are used 
in the tests will be retained as records 
of the equipment submitted. If the de-
vice is approved, MSHA reserves the 
right to require the manufacturer to 
submit one, with the approval plate at-
tached and without cost to MSHA, as a 
record of his commercial product. 

§ 23.11 How approvals are granted. 
All approvals are granted by official 

letter from MSHA. A device will be ap-
proved under this part only when the 
testing engineers have judged that it 
has met the requirements of the part 
and MSHA’s records are complete, in-
cluding drawings from the manufac-
turer that show the device as it is to be 
commercially made. Individual parts of 
devices will not be approved. No verbal 
reports of the investigation will be 
given and no informal approvals will be 
granted. As soon as the manufacturer 
has received the formal approval, he 
shall be free to advertise his device as 
permissible. 

[Sched. 9B, 4 FR 1555, Apr. 11, 1939, as amend-
ed by Supp. 1, 20 FR 2975, May 4, 1955] 

§ 23.12 Wording, purpose, and use of 
approval plate. 

(a) Approval plate. (1) Manufacturers 
shall attach, stamp, or mold an ap-
proval plate on each permissible de-
vice. The plate shall bear the emblem 
of the Mine Safety and Health Admin-
istration and be inscribed as follows: 

Permissible Telephone (or Permissible Sig-
naling Device) Approval No.lllIssued to 
the llllllllllllllllllll

Company. 

(2) When deemed necessary, an appro-
priate caution statement shall be 
added. The size and position of the ap-
proval plate shall be satisfactory to 
MSHA. 

(b) Purpose. The approval plate is a 
label that identifies the device so that 
anyone can tell at a glance whether or 
not it is of the permissible type. By the 
plate, the manufacturer can point out 
that his device complies with MSHA’s 
requirements and that it has been ap-
proved for use in gassy or dusty mines. 

(c) Use. Permission to place MSHA’s 
approval plate on his device obligates 
the manufacturer to maintain the 

quality of his product and to see that 
each device is constructed according to 
the drawings that have been accepted 
by MSHA and are in MSHA’s files. De-
vices exhibiting changes in design that 
have not been authorized are not per-
missible and must not bear MSHA’s ap-
proval plate. 

[Sched. 9B, 4 FR 1555, Apr. 11, 1939, as amend-
ed at 43 FR 12315, Mar. 24, 1978] 

§ 23.13 Withdrawal of approval. 

MSHA reserves the right to rescind 
for cause at any time any approval 
granted under this part. 

§ 23.14 Instructions for handling fu-
ture changes in design. 

All approvals are granted with the 
understanding that the manufacturer 
will make his device according to the 
drawings that he has submitted to 
MSHA and that have been considered 
and included in the approval. There-
fore, before making any changes in the 
design he shall obtain MSHA’s author-
ization of the change. The procedure is 
as follows: 

(a)(1) The manufacturer shall write 
to the U.S. Department of Labor, Mine 
Safety and Health Administration, Ap-
proval and Certification Center, 765 
Technology Drive, Triadelphia, WV 
26059, requesting an extension of the 
original approval and stating the 
change or changes desired. With this 
request, the manufacturer should sub-
mit a revised drawing or drawings 
showing the changes in detail, together 
with one of each of the parts affected. 

(2) Where the applicant for approval 
has used an independent laboratory 
under part 6 of this chapter to perform, 
in whole or in part, the necessary test-
ing and evaluation for approval of 
changes to an approved product under 
this part, the applicant must provide 
to MSHA as part of the approval appli-
cation: 

(i) Written evidence of the labora-
tory’s independence and current rec-
ognition by a laboratory accrediting 
organization; 

(ii) Complete technical explanation 
of how the product complies with each 
requirement in the applicable MSHA 
product approval requirements; 
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(iii) Identification of components or 
features of the product that are critical 
to the safety of the product; and 

(iv) All documentation, including 
drawings and specifications, as sub-
mitted to the independent laboratory 
by the applicant and as required by 
this part. 

(b) MSHA will consider the applica-
tion and inspect the drawings and parts 
to determine whether it will be nec-
essary to make any tests. 

(c) If no tests are necessary, and the 
change meets the requirements, the ap-
plicant will be officially advised by 
MSHA that his original approval has 
been extended to include the change. 

(d) If tests are judged necessary, the 
applicant will be advised of the mate-
rial that will be required. In this case 
extension of approval will be granted 
upon satisfactory completion of the 
tests and full compliance with the re-
quirements. 

[Sched. 9B, 4 FR 1555, Apr. 11, 1939, as amend-
ed by Supp. 1, 20 FR 2975, May 4, 1955; 43 FR 
12315, Mar. 24, 1978; 52 FR 17514, May 8, 1987; 
68 FR 36421, June 17, 2003; 73 FR 52212, Sept. 
9, 2008] 

PART 27—METHANE-MONITORING 
SYSTEMS 

Subpart A—General Provisions 

Sec. 
27.1 Purpose. 
27.2 Definitions. 
27.3 Consultation. 
27.4 Application procedures and require-

ments. 
27.5 Letter of certification. 
27.6 Certification of components. 
27.7 Certification plate or label. 
27.8 [Reserved] 
27.9 Date for conducting tests. 
27.10 Conduct of investigations, tests, and 

demonstrations. 
27.11 Extension of certification. 
27.12 Withdrawal of certification. 

Subpart B—Construction and Design 
Requirements 

27.20 Quality of material, workmanship, and 
design. 

27.21 Methane-monitoring system. 
27.22 Methane detector component. 
27.23 Automatic warning device. 
27.24 Power-shutoff component. 

Subpart C—Test Requirements 

27.30 Inspection. 
27.31 Testing methods. 
27.32 Tests to determine performance of the 

system. 
27.33 Tests to determine explosion-proof 

construction. 
27.34 Test for intrinsic safety. 
27.35 Tests to determine life of critical com-

ponents and subassemblies. 
27.36 Test for adequacy of electrical insula-

tion and clearances. 
27.37 Tests to determine adequacy of safety 

devices for bulbs. 
27.38 Tests to determine adequacy of win-

dows and lenses. 
27.39 Tests to determine resistance to vibra-

tion. 
27.40 Test to determine resistance to dust. 
27.41 Tests to determine resistance to mois-

ture. 

AUTHORITY: 30 U.S.C. 957, 961. 

SOURCE: 31 FR 10607, Aug. 9, 1966, unless 
otherwise noted. 

Subpart A—General Provisions 
§ 27.1 Purpose. 

The regulations in this part set forth 
the requirements for methane-moni-
toring systems or components thereof 
to procure certification for their incor-
poration in or with permissible equip-
ment that is used in gassy mines, tun-
nels, or other underground workings 
and procedures for applying for such 
certification. 

[31 FR 10607, Aug. 9, 1966, as amended at 52 
FR 17515, May 8, 1987] 

§ 27.2 Definitions. 
As used in this part: 
(a) MSHA means the United States 

Department of Labor, Mine Safety and 
Health Administration. 

(b) Applicant means an individual, 
partnership, company, corporation, as-
sociation, or other organization that 
designs, manufactures, or assembles 
and that seeks certification or prelimi-
nary testing of a methane-monitoring 
system or component. 

(c) Methane-monitoring system means a 
complete assembly of one or more 
methane detectors and all other com-
ponents required for measuring and 
signalling the presence of methane in 
the atmosphere of a mine, tunnel, or 
other underground workings, and shall 
include a power-shutoff component. 
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