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42 CFR Ch. IV (10–1–13 Edition) § 493.959 

(F) Criteria for scoring system for a 
20-slide test set. (See table at para-
graph (b)(3)(ii)(A) of this section for a 
description of the response categories.) 
For technical supervisors qualified 
under § 493.1449(b) or (k): 

Examinee’s response: A B C D 

Correct response category: 
A ........................................... 5 0 0 0 
B ........................................... 2 .5 5 0 0 
C .......................................... 2 .5 0 5 2 .5 
D .......................................... 0 ¥10 2 .5 5 

(G) Criteria for scoring system for a 
20-slide test set. (See table at 
(b)(3)(ii)(A) of this section for a de-
scription of the response categories.) 
For cytotechnologists qualified under 
§§ 493.1469 or 493.1483: 

Examinee’s response: A B C D 

Correct response category: 
A ......................................... 5 0 2 .5 2 .5 
B ......................................... 2 .5 5 2 .5 2 .5 
C ......................................... 2 .5 0 5 5 
D ......................................... 0 ¥10 5 5 

[57 FR 7151, Feb. 28, 1992, as amended at 58 
FR 5229, Jan. 19, 1993; 68 FR 3702, Jan. 24, 
2003] 

§ 493.959 Immunohematology. 
(a) Types of services offered by labora-

tories. In immunohematology, there are 
four types of laboratories for pro-
ficiency testing purposes— 

(1) Those that perform ABO group 
and/or D (Rho) typing; 

(2) Those that perform ABO group 
and/or D (Rho) typing, and unexpected 
antibody detection; 

(3) Those that in addition to para-
graph (a)(2) of this section perform 
compatibility testing; and 

(4) Those that perform in addition to 
paragraph (a)(3) of this section anti-
body identification. 

(b) Program content and frequency of 
challenge. To be approved for pro-
ficiency testing for 
immunohematology, a program must 
provide a minimum of five samples per 
testing event. There must be at least 
three testing events at approximately 
equal intervals per year. The annual 
program must provide samples that 
cover the full range of interpretation 
that would be expected in patient 
specimens. The samples may be pro-
vided through mailed shipments or, at 

HHS’ option, may be provided to HHS 
or its designee for on-site testing. 

(c) Challenges per testing event. The 
minimum number of challenges per 
testing event a program must provide 
for each analyte or test procedure is 
five. 

Analyte or Test Procedure 

ABO group (excluding subgroups) 
D (Rho) typing 
Unexpected antibody detection 
Compatibility testing 
Antibody identification 

(d) Evaluation of a laboratory’s analyte 
or test performance. HHS approves only 
those programs that assess the accu-
racy of a laboratory’s response in ac-
cordance with paragraphs (d)(1) 
through (5) of this section. 

(1) To determine the accuracy of a 
laboratory’s response, a program must 
compare the laboratory’s response for 
each analyte with the response that re-
flects agreement of either 100 percent 
of ten or more referee laboratories or 
95 percent or more of all participating 
laboratories except for unexpected 
antibody detection and antibody iden-
tification. To determine the accuracy 
of a laboratory’s response for unex-
pected antibody detection and antibody 
identification, a program must com-
pare the laboratory’s response for each 
analyte with the response that reflects 
agreement of either 95 percent of ten or 
more referee laboratories or 95 percent 
or more of all participating labora-
tories. The score for a sample in 
immunohematology is either the score 
determined under paragraph (d)(2) or 
(3) of this section. 

(2) Criteria for acceptable performance. 
The criteria for acceptable perform-
ance are— 

Analyte or test Criteria for acceptable per-
formance 

ABO group .............................. 100% accuracy. 
D (Rho) typing ......................... 100% accuracy. 
Unexpected antibody detection 80% accuracy. 
Compatibility testing ................ 100% accuracy. 
Antibody identification ............. 80% accuracy. 

(3) The criterion for acceptable per-
formance for qualitative 
immunohematology tests is positive or 
negative. 

(4) To determine the analyte testing 
event score, the number of acceptable 
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analyte responses must be averaged 
using the following formula: 

Number of acceptable responses for the analyte

Total number  of challenges for the analyte
  for 

the × =100 Analyte score
ttesting event

(5) To determine the overall testing 
event score, the number of correct re-

sponses for all analytes must be aver-
aged using the following formula: 

Number of acceptable responses for all challenges

Total numbber of all challenges
 event score× =100 Testing

Subpart J—Facility Administration 
for Nonwaived Testing 

SOURCE: 68 FR 3703, Jan. 24, 2003, unless 
otherwise noted. 

§ 493.1100 Condition: Facility adminis-
tration. 

Each laboratory that performs non-
waived testing must meet the applica-
ble requirements under §§ 493.1101 
through 493.1105, unless HHS approves a 
procedure that provides equivalent 
quality testing as specified in Appendix 
C of the State Operations Manual (CMS 
Pub. 7). 

§ 493.1101 Standard: Facilities. 

(a) The laboratory must be con-
structed, arranged, and maintained to 
ensure the following: 

(1) The space, ventilation, and utili-
ties necessary for conducting all phases 
of the testing process. 

(2) Contamination of patient speci-
mens, equipment, instruments, re-
agents, materials, and supplies is mini-
mized. 

(3) Molecular amplification proce-
dures that are not contained in closed 
systems have a uni-directional 
workflow. This must include separate 
areas for specimen preparation, ampli-
fication and product detection, and, as 
applicable, reagent preparation. 

(b) The laboratory must have appro-
priate and sufficient equipment, instru-
ments, reagents, materials, and sup-

plies for the type and volume of testing 
it performs. 

(c) The laboratory must be in compli-
ance with applicable Federal, State, 
and local laboratory requirements. 

(d) Safety procedures must be estab-
lished, accessible, and observed to en-
sure protection from physical, chem-
ical, biochemical, and electrical haz-
ards, and biohazardous materials. 

(e) Records and, as applicable, slides, 
blocks, and tissues must be maintained 
and stored under conditions that en-
sure proper preservation. 

§ 493.1103 Standard: Requirements for 
transfusion services. 

A facility that provides transfusion 
services must meet all of the require-
ments of this section and document all 
transfusion-related activities. 

(a) Arrangement for services. The facil-
ity must have a transfusion service 
agreement reviewed and approved by 
the responsible party(ies) that govern 
the procurement, transfer, and avail-
ability of blood and blood products. 

(b) Provision of testing. The facility 
must provide prompt ABO grouping, 
D(Rho) typing, unexpected antibody 
detection, compatibility testing, and 
laboratory investigation of transfusion 
reactions on a continuous basis 
through a CLIA-certified laboratory or 
a laboratory meeting equivalent re-
quirements as determined by CMS. 

(c) Blood and blood products storage 
and distribution. (1) If a facility stores 
or maintains blood or blood products 
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