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(ii) The manufacturer no later than 
10 work days after the day that you be-
come aware of information that rea-
sonably suggests that a device has or 
may have caused or contributed to a 
serious injury. If the manufacturer is 
not known, you must submit this re-
port to us. 

(2) If you are an importer, you must 
submit MDR reports to: 

(i) The manufacturer and to us, no 
later than 30 calendar days after the 
day that you become aware of informa-
tion that reasonably suggests that a 
device has or may have caused or con-
tributed to a death or serious injury; or 

(ii) The manufacturer, no later than 
30 days calendar after receiving infor-
mation that a device you market has 
malfunctioned and that this device or a 
similar device that you market would 
be likely to cause or contribute to a 
death or serious injury if the malfunc-
tion were to recur. 

(3) If you are a manufacturer, you 
must submit MDR reports to us: 

(i) No later than 30 calendar days 
after the day that you become aware of 
information that reasonably suggests 
that a device may have caused or con-
tributed to a death or serious injury; or 

(ii) No later than 30 calendar days 
after the day that you become aware of 
information that reasonably suggests a 
device has malfunctioned and that this 
device or a similar device that you 
market would be likely to cause or 
contribute to a death or serious injury 
if the malfunction were to recur; or 

(iii) Within 5 work days if required by 
§ 803.53. 

(c) What kind of information reason-
ably suggests that a reportable event 
has occurred? 

(1) Any information, including pro-
fessional, scientific, or medical facts, 
observations, or opinions, may reason-
ably suggest that a device has caused 
or may have caused or contributed to 
an MDR reportable event. An MDR re-
portable event is a death, a serious in-
jury, or, if you are a manufacturer or 
importer, a malfunction that would be 
likely to cause or contribute to a death 
or serious injury if the malfunction 
were to recur. 

(2) If you are a user facility, im-
porter, or manufacturer, you do not 
have to report an adverse event if you 

have information that would lead a 
person who is qualified to make a med-
ical judgment reasonably to conclude 
that a device did not cause or con-
tribute to a death or serious injury, or 
that a malfunction would not be likely 
to cause or contribute to a death or se-
rious injury if it were to recur. Persons 
qualified to make a medical judgment 
include physicians, nurses, risk man-
agers, and biomedical engineers. You 
must keep in your MDR event files (de-
scribed in § 803.18) the information that 
the qualified person used to determine 
whether or not a device-related event 
was reportable. 

§ 803.21 Where can I find the reporting 
codes for adverse events that I use 
with medical device reports? 

(a) The MEDWATCH Medical Device 
Reporting Code Instruction Manual 
contains adverse event codes for use 
with FDA Form 3500A. You may obtain 
the coding manual from CDRH’s Web 
site at http://www.fda.gov/Safety/ 
MedWatch/HowToReport/ 
DownloadForms/ucm149238.htm. 

(b) We may sometimes use additional 
coding of information on the reporting 
forms or modify the existing codes. If 
we do make modifications, we will en-
sure that we make the new coding in-
formation available to all reporters. 

[70 FR 9519, July 13, 2005, as amended at 72 
FR 17399, Apr. 9, 2007; 75 FR 20914, Apr. 22, 
2010] 

§ 803.22 What are the circumstances in 
which I am not required to file a re-
port? 

(a) If you become aware of informa-
tion from multiple sources regarding 
the same patient and same reportable 
event, you may submit one medical de-
vice report. 

(b) You are not required to submit a 
medical device report if: 

(1) You are a user facility, importer, 
or manufacturer, and you determine 
that the information received is erro-
neous in that a device-related adverse 
event did not occur. You must retain 
documentation of these reports in your 
MDR files for the time periods speci-
fied in § 803.18. 

(2) You are a manufacturer or im-
porter and you did not manufacture or 
import the device about which you 
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