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21 CFR Ch. I (4–1–14 Edition) § 888.3560 

being placed in commercial distribu-
tion. 

[52 FR 33702, Sept. 4, 1987, as amended at 61 
FR 50710, Sept. 27, 1996] 

§ 888.3560 Knee joint 
patellofemorotibial polymer/metal/ 
polymer semi-constrained cemented 
prosthesis. 

(a) Identification. A knee joint 
patellofemorotibial polymer/metal/ 
polymer semi-constrained cemented 
prosthesis is a device intended to be 
implanted to replace a knee joint. The 
device limits translation and rotation 
in one or more planes via the geometry 
of its articulating surfaces. It has no 
linkage across-the-joint. This generic 
type of device includes prostheses that 
have a femoral component made of al-
loys, such as cobalt-chromium-molyb-
denum, and a tibial component or com-
ponents and a retropatellar resurfacing 
component made of ultra-high molec-
ular weight polyethylene. This generic 
type of device is limited to those pros-
theses intended for use with bone ce-
ment (§ 888.3027). 

(b) Classification. Class II. 

§ 888.3565 Knee joint 
patellofemorotibial metal/polymer 
porous-coated uncemented pros-
thesis. 

(a) Identification. A knee joint 
patellofemorotibial metal/polymer po-
rous-coated uncemented prosthesis is a 
device intended to be implanted to re-
place a knee joint. The device limits 
translation and rotation in one or more 
planes via the geometry of its articu-
lating surfaces. It has no linkage 
across-the-joint. This generic type of 
device is designed to achieve biological 
fixation to bone without the use of 
bone cement. This identification in-
cludes fixed-bearing knee prostheses 
where the ultra high molecular weight 
polyethylene tibial bearing is rigidly 
secured to the metal tibial base plate. 

(b) Classification. Class II (special 
controls). The special control is FDA’s 
guidance: ‘‘Class II Special Controls 
Guidance Document: Knee Joint 
Patellofemorotibial and Femorotibial 
Metal/Polymer Porous-Coated 
Uncemented Prostheses; Guidance for 

Industry and FDA.’’ See § 888.1 for the 
availability of this guidance. 

[68 FR 14137, Mar. 24, 2003] 

§ 888.3570 Knee joint femoral (hemi- 
knee) metallic uncemented pros-
thesis. 

(a) Identification. A knee joint fem-
oral (hemi-knee) metallic uncemented 
prosthesis is a device made of alloys, 
such as cobalt-chromium-molybdenum, 
intended to be implanted to replace 
part of a knee joint. The device limits 
translation and rotation in one or more 
planes via the geometry of its articu-
lating surfaces. It has no linkage 
across-the-joint. This generic type of 
device includes prostheses that consist 
of a femoral component with or with-
out protuberance(s) for the enhance-
ment of fixation and is limited to those 
prostheses intended for use without 
bone cement (§ 888.3027). 

(b) Classification. Class III. 
(c) Date PMA or notice of completion of 

a PDP is required. A PMA or a notice of 
completion of a PDP is required to be 
filed with the Food and Drug Adminis-
tration on or before December 26, 1996 
for any knee joint femoral (hemi-knee) 
metallic uncemented prosthesis that 
was in commercial distribution before 
May 28, 1976, or that has, on or before 
December 26, 1996 been found to be sub-
stantially equivalent to a knee joint 
femoral (hemi-knee) metallic 
uncemented prosthesis that was in 
commercial distribution before May 28, 
1976. Any other knee joint femoral 
(hemi-knee) metallic uncemented pros-
thesis shall have an approved PMA or a 
declared completed PDP in effect be-
fore being placed in commercial dis-
tribution. 

[52 FR 33702, Sept. 4, 1987, as amended at 61 
FR 50710, Sept. 27, 1996] 

§ 888.3580 Knee joint patellar (hemi- 
knee) metallic resurfacing 
uncemented prosthesis. 

(a) Identification. A knee joint 
patellar (hemi-knee) metallic resur-
facing uncemented prosthesis is a de-
vice made of alloys, such as cobalt- 
chromium-molybdenum, intended to be 
implanted to replace the retropatellar 
articular surface of the patellofemoral 
joint. The device limits minimally (less 
than normal anatomic constraints) 
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translation in one or more planes. It 
has no linkage across-the-joint. This 
generic type of device includes pros-
theses that have a retropatellar resur-
facing component and an orthopedic 
screw to transfix the patellar remnant. 
This generic type of device is limited 
to those prostheses intended for use 
without bone cement (§ 888.3027). 

(b) Classification. (1) Class II when in-
tended for treatment of degenerative 
and posttraumatic patellar arthritis. 

(2) Class III when intended for uses 
other than treatment of degenerative 
and posttraumatic patellar arthritis. 

(c) Date PMA or notice of completion of 
a PDP is required. A PMA or a notice of 
completion of a PDP is required to be 
filed with the Food and Drug Adminis-
tration on or before December 26, 1996 
for any knee joint patellar (hemi-knee) 
metallic resurfacing uncemented pros-
thesis described in paragraph (b)(2) of 
this section that was in commercial 
distribution before May 28, 1976, or that 
has, on or before December 26, 1996 
been found to be substantially equiva-
lent to a knee joint patellar (hemi- 
knee) metallic resurfacing uncemented 
prosthesis that was in commercial dis-
tribution before May 28, 1976. Any 
other knee joint patellar (hemi-knee) 
metallic resurfacing uncemented pros-
thesis shall have an approved PMA or a 
declared completed PDP in effect be-
fore being placed in commercial dis-
tribution. 

[52 FR 33702, Sept. 4, 1987, as amended at 61 
FR 50711, Sept. 27, 1996] 

§ 888.3590 Knee joint tibial (hemi- 
knee) metallic resurfacing 
uncemented prosthesis. 

(a) Identification. A knee joint tibial 
(hemi-knee) metallic resurfacing 
uncemented prosthesis is a device in-
tended to be implanted to replace part 
of a knee joint. The device limits mini-
mally (less than normal anatomic con-
straints) translation in one or more 
planes. It has no linkage across-the- 
joint. This prosthesis is made of alloys, 
such as cobalt-chromium-molybdenum, 
and is intended to resurface one tibial 
condyle. The generic type of device is 
limited to those prostheses intended 
for use without bone cement (§ 888.3027). 

(b) Classification. Class II. 

§ 888.3640 Shoulder joint metal/metal 
or metal/polymer constrained ce-
mented prosthesis. 

(a) Identification. A shoulder joint 
metal/metal or metal/polymer con-
strained cemented prosthesis is a de-
vice intended to be implanted to re-
place a shoulder joint. The device pre-
vents dislocation in more than one 
anatomic plane and has components 
that are linked together. This generic 
type of device includes prostheses that 
have a humeral component made of al-
loys, such as cobalt-chromium-molyb-
denum, and a glenoid component made 
of this alloy or a combination of this 
alloy and ultra-high molecular weight 
polyethylene. This generic type of de-
vice is limited to those prostheses in-
tended for use with bone cement 
(§ 888.3027). 

(b) Classification. Class III. 
(c) Date PMA or notice of completion of 

a PDP is required. A PMA or a notice of 
completion of a PDP is required to be 
filed with the Food and Drug Adminis-
tration on or before December 26, 1996 
for any shoulder joint metal/metal or 
metal/polymer constrained cemented 
prosthesis that was in commercial dis-
tribution before May 28, 1976, or that 
has, on or before December 26, 1996 
been found to be substantially equiva-
lent to a shoulder joint metal/metal or 
metal/polymer constrained cemented 
prosthesis that was in commercial dis-
tribution before May 28, 1976. Any 
other shoulder joint metal/metal or 
metal/polymer constrained cemented 
prosthesis shall have an approved PMA 
or a declared completed PDP in effect 
before being placed in commercial dis-
tribution. 

[52 FR 33702, Sept. 4, 1987, as amended at 61 
FR 50711, Sept. 27, 1996] 

§ 888.3650 Shoulder joint metal/poly-
mer non-constrained cemented 
prosthesis. 

(a) Identification. A shoulder joint 
metal/polymer non-constrained ce-
mented prosthesis is a device intended 
to be implanted to replace a shoulder 
joint. The device limits minimally (less 
than normal anatomic constraints) 
translation in one or more planes. It 
has no linkage across-the-joint. This 
generic type of device includes pros-
theses that have a humeral component 
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