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(3) For variable-volume enclosures, 
defined in § 86.107(a)(1)(i), the following 

simplified form of the hydrocarbon 
mass change equation may be used: 
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(e) Calibration of equipment for point- 
source testing of running losses. For the 
point-source method, the running loss 
fuel vapor sampling system shall be 
calibrated as a CVS system, as speci-
fied in § 86.119, with the additional spec-
ification that the vapor sampling sys-
tem verification be conducted as fol-
lows: 

(1) The following ‘‘gravimetric’’ tech-
nique can be used to verify that the 
vapor sampling system and analytical 
instruments can accurately measure a 
mass of gas that has been injected into 
the system. If the vapor sampling sys-
tem will be used only in the testing of 
petroleum-fueled engines, the system 
verification may be performed using 
propane. If the vapor sampling system 
will be used with methanol-fueled vehi-
cles as well as petroleum-fueled vehi-
cles, the system verification perform-
ance check must include a methanol 
check in addition to the propane check. 
(Verification can also be accomplished 
by constant flow metering using crit-
ical flow orifice devices.) 

(i) Obtain a small cylinder that has 
been charged with pure propane gas. 
Obtain another small cylinder that has 
been charged with pure methanol if the 
system will be used for methanol- 
fueled vehicle testing. Since this cyl-
inder will be heated to 150–155 °F, care 
must be taken to ensure that the liquid 
volume of methanol placed in the cyl-
inder does not exceed approximately 
one-half of the total volume of the cyl-
inder. 

(ii) Determine a reference cylinder 
weight to the nearest 0.01 grams. 

(iii) Operate the vapor sampling sys-
tem in the normal manner and release 
a known quantity of pure propane into 
the most frequently used fuel vapor 
collector during the sampling period 
(approximately 5 minutes). 

(iv) Continue to operate the vapor 
sampling system in the normal manner 

and release a known quantity of pure 
methanol into the system during the 
sampling period (approximately 5 min-
utes). 

(v) The calculations of § 86.144 are 
performed in the normal way, except in 
the case of propane. The density of pro-
pane (17.30 g/ft3/carbon atom (0.6109 kg/ 
m3/carbon atom)) is used in place of the 
density of exhaust hydrocarbons. In 
the case of methanol, the density of 
37.71 g/ft3 (1.332 kg/m3) is used. 

(vi) The gravimetric mass is sub-
tracted from the vapor sampling sys-
tem measured mass and then divided 
by the gravimetric mass to determine 
the percent accuracy of the system. 

(vii) The cause for any discrepancy 
greater than ±2 percent must be found 
and corrected. 

(2) This procedure shall be conducted 
in the point-source running loss test 
environment with the collector in-
stalled in a vehicle in the normal test 
configuration. The fuel of the test vehi-
cle shall either be diesel, or it shall be 
kept under 100 °F (38 °C). Two to six 
grams of pure propane and two to six 
grams of pure methanol shall be in-
jected into the collector while the ve-
hicle is operated over one Urban Dyna-
mometer Driving Schedule (UDDS), as 
described in § 86.115 and appendix I of 
this part. The propane and methanol 
injections shall be conducted at the 
ambient temperature of 95±5 °F (35±3 
°C). 

[58 FR 16030, Mar. 24, 1993, as amended at 60 
FR 34343, June 30, 1995; 60 FR 43890, Aug. 23, 
1995; 70 FR 72927, Dec. 8, 2005; 73 FR 38293, 
July 3, 2008; 79 FR 23695, Apr. 28, 2014] 

§ 86.118–00 Dynamometer calibrations. 

(a) The dynamometer shall be cali-
brated at least once each month or per-
formance verified at least once each 
week and then calibrated as required. 
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(b) For large single roll electric 
dynamometers or equivalent dyna-
mometer configurations, the dyna-
mometer adjustment settings for each 
vehicle’s emission test sequence shall 
be verified by comparing the force im-
posed during dynamometer operation 
with actual road load force. 

[61 FR 54891, Oct. 22, 1996] 

§ 86.119–90 CVS calibration. 
The CVS is calibrated using an accu-

rate flowmeter and restrictor valve. 
Measurements of various parameters 
are made and related to flow through 
the unit. Procedures used by EPA for 
both PDP and CFV are outlined below. 
Other procedures yielding equivalent 
results may be used if approved in ad-
vance by the Administrator. After the 
calibration curve has been obtained, 
verification of the entire system can be 
performed by injecting a known mass 
of gas into the system and comparing 
the mass indicated by the system to 
the true mass injected. An indicated 
error does not necessarily mean that 
the calibration is wrong, since other 
factors can influence the accuracy of 
the system, e.g., analyzer calibration. 
A verification procedure is found in 
paragraph (c) of this section. 

(a) PDP calibrations. (1) The following 
calibration procedure outlines the 
equipment, the test configuration, and 
the various parameters which must be 
measured to establish the flow rate of 
the CVS pump. All the parameters re-
lated to the pump are simultaneously 
measured with the parameters related 
to a flowmeter which is connected in 
series with the pump. The calculated 
flow rate ft3/min (at pump inlet abso-
lute pressure and temperature) can 
then be plotted versus a correlation 
function which is the value on a spe-
cific combination of pump parameters. 
The linear equation which relates the 
pump flow and the correlation function 
is then determined. In the event that a 
CVS has a multiple speed drive, a cali-
bration for each range used must be 
performed. 

(2) This calibration procedure is 
based on the measurement of the abso-
lute values of the pump and flowmeter 
parameters that relate the flow rate at 
each point. Three conditions must be 
maintained to assure the accuracy and 

integrity of the calibration curve. 
First, the pump pressures should be 
measured at taps on the pump rather 
than at the external piping on the 
pump inlet and outlet. Pressure taps 
that are mounted at the top center and 
bottom center of the pump drive 
headplate are exposed to the actual 
pump cavity pressures, and therefore 
reflect the absolute pressure differen-
tials. Secondly, temperature stability 
must be maintained during the calibra-
tion. The laminar flowmeter is sen-
sitive to inlet temperature oscillations 
which cause the data points to be scat-
tered. Gradual changes (±2 °F (1.1 °C)) 
in temperature are acceptable as long 
as they occur over a period of several 
minutes. Finally, all connections be-
tween the flowmeter and the CVS 
pump must be absolutely void of any 
leakage. 

(3) During an exhaust emission test 
the measurement of these same pump 
parameters enables the user to cal-
culate the flow rate from the calibra-
tion equation. 

(4) Connect a system as shown in Fig-
ure B90–8. Although particular types of 
equipment are shown, other configura-
tions that yield equivalent results may 
be used if approved in advance by the 
Administrator. For the system indi-
cated, the following data with given ac-
curacy are required: 

CALIBRATION DATA MEASUREMENTS 

Parameter Symbol Units Toler-
ances 

Barometric pressure (cor-
rected).

PB in. Hg 
(kPa) 

±0.01 in. 
Hg 
(±0.034 
kPa) 

Ambient temperature .......... TA °F(°C) ±0.5 °F 
(±0.28 
°C) 

Air temperature into LFE .... ETI °F(°C) ±0.25 °F 
(±0.14 
°C) 

Pressure depression up-
stream of LFE.

EPI in. H2O 
(kPa) 

±0.05 in. 
H20 
(±0.012 
kPa) 

Pressure drop across the 
LFE matrix.

EDP in. H2O 
(kPa) 

±0.005 
in. H2O 
(±0.001 
kPa) 

Air temperature at CVS 
pump inlet.

PTI °F(°C) ±0.5 °F 
(±0.3 
°C) 

Pressure depression at 
CVS pump inlet.

PPI in. fluid 
(kPa) 

±0.05 in. 
fluid 
(±0.022 
kPa) 
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