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40 CFR Ch. I (7–1–14 Edition) § 1065.372 

§ 1065.372 NDUV analyzer HC and H2O
interference verification. 

(a) Scope and frequency. If you meas-

ure NOX using an NDUV analyzer, 

verify the amount of H2O and hydro-

carbon interference after initial ana-

lyzer installation and after major 

maintenance.

(b) Measurement principles. Hydro-

carbons and H2O can positively inter-

fere with an NDUV analyzer by causing 

a response similar to NOX. If the NDUV 

analyzer uses compensation algorithms 

that utilize measurements of other 

gases to meet this interference 

verification, simultaneously conduct 

such measurements to test the algo-

rithms during the analyzer inter-

ference verification. 

(c) System requirements. A NOX NDUV

analyzer must have combined H2O and 

HC interference within ±2% of the flow- 

weighted mean concentration of NOX

expected at the standard, though we 

strongly recommend keeping inter-

ference within ±1%.

(d) Procedure. Perform the inter-

ference verification as follows: 

(1) Start, operate, zero, and span the 

NOX NDUV analyzer according to the 

instrument manufacturer’s instruc-

tions.

(2) We recommend that you extract 

engine exhaust to perform this 

verification. Use a CLD that meets the 

specifications of subpart C of this part 

to quantify NOX in the exhaust. Use the 

CLD response as the reference value. 

Also measure HC in the exhaust with a 

FID analyzer that meets the specifica-

tions of subpart C of this part. Use the 

FID response as the reference hydro-

carbon value. 

(3) Upstream of any sample dryer, if 

one is used during testing, introduce 

the engine exhaust to the NDUV ana-

lyzer.

(4) Allow time for the analyzer re-

sponse to stabilize. Stabilization time 

may include time to purge the transfer 

line and to account for analyzer re-

sponse.

(5) While all analyzers measure the 

sample’s concentration, record 30 sec-

onds of sampled data, and calculate the 

arithmetic means for the three ana-

lyzers.

(6) Subtract the CLD mean from the 

NDUV mean. 

(7) Multiply this difference by the 

ratio of the flow-weighted mean HC 

concentration expected at the standard 

to the HC concentration measured dur-

ing the verification. The analyzer 

meets the interference verification of 

this section if this result is within ±2%

of the NOX concentration expected at 

the standard. 

(e) Exceptions. The following excep-

tions apply: 

(1) You may omit this verification if 

you can show by engineering analysis 

that for your NOX sampling system and 

your emission calculation procedures, 

the combined HC and H2O interference 

for your NOX NDUV analyzer always af-

fects your brake-specific NOX emission

results by less than 0.5% of the applica-

ble NOX standard.

[70 FR 40516, July 13, 2005, as amended at 73 

FR 37312, June 30, 2008; 76 FR 57447, Sept. 15, 

2011]

§ 1065.375 Interference verification for 
N2O analyzers. 

(a) Scope and frequency. See § 1065.275 

to determine whether you need to 

verify the amount of interference after 

initial analyzer installation and after 

major maintenance. 

(b) Measurement principles. Inter-

ference gasses can positively interfere 

with certain analyzers by causing a re-

sponse similar to N2O. If the analyzer 

uses compensation algorithms that uti-

lize measurements of other gases to 

meet this interference verification, si-

multaneously conduct these other 

measurements to test the compensa-

tion algorithms during the analyzer in-

terference verification. 

(c) System requirements. Analyzers

must have combined interference that 

is within (0.0 ±1.0) μmol/mol. We strong-

ly recommend a lower interference 

that is within (0.0 ±0.5) μmol/mol.

(d) Procedure. Perform the inter-

ference verification as follows: 

(1) Start, operate, zero, and span the 

N2O analyzer as you would before an 

emission test. If the sample is passed 

through a dryer during emission test-

ing, you may run this verification test 

with the dryer if it meets the require-

ments of § 1065.342. Operate the dryer at 

the same conditions as you will for an 

emission test. You may also run this 
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Environmental Protection Agency § 1065.376 

verification test without the sample 

dryer.

(2) Create a humidified test gas by 

bubbling a multi component span gas 

that incorporates the target inter-

ference species and meets the specifica-

tions in § 1065.750 through distilled H2O

in a sealed vessel. If the sample is not 

passed through a dryer during emission 

testing, control the vessel temperature 

to generate an H2O level at least as 

high as the maximum expected during 

emission testing. If the sample is 

passed through a dryer during emission 

testing, control the vessel temperature 

to generate an H2O level at least as 

high as the level determined in 

§ 1065.145(e)(2) for that dryer. Use inter-

ference span gas concentrations that 

are at least as high as the maximum 

expected during testing. 

(3) Introduce the humidified inter-

ference test gas into the sample sys-

tem. You may introduce it downstream 

of any sample dryer, if one is used dur-

ing testing. 

(4) If the sample is not passed 

through a dryer during this 

verification test, measure the H2O mole 

fraction,xH2O, of the humidified inter-

ference test gas as close as possible to 

the inlet of the analyzer. For example, 

measure dewpoint, Tdew, and absolute 

pressure, ptotal, to calculatexH2O.Verify

that the H2O content meets the re-

quirement in paragraph (d)(2) of this 

section. If the sample is passed through 

a dryer during this verification test, 

you must verify that the H2O content 

of the humidified test gas downstream 

of the vessel meets the requirement in 

paragraph (d)(2) of this section based 

on either direct measurement of the 

H2O content (e.g., dewpoint and pres-

sure) or an estimate based on the ves-

sel pressure and temperature. Use good 

engineering judgment to estimate the 

H2O content. For example, you may use 

previous direct measurements of H2O

content to verify the vessel’s level of 

saturation.

(5) If a sample dryer is not used in 

this verification test, use good engi-

neering judgment to prevent condensa-

tion in the transfer lines, fittings, or 

valves from the point wherexH2O is

measured to the analyzer. We rec-

ommend that you design your system 

so that the wall temperatures in the 

transfer lines, fittings, and valves from 

the point where xH2O is measured to the 

analyzer are at least 5 ßC above the 

local sample gas dewpoint. 

(6) Allow time for the analyzer re-

sponse to stabilize. Stabilization time 

may include time to purge the transfer 

line and to account for analyzer re-

sponse.

(7) While the analyzer measures the 

sample’s concentration, record its out-

put for 30 seconds. Calculate the arith-

metic mean of this data. When per-

formed with all the gases simulta-

neously, this is the combined inter-

ference.

(8) The analyzer meets the inter-

ference verification if the result of 

paragraph (d)(7) of this section meets 

the tolerance in paragraph (c) of this 

section.

(9) You may also run interference 

procedures separately for individual in-

terference gases. If the interference gas 

levels used are higher than the max-

imum levels expected during testing, 

you may scale down each observed in-

terference value (the arithmetic mean 

of 30 second data described in para-

graph (d)(7) of this section) by multi-

plying the observed interference by the 

ratio of the maximum expected con-

centration value to the actual value 

used during this procedure. You may 

run separate interference concentra-

tions of H2O (down to 0.025 mol/mol H2O

content) that are lower than the max-

imum levels expected during testing, 

but you must scale up the observed H2O

interference by multiplying the ob-

served interference by the ratio of the 

maximum expected H2O concentration 

value to the actual value used during 

this procedure. The sum of the scaled 

interference values must meet the tol-

erance for combined interference as 

specified in paragraph (c) of this sec-

tion.

[74 FR 56515, Oct. 30, 2009, as amended at 

23771, Apr. 28, 2014] 

§ 1065.376 Chiller NO2 penetration.
(a) Scope and frequency. If you use a 

chiller to dry a sample upstream of a 

NOX measurement instrument, but you 

don’t use an NO2-to-NO converter up-

stream of the chiller, you must per-

form this verification for chiller NO2

penetration. Perform this verification 
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