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will then be called for. If the rec-
ommendation is seconded, discussion 
and a formal vote will follow. 

(d) Each committee chairman shall 
present the proposals which his com-
mittee does not approve as follows: 
‘‘Mr. Chairman. The Committee for 
Egg-type chickens does not approve 
Proposal No. lll.’’ The chairman 
will then ask if any official delegate 
wishes to move for the adoption of the 
proposal. If moved and seconded, the 
proposal is subject to discussion and 
voted. If there is no motion for ap-
proval, or if moved but not seconded, 
there can be no discussion or vote. 

(e) Discussion on any motion must be 
withheld until the motion has been 
properly seconded, except that the del-
egate making the motion is privileged, 
if he desires, to give reasons for his mo-
tion at the time of making it. To gain 
the floor for a motion or for discussion 
on a motion, the official delegate in 
the case of a motion, or anyone in case 
of discussion on a motion, shall rise, 
address the chair, give his name and 
State, and be recognized by the chair 
before proceeding further. While it is 
proper to accept motions only from of-
ficial delegates and to limit voting 
only to such delegates, it is, however, 
equally proper to accept discussion 
from anyone interested. To conserve 
time, discussion should be pointed and 
limited to the pertinent features of the 
motion. 

(f) Proposals that have not been sub-
mitted in accordance with § 147.44 will 
be considered by the conference only 
with the unanimous consent of the 
General Conference Committee. Any 
such proposals must be referred to the 
appropriate committee for consider-
ation before being presented for action 
by the conference. 

(g) Voting will be by States, and each 
official delegate, as determined by 
§ 147.45, will be allowed one vote on 
each proposal pertaining to the pro-
gram prescribed by the subpart which 
he represents. 

(h) A roll call of States for a recorded 
vote will be used when requested by a 
delegate or at the discretion of the 
chairman. 

(i) All motions on proposed changes 
shall be for adoption. 

(j) Proposed changes shall be adopted 
by a majority vote of the official dele-
gates present and voting. 

(k) The conference shall be open to 
any interested person. 

[36 FR 23121, Dec. 3, 1971, as amended at 41 
FR 48727, Nov. 5, 1976. Redesignated at 44 FR 
61586, Oct. 26, 1979] 

§ 147.48 Approval of conference rec-
ommendations by the Department. 

Proposals adopted by the official del-
egates will be recommended to the De-
partment for incorporation into the 
provisions of the NPIP. The Depart-
ment reserves the right to approve or 
disapprove the recommendations of the 
conference as an integral part of its 
sponsorship of the National Poultry 
Improvement Plan. 

Subpart F—Authorized 
Laboratories and Approved Tests 

SOURCE: 74 FR 14718, Apr. 1, 2009, unless 
otherwise noted. 

§ 147.51 Authorized laboratory min-
imum requirements. 

These minimum requirements are in-
tended to be the basis on which an au-
thorized laboratory of the Plan can be 
evaluated to ensure that official Plan 
assays are performed and reported as 
described in this part A satisfactory 
evaluation will result in the laboratory 
being recognized by the NPIP office of 
the Service as an authorized laboratory 
qualified to perform the assays pro-
vided for in this part. 

(a) Check-test proficiency. The labora-
tory must use a regularly scheduled 
check test for each assay that it per-
forms. 

(b) Trained technicians. The testing 
procedures at the laboratory must be 
run or overseen by a laboratory techni-
cian who has attended and satisfac-
torily completed Service-approved lab-
oratory workshops for Plan-specific 
diseases within the past 3 years. 

(c) Laboratory protocol. Official Plan 
assays must be performed and reported 
as described in this part. 

(d) State site visit. The Official State 
Agency will conduct a site visit and 
recordkeeping audit annually. 

(e) Service review. Authorized labora-
tories will be reviewed by the Service 
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(NPIP staff) every 3 years. The Serv-
ice’s review may include, but will not 
necessarily be limited to, checking 
records, laboratory protocol, check- 
test proficiency, technician training, 
and peer review. 

(f) Reporting. (1) A memorandum of 
understanding or other means shall be 
used to establish testing and reporting 
criteria to the Official State Agency, 
including criteria that provide for re-
porting H5 and H7 low pathogenic 
avian influenza directly to the Service. 

(2) Salmonella pullorum and Myco-
plasma Plan disease reactors must be 
reported to the Official State Agency 
within 48 hours. 

(g) Verification. Random samples may 
also be required to be submitted for 
verification as specified by the Official 
State Agency. 

§ 147.52 Approved tests. 
(a) The procedures for the bacterio-

logical examination of poultry and 
poultry environments described in this 
part are approved tests for use in the 
NPIP. In addition, all tests that use 
veterinary biologics (e.g., antiserum 
and other products of biological origin) 
that are licensed or produced by the 
Service and used as described in this 
part are approved for use in the NPIP. 

(b) Diagnostic test kits that are not 
licensed by the Service (e.g., bacterio-
logical culturing kits) may be approved 
through the following procedure: 

(1) The sensitivity of the kit will be 
estimated in at least three authorized 
laboratories selected by the Service by 
testing known positive samples, as de-
termined by the official NPIP proce-
dures found in Subparts A, B, C, and D 
of this part. If certain conditions or 
interfering substances are known to af-
fect the performance of the kit, appro-
priate samples will be included so that 
the magnitude and significance of the 
effect(s) can be evaluated. 

(2) The specificity of the kit will be 
estimated in at least three authorized 
laboratories selected by the Service by 
testing known negative samples, as de-
termined by the official NPIP proce-
dures found in this part. If certain con-
ditions or interfering substances are 
known to affect the performance of the 
kit, appropriate samples will be in-
cluded so that the magnitude and sig-

nificance of the effect(s) can be evalu-
ated. 

(3) The kit will be provided to the co-
operating laboratories in its final form 
and include the instructions for use. 
The cooperating laboratories must per-
form the assay exactly as stated in the 
supplied instructions. Each laboratory 
must test a panel of at least 25 known 
positive clinical samples supplied by 
the manufacturer of the test kit. In ad-
dition, each laboratory will be asked to 
test 50 known negative clinical samples 
obtained from several sources, to pro-
vide a representative sampling of the 
general population. The identity of the 
samples must be coded so that the co-
operating laboratories are blinded to 
identity and classification. Each sam-
ple must be provided in duplicate or 
triplicate, so that error and repeat-
ability data may be generated. 

(4) Cooperating laboratories will sub-
mit to the kit manufacturer all raw 
data regarding the assay response. 
Each sample tested will be reported as 
positive or negative, and the official 
NPIP procedure used to classify the 
sample must be submitted in addition 
to the assay response value. 

(5) The findings of the cooperating 
laboratories will be evaluated by the 
NPIP technical committee, and the 
technical committee will make a rec-
ommendation regarding whether to ap-
prove the test kit to the General Con-
ference Committee. If the technical 
committee recommends approval, the 
final approval will be granted in ac-
cordance with the procedures described 
in §§ 147.46 and 147.47. 

(c) The following diagnostic test kits 
that are not licensed by the Service 
(e.g., bacteriological culturing kits) 
are approved for use in the NPIP: 

(1) Rapid Chek ©;Select 
TMSalmonella Test Kit, Strategic 
Diagnostics, Inc., Newark, DE 19713. 

(2) ADIAFOOD Rapid Pathogen De-
tection System for Salmonella spp., 
AES Chemunex Canada. Laval, QC 
(Canada) H7L4S3. 

(3) DuPont Qualicon BAX Polym-
erase Chain Reaction (PCR)-based 
assay for Salmonella, DuPont Qualicon, 
Wilmington, DE 19810. 

[74 FR 14718, Apr. 1, 2009, as amended at 76 
FR 15798, Mar. 22, 2011] 
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