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A DELICATE BALANCE: FDA AND THE RE-
FORM OF THE MEDICAL DEVICE APPROVAL
PROCESS

WEDNESDAY, APRIL 13, 2011

U.S. SENATE,
SPECIAL COMMITTEE ON AGING,
Washington, DC.

The Committee met, pursuant to notice, at 2:03 p.m., in Room
SD-562, Dirksen Senate Office Building, Hon. Herb Kohl, Chair-
man of the Committee, presiding.

Present: Senators Kohl [presiding], Wyden, Nelson, Udall, Ben-
net, Blumenthal, Corker, and Ayotte.

OPENING STATEMENT OF SENATOR HERB KOHL, CHAIRMAN

The CHAIRMAN. Good afternoon. We would like to thank the
members as well as our witnesses for being here with us today.

We are examining a very important topic today—the Food and
Drug Administration’s management and oversight of the thousands
of medical devices countless Americans rely on every day. The over-
all success of this process has become even more urgent for seniors
in recent years.

Innovative technology has provided valuable lifesaving medical
devices that have prolonged life and reduced suffering. We need to
do all we can to make sure that these new medical products are
getting to the market quickly as well as safely.

However, the FDA must constantly strive to maintain a delicate
balance between safety and innovation. As we will hear today, this
is an extremely difficult assignment.

The medical device industry has understandable concerns that
significant changes in the medical device approval process con-
templated by FDA could slow the rapid progress of new medical
technologies to hospitals, patients, as well as the marketplace.
They have also expressed concerns to the agency about a lack of
consistent and clear guidance on how to get medical devices ap-
proved.

However, the drive toward getting new technologies to market
should not be done at the risk of patient safety. Faulty medical de-
vices, especially those implanted in the body, can have a disastrous
impact on the health of those who use them.

Today, we will hear a firsthand account of the trauma that oc-
curs when an implantable medical device must be removed due to
a recall and device failure. As we hear about the cost to patients,
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we ihi)uld not forget the cost of recalls to the healthcare system as
a whole.

We will have an update from the GAO, which has been inves-
tigating FDA’s handling of the medical device approval process for
the last several years. Somewhat disturbingly, this process has re-
mained on the GAQO’s high-risk list of Government programs for 2
years now. GAO will also report on FDA’s fast-track approval proc-
ess for medical devices, which accounts for more than 95 percent
of all medical device approvals and helps get medium- and low-risk
devices to patients faster.

Finally, a top FDA medical device expert will discuss the complex
and daunting challenges of overseeing medical device products in
a time of tight budgets and exploding global medical technologies.

I believe we can find ways to improve safety in medical devices
without hampering medical innovation. We look forward to hearing
the ideas of our witnesses on how we can improve postmarket sur-
veillance, improve adverse events reporting, and ensure that high-
risk medical devices get the safety review that they need.

We look forward to hearing everyone’s testimony today, and we
turn now to Senator Bob Corker.

STATEMENT OF SENATOR BOB CORKER

Senator CORKER. Thank you, Mr. Chairman.

And thank all of you for being here, and I appreciate the breadth
of panelists that we have and look forward to your testimony.

I think our goal is to achieve a balance. There are concerns on
one hand that there may be devices that end up making it to the
market where there are problems. And then, on the other hand,
there are a lot of concerns where, for instance, in the European
Union, a lot of times complex medical devices end up making it to
the market 4 years earlier and actually create ways for people to
have better ways of life.

There is concern about the safety, but there is also a concern
that the FDA has become a place that is really about risk avoid-
ance. I look forward to hopefully very balanced testimony today
and hope at the end of this we are able to have a very good under-
standing of the direction the FDA ought to take.

I thank the chairman for having this. Obviously, this is very im-
portant to every American. Almost every American has some type
of medical device that they use. So I thank you for this hearing
today, Mr. Chairman, and look forward to the testimony.

The CHAIRMAN. Thank you, Senator Corker.

Senator Udall.

STATEMENT OF SENATOR MARK UDALL

Senator UDALL. Thank you, Mr. Chairman.

I want to thank you and Ranking Member Corker for holding
this hearing today, and I want to thank the witnesses for taking
time out of your busy schedules to share your various testimony
with us.

I want to add to what the chairman said, which is we are here
today to talk literally about life-altering and, in many cases, life or
death issues for Coloradoans and for patients across the country.
Our goal has to be to explore the steps necessary to make sure that
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innovative and evolving technology represented by medical devices
is as lifesaving and life-improving as possible.

Ms. Korgaokar, I know that the chairman will give you a formal
introduction later. But as one of my constituents, Katie, I think you
are from Denver?

Ms. KORGAOKAR. Yes.

Senator UDALL. I want to thank you for having the bravery to
be here today and for sharing your story. Experiences like yours
are why this hearing is so, so important.

The twin goals of the FDA require a very difficult, yet absolutely
critical balancing act. Making sure, on the one hand, that doctors
and patients have access to safe and effective devices while also
fostering innovation in the medical device industry.

Dr. Maisel, I think in your written testimony, you assert that the
FDA cannot ensure this balance alone, and I agree. The medical
device industry must be a responsible and responsive partner in
this effort. And additionally, those here behind the dais and the
rest of Congress must vigorously exercise oversight role, as Chair-
man Kohl has brought us here to do today.

I regret that I have some prior commitments that will not allow
me to stay and listen to everybody’s testimony. But I have reviewed
your written testimony, and I look forward to hearing the tran-
script from what I hope and, actually, I know will be a spirited and
fruitful conversation during this hearing.

I don’t think anyone expects that the approval, postmarket sur-
veillance, and recall process for medical devices will ever be com-
pletely mistake free. However, the status quo needs work. And
while I applaud the FDA for taking significant steps to tighten up
this process with a goal of increasing safety and efficiency, I look
forward to continued and expeditious action on the part of both the
agency and industry to improve this process. We owe it to patients
like Katie.

Thank you, Mr. Chairman.

Thank you, Senator Corker.

The CHAIRMAN. Thank you very much, Senator Udall.

Senator Ayotte.

STATEMENT OF SENATOR KELLY AYOTTE

Senator AYOTTE. Thank you very much, Chairman Kohl and Sen-
ator Corker, Senator Udall as well.

And I want to thank all of our witnesses who are here today, and
I look forward to hearing your testimony.

I want to echo the comments that have already been made by the
Senators on this panel. The FDA performs a very critical role. It
is a critical regulatory agency that has to have a system that is
safe, efficient, consistent, and thorough.

One of the issues that I am looking forward to addressing today
is making sure that we have safe products that come forward
through the process. I am deeply troubled by reports that our na-
tion’s leadership in medical technology could be declining as med-
ical device technology companies, due to the review process, are in-
creasingly looking to other countries for approval on innovative
products.
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We want to be on the cutting edge of making sure that we get
the best technology that is not only safe, but the lifesaving prod-
ucts to United States consumers in as fast as possible process while
making sure that it is safe. Medical device companies are a strong
and vibrant part of the United States economy, and in my own
home State of New Hampshire, we have over 50 medical device
companies.

Over the last recess, I had the opportunity to visit three medical
device companies that are doing very important work in our State,
including one—Salient Surgical in Portsmouth—that is making
technology that reduces blood loss during major surgery. And one
of the things I was very struck by is that, when you walk into their
conference room, you see the pictures on the walls of patients
whose lives that they have saved.

Additionally, I visited another medical device company in New
Hampshire, one called Next Step Orthotics that produces custom
prosthetics for those who have lost a limb. Many of our wounded
warriors, young people, old people, and even infants, are now being
able to have that mobility and use, even though they have suffered
situations where they have lost a limb. The technology is amazing.
My point is that we want to make sure that we are on the cutting
edge in this country. While protecting people like Katie, we must
also make sure that this process doesn’t put us behind other coun-
tries when looking at our global competitiveness.

I was deeply troubled to learn that we could be a couple of years
behind other countries in regards to approving on safe technologies
that are coming forward. So I look forward to hearing about the re-
view process today and how we can work with you to make that
process better, more efficient, and safer for patients.

Finally, I want to touch briefly on a topic that I know won’t be
the full subject of this hearing, but it is one that I am very con-
cerned about and that I heard concern about from the medical de-
vice companies in my State. In the healthcare bill that was passed,
there is a new tax on medical device companies that is actually, in
my view, a tax on innovation.

It is not only a tax on the profit of these companies, but actually
taxes their revenue. One of the concerns I have about that tax is
that it is not going to allow the development of new research and
development and technologies.

So I look forward to also working with my colleagues to address
the onerous burden this tax places on an important part of our
economy. The industry is not just important for the jobs that it cre-
ates in my State and across the country, but also for the important
products that come forward to save and improve the quality of life
of the citizens of our country, not only in New Hampshire.

So thank you all for being here today. I look forward to hearing
your testimony.

The CHAIRMAN. Thank you, Senator Ayotte.

We will now turn to our panel of witnesses. First, we will be
hearing from Katie Korgaokar of Denver, Colorado, who received a
DePuy ASR hip implant when she was 36 years old, but after a few
years needed revision surgery to remove the recalled device.

Next we will be hearing from Marcia Crosse, Ph.D., the director
of the healthcare team in the U.S. Government Accountability Of-
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fice. Dr. Crosse will discuss a forthcoming GAO report on medical
device recalls.

I would like to acknowledge my Judiciary Committee colleague
Senator Grassley for allowing us to sign on to his GAO request on
this issue and to discuss its findings here today.

Next we will be hearing from Diana Zuckerman, Ph.D. She is
currently the president of the National Research Center for Women
and Families. After a distinguished academic career, Dr.
Zuckerman worked in the House of Representatives and served as
a senior policy adviser to First Lady Hillary Rodham Clinton.

Next we will be hearing from Dr. Frederic Resnic, assistant pro-
fessor of medicine at Harvard Medical School and director of a lab
at Brigham and Women’s Hospital in Boston.

Then we will be hearing from Ralph Hall, who is a distinguished
professor at the University of Minnesota Law School, counsel to the
Indianapolis law firm of Baker & Daniels, and a member of the
board of directors of the Food and Drug Institute. Previously, Pro-
fessor Hall was senior vice president and deputy general counsel at
Guidant and headed Eli Lilly’s environmental law group.

Next we will be hearing from Dr. David Nexon, who is a senior
executive vice president of the Advanced Medical Technology Asso-
ciation, or AdvaMed, where he is responsible for the organization’s
domestic policy. Previously, Dr. Nexon served for more than 20
years as a Democratic health policy staff director for the Senate
HELP Committee and its chair, Senator Edward M. Kennedy.

And last, we will be hearing from Dr. William H. Maisel, who is
the deputy center director for science and chief scientist at the
Center for Devices and Radiological Health at the FDA, where he
works to guide the agency in science-based decision-making. Pre-
viously, Dr. Maisel served as associate professor at Harvard Med-
ical School and founded and directed the Medical Device Safety In-
stitute at Boston’s Beth Israel Deaconess Medical Center.

Welcome to you. Welcome to you all.

And now we will start with you.

STATEMENT OF KATIE KORGAOKAR, PATIENT, DENVER, CO

Ms. KORGAOKAR. Chairman Kohl, Ranking Member Corker, and
members of the committee, I thank you for giving me the oppor-
tunity to testify today.

I am here to give a patient’s perspective of what happens when
a defective medical device is released to the public. Specifically, I
was one of the 96,000 unlucky people who received the DePuy ASR
prosthetic hip that was recently recalled in August 2010.

The reason I needed a new hip was because I was born with a
congenital condition known as Perthes disease. This disease caused
the premature deterioration of bones in my hip joint.

Beginning in my early 30s, I began experiencing extreme pain on
a fairly regular basis and had trouble with mobility. Eventually,
the pain in my hip became so unbearable that I consulted with an
orthopedic surgeon to see if there was anything he could do to re-
lieve my symptoms. He recommended total hip replacement sur-
gery.

Prior to my operation, my surgeon and I discussed the type of hip
that he would use. He told me that it was a new, state-of-the art,
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metal-on-metal hip that was specifically designed for young active
people such as myself. He told me that the metal-on-metal design
was superior to other designs and that it should last at least 20
years or more. The new state-of-the-art hip that the surgeon used
was the DePuy ASR.

The initial hip replacement surgery was a huge success. Within
3 months of the surgery, I was essentially pain free and was able
to engage in activities that had previously been off limits. The sur-
gery truly changed my life.

Three years later, I met my husband, and we were married. Both
my husband and I had always wanted to have children and imme-
diately began trying to start a family.

However, about 8 months later, our plans changed. At this time,
I received a letter from my surgeon advising me that the hip he
had put in my body 4 years prior had been recalled. He told me
that I needed to come in for an appointment so that he could do
an examination.

When I heard this news, I really didn’t understand the implica-
tions of what I was being told. In my mind, recalls were for dish-
washers and cars, not body parts.

When I met with my surgeon, he explained that there was some
type of design problem with the DePuy ASR that was causing ex-
cessive wear and tear on the metal components of the hip. As a re-
sult, the hip could be releasing metal debris into my body. My doc-
tor told me I needed to have a blood test performed to see if this
was happening.

There are two metals that I was told that were used that they
were testing, which was cobalt and chromium. If the level of these
metals were elevated, that meant there was excessive wear and
tear occurring.

A few weeks later, my doctor called to tell me that the blood
tests showed that I did have elevated levels. In fact, my levels were
about 1,000 percent higher than they should be. At that time, I be-
came very concerned. I had no idea how these metals would affect
my body, and more importantly, I didn’t know if they would impact
my ability to have children.

After speaking with my doctor about these concerns, I learned
that research had shown that excessive levels of cobalt in the blood
could potentially impact the development of a fetus. I also learned
that excessive levels of cobalt and chromium had been linked to
several serious health conditions, such as cancer and cardio-
myopathy. As a result, my doctor recommended that I have the hip
replaced as soon as possible.

In January 2011, at age 41, I underwent my second hip replace-
ment surgery. This time, the surgeon installed a more traditional
hip with a polyethylene liner in the cup. The recovery from this
second operation has been substantially more difficult than my
first. The pain is much worse, and it has been extremely difficult
to get around.

Only recently has my mobility improved to the point where I no
longer need crutches. For the past 3 months, I have essentially
been confined to my home, trying to recover.

Going forward, I have serious concerns about how this will affect
my life. I am told that undergoing a hip revision surgery so soon
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after the first will likely result in me experiencing more pain, dis-
locations, and other problems down the road. This is because each
operation affects the muscles, tendons, and bones in the hip and
makes it less stable.

I am also told that as a result of this, I may have to undergo one
or more additional hip operations later in my life that could have
possibly been avoided. Most importantly, however, I fear that given
the small window I had to start a family, this operation may have
forever prevented me from ever having children.

As I learned more about the ASR and the process by which it
was approved by the FDA, I was shocked. Prior to this, I thought
that any medical device that was actually being put into people’s
bodies had been extensively tested before it was released to the
public. I had no idea that devices could be fast-tracked by the FDA
with little or no testing.

I also assumed that the FDA had systems in place to monitor
drugs and medical devices for potential defects so that prompt ac-
tion could be taken if problems arose. Apparently, this did not hap-
pen with the DePuy ASR.

Additionally, I am concerned that the doctors who are actually
installing these medical devices may not be fully committed to the
well-being of their patients. Specifically, I recently learned that the
surgeon who recommended that I have the DePuy ASR installed
had actually received more than $600,000 from DePuy in con-
sulting income. A disclosure statement from DePuy is attached.

This was never disclosed to me before my surgery. Although I
would like to think these payments had no influence on my doctor’s
decision to use the ASR, I will always have doubts.

Thank you, Chairman Kohl and Ranking Member Corker, for
holding this hearing and giving me the opportunity to tell my
story. I truly hope that you and your colleagues take a serious look
at how medical devices are approved in this country and take
whatever steps are necessary to make sure incidents like this do
not happen again.

[The prepared statement of Katie Korgaokar appears in the Ap-
pendix on page 40.]

The CHAIRMAN. Thank you very much, Katie.

Marcia Crosse.

STATEMENT OF MARCIA CROSSE, DIRECTOR, HEALTH CARE,
GOVERNMENT ACCOUNTABILITY OFFICE, WASHINGTON, DC

Dr. CROSSE. Chairman Kohl, Ranking Member Corker, and mem-
bers of the committee, I am pleased to be here today as you exam-
ine issues related to the regulation of medical devices.

Americans depend on FDA to provide assurance that medical de-
vices sold in the United States are safe and effective. Today, I will
discuss GAO’s findings from our recent work examining FDA’s pre-
market review of device applications and ongoing work looking at
the agency’s oversight of recalls when medical devices are found to
be defective.

Let me first provide some general background about medical de-
vice reviews. While FDA is responsible for overseeing all medical
devices, about two-thirds of medical devices are exempt from FDA
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premarket review. These are mostly low-risk devices, such as ban-
dages and tongue depressors.

The remaining one-third of devices require greater regulation
and must be reviewed by FDA before they are marketed. Over 90
percent of these devices are reviewed through FDA’s premarket no-
tification process known as the 510(k) process. The remaining
small percentage of medical devices are considered high risk, in-
cluding implantable or life-sustaining devices like pacemakers and
replacement heart valves, and these devices are generally subject
to FDA’s premarket approval, or PMA, process.

The 510(k) process is less stringent than the PMA process. For
510(k) submissions, clinical data are generally not required, and
clearance decisions will normally be based on comparative device
descriptions, including performance data. For the more stringent
PMA process, manufacturers typically submit clinical data, but
FDA doesn’t always require clinical data, even for implantable de-
vices.

In January 2009, we reported on a key area of concern regarding
FDA’s premarket reviews. When Congress established FDA’s pre-
market review system for medical devices in 1976, it envisioned
that all high-risk devices would be subject to the more stringent
PMA process.

Nonetheless, we found that more than 30 years after Congress
acted, FDA had still not completed the regulatory steps necessary
to require PMA reviews for some two dozen types of high-risk de-
vices, including certain implantable devices. We recommended that
FDA move expeditiously to address this issue.

Since then, FDA has issued a final rule regarding the classifica-
tion of only one of these device types and has started, but not com-
pleted actions on the remaining 26 types of high-risk devices that
can still enter the U.S. market through the less stringent 510(k)
process. These include devices such as implantable hip joints of the
type we just heard about. Since our report in January 2009, FDA
has cleared at least 67 submissions that fall within these 26 types
of devices that await final rules from FDA.

In addition to the concerns we identified with premarket reviews,
FDA also faces challenges in postmarket surveillance of medical de-
vices. In our ongoing review of medical device recalls, which we are
conducting at the request of Senator Grassley and you, Mr. Chair-
man, we have identified gaps in FDA’s processes that could allow
unsafe or ineffective devices to continue to be used despite being
recalled by the manufacturer.

Our preliminary analysis of medical device recalls found that
firms initiated about 700 recalls per year. However, we found that
firms frequently were unable to correct or remove all recalled de-
vices, even those subject to the highest risk, or Class I recalls.

In addition, our preliminary findings indicate that FDA lacks
clear guidance for overseeing recalls, resulting in inconsistencies in
FDA’s assessments of whether individual recalls were implemented
effectively. We also found that FDA’s decisions in reviewing recalls
were often slow.

Finally, our ongoing work suggests that FDA is missing an op-
portunity to proactively identify and address the risks presented by
unsafe devices. FDA does not routinely perform analyses of recall
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data and does not use such information to effectively monitor and
manage its recall program.

As a result, FDA could not provide basic information to explain
trends, such as why the majority of recalls are medium risk, why
high-risk recalls more than doubled between 2008 and 2009, or
why many recalls have been ongoing for 5 years. We believe it is
essential that FDA take steps to provide a reasonable assurance
that medical devices entering the market are safe and effective and
thatlthe agency’s postmarket safety efforts are both vigorous and
timely.

Mr. Chairman, Ranking Member Corker, this concludes my pre-
pared remarks. I would be happy to answer any questions that you
or members of the committee may have.

[The prepared statement of Marcia Crosse appears in the Appen-
dix on page 43.]

The CHAIRMAN. Thank you very much, Marcia.

Now we hear from Diana Zuckerman.

STATEMENT OF DIANA ZUCKERMAN, PRESIDENT, NATIONAL
RESEARCH CENTER FOR WOMEN AND FAMILIES, CANCER
PREVENTION AND TREATMENT FUND, WASHINGTON, DC

Dr. ZuckKERMAN. Thank you for the privilege of testifying at this
important hearing.

I am president of the National Research Center for Women and
Families, a think tank dedicated to improving the health of adults
and children, and I am also testifying on behalf of our Cancer Pre-
vention and Treatment Fund.

I was trained in epidemiology at Yale Med School, was on the
faculty at Vassar and Yale, and a researcher at Harvard. I am cur-
rently a fellow at the University of Pennsylvania Center for Bio-
ethics, and my FDA expertise started when I was a committee
staffer in Congress.

Today, I will talk about our recently published study in the pres-
tigious Archives of Internal Medicine. We studied the recalls from
2005 to 2009 that FDA designated as the highest-risk recalls be-
cause they could cause death or permanent harm to patients.

We found that most of those devices were not approved through
the PMA process. They were cleared through the 510(k) process or,
in some cases, even exempt from review because they were thought
to be such low risk.

GAO has explained that FDA is ignoring the law when it clears
high-risk devices through the 510(k) process. I will explain how
that harms patients.

There are three essential safeguards that the PMA process has
that are missing from the 510(k) process. Number one: clinical
trials. There are no clinical trials required, so it is not tested on
patients. Number two: no required inspections before they can be
sold, so you don’t know if they are manufactured as they are sup-
posed to be. And number three: when they are cleared for the mar-
ket, the FDA can’t require postmarket clinical trials or epidemio-
logical studies as a condition of approval.

So the FDA doesn’t have the studies before they are allowed to
be sold, and they can’t require them as a condition of approval to
make sure they are safe after they are sold.
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Defenders of the status quo have said that what is important is
that less than 1 percent of device applications are later subject to
a high-risk recall, and that might make sense from a business
point of view, but it really doesn’t make sense from a public health
or public policy point of view. Americans are dying and being
harmed because their devices are not being tested before they are
sold and, in some cases, put in their bodies.

As a scientist and a logical person, I believe that, if a device can
kill you, it is not a low-risk or moderate-risk device. And I am not
talking about lightning striking out of the blue. I am talking about
an implant that deteriorates in the human body or a diagnostic test
that is not accurate. Those are predictable but life-threatening
problems that have caused recalls, and we can reduce those.

We don’t celebrate every time we eat a meal that doesn’t poison
us, and yet Congress has recently improved the food safety system.
And I just want to say it is wonderful that Congress has done that,
even though food is quite safe, and similarly, we could save a lot
of lives not just in food safety, but also in device safety.

Devices are common. Those of us who wear contact lenses or
hearing aids, or have a replacement hip or knee, or had Lasik or
Botox, or use test strips for diabetes, we rely on medical devices
every day.

More than 430 million devices were subject to high-risk recalls
in just the first 6 months of last year. That is more than one device
for every man, woman, and child in the United States. It doesn’t
make sense that standards for even the most innocuous drug, such
as a constipation medication, are more rigorous than for lifesaving
medical devices.

Analyses that have been done that are similar to our study, such
as Mr. Hall’s and AdvaMed’s analysis, would not meet the stand-
ards of a peer-reviewed medical journal or even of the research
methods course that I used to teach. I won’t go into statistical de-
tails, but I am happy to answer any questions about that.

There were almost 8,000 moderate-risk recalls in the last 5
years, such as Katie’s hip. If you add those to the 113 high-risk re-
calls and divide even by Mr. Hall’s estimated 20,000 submissions
of devices, devices would not have a 99 percent safety record. It
would be 60 percent. And if you use the numbers that GAO has
provided, which was 700 recalls per year, then still the safety
record would be about 82 percent. So that is much, much lower
than the 99.5 percent that has been quoted and that you will be
hearing about from other witnesses.

We need to count moderate-risk recalls, not just high-risk recalls
because, as you have heard from Katie, they are hugely expensive
and debilitating, and there is also the risk of death from additional
surgery.

We don’t know how many people die every year from unsafe med-
ical devices because hospitals are required to report them, but doc-
tors are not.

Even so, there were almost 5,000 reported deaths from medical
devices in 2009 and hundreds of thousands of serious complica-
tions, and these are considered the tip of the iceberg because doc-
tors don’t report them to the FDA.
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In conclusion, lives could be saved and patients would spend less
time in the hospital if FDA implemented the law as required, as
GAOdhas specified, and billions of Medicare dollars could also be
saved.

The 510(k) process may be acceptable for devices that are truly
low or moderate risk, but not for implanted devices or those that
diagnose or treat potentially deadly diseases.

Thank you for the opportunity to testify. And I know that some
of these numbers are rather hard to deal with, and I would be
happy to answer any questions about them.

[The prepared statement of Diana Zuckerman appears in the Ap-
pendix on page 65.]

The CHAIRMAN. Thank you so much, Diana.

Now we will hear from Frederic Resnic.

STATEMENT OF FREDERIC RESNIC, ASSISTANT PROFESSOR
OF MEDICINE, HARVARD MEDICAL SCHOOL AND DIRECTOR
OF THE CARDIAC CATHETERIZATION LABORATORY,
BRIGHAM AND WOMEN’S HOSPITAL, BOSTON, MA

Dr. REsNIC. Chairman Kohl, Ranking Member Corker, Senator
Ayotte, I would like to thank you so much, and as well as your
staff, for the privilege of testifying today.

I respectfully refer you to my submitted testimony for details re-
garding my research in the area of medical device safety moni-
toring and for further information regarding the issues that I will
only discuss briefly today.

To start, I am an interventional cardiologist, practicing at Har-
vard Medical School, where I use innovative medical devices daily
in the treatment of my patients. I have, therefore, witnessed the
tremendous benefits that medical devices can provide, and I have
?lslo seen the devastating complications that can occur when they
ail.

In addition, I lead a research program funded through the NIH
and FDA, investigating strategies to monitor medical device safety
through continuous surveillance techniques.

To begin, medical devices, regardless of the approval pathway,
will rarely, but inevitably fail, causing injury and even death. De-
spite the best-designed clinical trials and diligent premarket re-
view, we can never, never know exactly how devices might cause
harm until enough real-world experience is gained.

Unfortunately, the systems currently used to assure that medical
devices are safe after market approval are really a patchwork of
voluntary and passive event-reporting mechanisms. These systems
rely on individual case reports submitted to the FDA, which then
seeks to determine whether emerging trends indicate real safety
problems.

Despite efforts to encourage reporting, the GAO has estimated
that less than 1 in 200 actual device failures are reported to the
FDA, tremendously limiting the information available. While these
passive systems can identify previously unexpected safety concerns,
they do not provide any information regarding the real-world usage
of the devices or what is called the denominator data. Therefore,
we can’t understand the actual rate of device failure and can’t com-
pare one device to another.
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Despite the challenges of the current systems, as well as the
unique challenges of medical devices as opposed to medications, I
believe there is a clear path to improving medical device safety
monitoring that would not stifle industry innovation. This strategy
is based on using active and continuous surveillance of health reg-
istries to detect safety signals in a timely manner.

Computerized tools are capable of monitoring hundreds of high-
risk medical devices simultaneously, able to constantly watch accu-
mulating database of clinical experience. Much like a smoke alarm,
such systems can trigger an alert when the rate of a device failure
or a complication rises above a threshold that would provide the
analysts at FDA or other stakeholders with additional tools to drill
down to explore the possible causes of safety alerts.

Recent pilot studies performed by my research group and others
have used these continuous surveillance techniques to detect safety
risks for heart stents, as well as to identify device failures years
before the current passive systems would have been able to do so.
On the basis of these pilot studies, leading U.S. experts in
healthcare safety and quality have called for broadly applying auto-
mated prospective surveillance of medical registries as a principal
way to improve the medical device safety surveillance that is cur-
rently used in the United States.

Of course, the first step in moving to this model of continuous
safety surveillance is to address the critical need and current defi-
ciency for detailed medical device registries. While detailed reg-
istries are mandatory in many countries, there is no U.S. system
to assure that registries exist for high-risk, even very high-risk
irfl%plantable devices, and no resources are directed to support these
efforts.

Despite this, several nonprofit professional medical organizations
have recognized the critical need for such registries and have
spearheaded their development in an effort to analyze and to im-
prove the quality of healthcare. I would cite the American College
of Cardiology, which has put together several of these registries
containing over 3 million records from over 1,000 hospitals. Also
the Society of Thoracic Surgery and new efforts from in ortho-
pedics, ophthalmology, and surgical material implants are all in de-
velopment.

Importantly, FDA, through the new MDEpiNet initiative of the
Center for Devices and Radiological Health, has been instrumental
in trying to bring these dataset owners together with safety sci-
entists to collaborate on device safety surveillance pilot projects.
Another innovative effort has been the INTERMACS registry. It is
a public-private partnership that involved the NIH, CMS, FDA, in-
dustry, and academia, which collects information on every patient
who underwent implantation of a very high-risk device, a mechan-
ical heart pump.

As part of this registry, CMS actually requires participation in
order to qualify for payment, and also the registry satisfies the
FDA’s postapproval condition of approval requirements, thus re-
directing resources spent by industry toward a more sustainable
and generally usable and valuable resource.

So, in summary, the postapproval monitoring of medical devices
in the United States, I believe, requires significant enhancement to
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avoid preventable injury and death to patients treated with high-
risk medical devices that infrequently, but predictably, fail. I be-
lieve that, aligning incentives, the U.S. can establish a comprehen-
sive medical device registry that will continuously monitor for safe-
ty signals, and I would respectfully ask the committee to consider
the following recommendations.

First, FDA, in collaboration with CMS, should mandate detailed
information regarding high-risk medical devices be universally sub-
mitted to national registries.

Number two, registries should be operated by independent aca-
demic or professional medical societies as part of public-private
partnerships, informed and guided by MDEpiNet and the FDA’s
Sentinel program.

Third, the FDA should redirect the resources currently spent by
the medical device industry on limited condition of approval studies
to support medical device safety registries and surveillance.

Fourth, automated safety surveillance should be uniformly ap-
plied to these registries to continue monitoring each and every
high-risk device for safety over time.

And the results of these surveillance efforts should be provided
in near real time to the FDA to interpret and potentially relay to
stakeholders, as well as to providers and patients, as well as to de-
vice manufacturers, to support in their innovation and refinements
in their product design.

Thank you so much for the opportunity to present.

[The prepared statement of Frederic Resnic appears in the Ap-
pendix on page 72.]

The CHAIRMAN. Thank you very much, Mr. Resnic.

Now we will hear from Ralph Hall.

STATEMENT OF RALPH HALL, DISTINGUISHED PROFESSOR,
UNIVERSITY OF MINNESOTA LAW SCHOOL, MINNEAPOLIS, MN

Mr. HALL. Chairman Kohl, Ranking Member Corker, members of
the committee, I appreciate the opportunity today to discuss with
you the important issues of medical safety.

I am going to concentrate on three broad topics—medical device
safety, postmarket authorities, and recall authorities. My emphasis
is on systems and authorities, as compared to individual implemen-
tation in specific cases, and what I hope to do is to provide informa-
tion about the authorities that the agency currently has.

But to start, let us talk about the safety issues. When the debate
over the 510(k) program first began in earnest several years ago,
I was struck by the fact that there was no good data assessing at
a system level the performance of the 510(k) system. It was a col-
lection of anecdotes and opinions on all sides.

That struck me, and so, therefore, with the financial support of
the Kauffman Foundation, which was with complete academic free-
dom, I undertook a systemic study of the 510(k) and PMA systems
from a safety perspective. We used Class I safety recalls as the
starting point because those are the high-risk safety issues. Other
studies use the same starting point. And it is important to note
that FDA, not industry, is the one that assigns that classification.

We coded these for a significant number of factors. Most impor-
tantly, we coded these for the reason for the recall. And if you want
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to improve the premarket system by using this type of data, you
have to understand the reason for the recall. Otherwise, you don’t
know what you are trying to solve.

For example, if you have a manufacturing problem, a mistake in
the manufacturing line, 7 years after the product was approved or
cleared, that is a quality system issue. That is not a premarket
issue.

We also tried to establish a denominator to get an overall system
performance. All devices have risks. Congress has actually estab-
lished the balance point between the twin goals of improving public
health via the availability of innovative devices and the safety that
is so important to all patients. And that is, according to the stat-
ute, a “reasonable assurance” of safety and effectiveness.

And so, my study attempted to determine whether that congres-
sional standard had been met. My conclusion, based upon the data,
is that the 510(k) system is meeting the congressional mandate,
that it is overall performing very well. Greater than 99.5 percent
of the submissions do not result in a Class I recall.

More importantly, when you look at postmarket issues, more
than half of all problems are from postmarket issues. And when
you take that into account, it is greater than 99.7.

We also did a subanalysis of the data a number of different ways
looking at product types. What we found is that a significant ma-
jority of all recalls were caused by quality system issues, both pre-
market and postmarket, rather than a lack of clinical data.

We also identified two concentrations of problems in recalls—one
in AEDs, the other in infusion pumps—and the agency has, since
then, commenced two initiatives to address those two product
types. In my estimation, this is the type of data that can be used
to improve the safety situation.

Using this methodology, we did not find a significant difference
in performance between the PMA and the 510(k) systems. There is
a lot of other data analysis we can get into if the committee so de-
sires.

Moving to postmarket, the question that I am addressing is the
authority the agency has. Others can address implementation. And
I think it is clear if you look at the statutory authority, the agency
has substantial authority in the postmarket realm.

For example, they have the authority to mandate registries,
whether a PMA product or a 510(k) product. They have the author-
ity to mandate postmarket studies. They have the authority via
Section 522 to have postmarket studies for certain types of prod-
ucts. So there are a number of authorities they have that are spe-
cific to products.

They also have a wide variety of regulatory and statutory powers
that apply universally. These are MDR reporting, recall reporting,
inspections. And by the way, the agency can go and inspect a med-
ical device manufacturer whenever the agency so determines.
There is no requirement that they do anything in advance. They
just show up.

And so, the agency has substantial premarket and postmarket
authority to implement whatever sort of postmarket obligations
they believe. They have the authority, even in the 510(k) system,
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to get clinical data. And in about 10 to 12 percent of all cases, they
require that.

In terms of recalls, again, the agency has substantial statutory
authority. There are obviously voluntary recalls, but they have
mandatory recall powers. They can seize products. They can go
public with any concerns that they have. They can ban products.
They can withdraw products, et cetera.

So, in conclusion, based upon the data that we have assessed, the
510(k) system is meeting the congressional mandate from the safe-
ty perspective, and the agency has substantial statutory authority
in both the premarket and the postmarket arena, as well as in re-
calls.

Thank you very much.

[The prepared statement of Ralph Hall appears in the Appendix
on page 81.]

The CHAIRMAN. Thank you, Mr. Hall.

Mr. Nexon.

STATEMENT OF DAVID NEXON, SENIOR EXECUTIVE VICE
PRESIDENT, ADVANCED MEDICAL TECHNOLOGY ASSOCIA-
TION (ADVAMED), WASHINGTON, DC

Dr. NEXON. Thank you, Chairman Kohl and Ranking Member
Corker and members of the committee, for the opportunity to tes-
tify on behalf of the Advanced Medical Technology Association.

We are proud that the U.S. medical device industry is an Amer-
ican success story. We employ more than 400,000 workers nation-
wide, including more than 14,000 in your home State of Wisconsin,
Chairman Kohl. We are one of the few manufacturing industries
with a favorable balance of trade. Our wages are well above aver-
age.

A strong and vibrant medical technology industry is important to
American growth and competitiveness. Most of all, it is important
to American patients, who benefit from the new treatments and
cures that our industry creates every day.

The reason we are so interested in your hearing today is that we
in our industry recognize that we can only succeed as an industry
if FDA is a strong and successful agency. So we welcome your ex-
amination of these issues.

I would like to make four main points for the committee. First,
FDA has a strong record of assuring that medical devices and
diagnostics are safe and effective. Professor Hall described his
study showing extremely low recall rates for 510(k) products, indi-
cating that FDA and industry are generally successful in keeping
unsafe products off the market.

Other recent studies showed similar results, including one by Dr.
Maisel. Recall rates are also very low for PMA products. Now I
know you have heard some contradictory statistics today, and I
Woul?i be happy to get into responding to those in the discussion
period.

Of course, every process can be improved. Nothing is perfect, and
our companies and FDA share a commitment to safety. But I want
to emphasize there is no indication, no data that shows systemic
failures in the assurance of safety that the current premarket re-
view systems provide.
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Second, the 510(k) clearance process has been criticized as a fast-
track process that does not provide for adequate review. The data
from the studies I mentioned show that this criticism is misplaced.
In fact, the process is quite rigorous, but the data requirements are
key to the nature of the device being reviewed and allow an effec-
tive path for rapid product improvement and medical innovation.

I want to emphasize, and this is something not everyone realizes,
that FDA can require any level of data that FDA thinks is appro-
priate for a 510(k) submission, and that can be up to and including
clinical trials.

Third, the biggest problem for FDA right now is the failure to as-
sure that patients can have timely and consistent access to new
treatments and cures. Since 2005, review times for 510(k) products
have increased by 45 percent. Review times for PMA products have
increased a whopping 75 percent. Difficulty in getting approval to
start a clinical trial, inconsistency in reviews, and slow approvals
are drying up investments in promising new therapies, and they
are driving clinical trials and first product introductions abroad.

The result has been extremely negative for American industry’s
ability to compete. More important, it has been devastating for
American patients, who must now wait 2 to 4 years longer than
European patients to get new treatments and cures.

At the same time, the good news is that the Administration, from
the President on down—and certainly the FDA leadership—under-
stands that there is a problem and is taking a number of positive
steps to improve the situation. We are hopeful they will be able to
turn this situation around, and it is critical from the industry’s
point of view and patient’s point of view that improvements come
quickly because the current situation really is not sustainable.

Finally, let me address the postmarket issues. As detailed in my
written testimony, and as Mr. Hall mentioned, FDA has robust
postmarket authorities, including mandatory recall authorities.

Turning to the issue of surveillance, Dr. Maisel’s testimony de-
scribes the numerous efforts FDA has underway to improve the
quality and timeliness of surveillance. The most promising, in our
view, is the use of electronic medical records in conjunction with
unique device identifiers.

This will enable FDA to get real-time data on performance of in-
dividual devices across a large number of users and settings and
will be invaluable to both FDA and manufacturers in identifying
problems and targeting improvements. I am talking about the
kinds of studies that Dr. Resnic identified.

I do want to add, though, a word of caution with regard to at-
tempts to rely on single-purpose registries as a major strategy for
improving postmarket review. Registries offer very valuable data,
not just on device performance, but other aspects of quality care.
And AdvaMed is pleased that our member companies are
partnering with the American Academy of Orthopedic Surgeons to
create a hip and knee registry with close to universal coverage.

But creating and maintaining single-purpose registries is labor
intensive, costly, and requires a major commitment and leadership
by providers since they are the ones that have the data on the per-
formance of devices. In general, we think a more practical approach
for most devices are registries based on UDI and electronic records,
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where data is collected as part of the normal course of doing busi-
ness.

Mr. Chairman, AdvaMed and its member companies stand ready
to work with you and with the FDA to improve all aspects of FDA’s
device review and postmarket surveillance programs. Patients are
our first priority, and we understand that our industry can only be
strong when it partners with a strong and effective FDA.

Thank you very much.

[The prepared statement of David Nexon appears in the Appen-
dix on page 107.]

The CHAIRMAN. Thank you, Mr. Nexon.

Mr. Maisel.

STATEMENT OF WILLIAM MAISEL, DEPUTY CENTER DIREC-
TOR FOR SCIENCE AND THE CHIEF SCIENTIST, CENTER FOR
DEVICES AND RADIOLOGICAL HEALTH, FOOD AND DRUG
ADMINISTRATION, SILVER SPRING, MD

Dr. MAISEL. Mr. Chairman, Ranking Member Corker, and mem-
bers of the committee, I am Dr. William Maisel, Deputy Center Di-
rector for Science and Chief Scientist at the FDA’s Center for De-
vices and Radiological Health.

I appreciate the opportunity to be here today to talk about the
actions we have taken and the actions we will be taking to enhance
medical device safety and to meet our public health goals of assur-
ing the safety and effectiveness of medical devices while fostering
important innovations.

I joined FDA’s device center last summer while it was in the
midst of arguably the most comprehensive programmatic review in
its 35-year history. As part of that review, the center took a hard
look at how we conduct our business, how we utilize new scientific
information and make decisions, and how we can improve the
health of American patients.

We have responded by taking strategic steps to improve the pre-
dictability, consistency, efficiency, and transparency of our pre-
market evaluation and postmarket surveillance of medical devices
and to strengthen our scientific decision-making.

In January of this year, we announced 25 actions we would take
in 2011 to strengthen the 510(k) process, including development of
new guidance, enhancement of staff training, and clarification of
when clinical data is required in support of device submissions. But
these are not the only actions we are taking. We have been actively
collecting and reviewing safety and effectiveness information for
the 26 remaining Class IIT 510(k) device types identified in the
January 2009 GAO report, and we have committed to completing
this evaluation and either reclassify to Class II or issuing a call for
PMAs, for all 26 device types by the end of 2012.

Throughout the process of soliciting appropriate public input and
conducting a thorough evaluation of devices with decades of mar-
keting history, we have continued to promote device improvements
and take actions to enhance the public health.

For example, our analysis of recall and adverse event data identi-
fied cross-industry concerns affecting external defibrillators, one of
the devices on this list. And we took action by spotlighting required
design, manufacturing, and purchasing controls and by collabo-
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rating with the University of Colorado to establish a multi-city ex-
ternal defibrillator registry.

We are also transforming the way we conduct postmarket sur-
veillance. Medical devices present unique challenges for postmarket
monitoring because of their diversity and rapid product evolution.
In 2011, we will issue final rules to increase electronic adverse
event reporting that will enhance our ability to perform data min-
ing, use automated computer algorithms to more efficiently and ef-
fectively review adverse event reports, and establish the unique de-
vice identification system.

This latter system will have a profound and positive impact on
the Nation’s ability to monitor medical device performance, reduce
medical errors, track devices, and facilitate recalls.

The agency has also taken action to strengthen and improve its
recall process. We have improved internal tracking of device recalls
and reduced long-overdue device reclassification decisions by over
50 percent in the past year. Our analyses of recall data have been
used to target strategic use of our enforcement resources to identify
poorly performing devices, manufacturers, or manufacturing facili-
ties.

We have also created a tool that better integrates analysis of pre-
and postmarket data, including recall information, to provide our
medical device reviewers with easier access to comprehensive infor-
mation that spans the device’s total product lifecycle. A similar tool
has been made available to the public on the FDA’s Web site, con-
sistent with the agency’s transparency efforts.

Industry shares the responsibility for medical device safety and
the success of our device review process. Data shows that some
companies submit poor quality applications, ask to meet with us,
and then ignore our feedback or conduct poor quality clinical stud-
ies.

For example, a sample of 510(k) submissions from 2010 showed
that, among applications we were forced to place on hold, more
than half lacked a basic adequate description of their device. In an-
other sample of submissions that required multiple FDA requests
for additional information from manufacturers, nearly 60 percent
repeatedly failed to follow FDA published guidance or recognize
published standards.

These shortcomings waste valuable limited FDA resources and
lead to unnecessary delays in the device review process. Nonethe-
less, under the 510(k) program, the pathway used for 90 percent
of the devices we examine each year, 90 percent of our reviews
were completed in 90 days or less, and 98 percent of the reviews
were completed in 150 days or less, as we committed to do under
the Medical Device User Fee Act.

FDA evaluates thousands of medical devices annually, and the
vast majority of these devices perform well and improve patient
health. We are taking actions to further strengthen our scientific
decision-making, our premarket evaluation, and our postmarket
surveillance of medical devices.

The United States is the global leader in medical device develop-
ment, and FDA’s medical device center will continue to support
this country’s position as the leader in safety, medical device tech-
nology, and innovation, while we continue to make good on our
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commitment to promoting and improving the health of the Amer-
ican public.

Mr. Chairman, this concludes my formal remarks, and I would
be pleased to answer any questions of the committee.

[The prepared statement of William Maisel appears in the Ap-
pendix on page 120.]

The CHAIRMAN. Thank you very much, Dr. Maisel.

Before we begin our questioning, I would like to call on Senator
Bennet for a statement.

STATEMENT OF SENATOR MICHAEL BENNET

Senator BENNET. Thank you, Mr. Chairman.

And I would like to thank you and the ranking member, Senator
Corker, for holding this important hearing.

I did want to come by and recognize Katie for coming here and
testifying, not just the inconvenience, but the courage to come and
testify on behalf of so many people across the State and across the
country that have suffered through some of these issues.

It is a balance that we need to figure out a way to strike in our
State, and my statement speaks to that. But your voice is very im-
portant to this conversation. So thank you for being here today.

Thank you, Mr. Chairman.

The CHAIRMAN. Thank you very much, Senator Bennet.

Katie, again, we will start with you. In light of your difficulties,
we would like to know what advice you have to give to people who
are facing their first procedure.

Ms. KORGAOKAR. Honestly, right now, it scares me because I
thought I was making the right decision with the doctor I chose.
But I don’t know what advice to give.

The CHAIRMAN. If you were starting over, what kind of pre-
cautions might you have taken?

Ms. KORGAOKAR. I don’t know that there is any I could. I mean,
I researched the doctor. I picked him because of his standing, and
the device he put in, I just had faith in it. I don’t know what I,
as a patient, could have done to prevent this.

The CHAIRMAN. What advice would you give us? As we have this
hearing and we are trying to install some procedures, some ideas,
some thoughts, what advice would you give us?

Ms. KORGAOKAR. Well, I definitely think that there needs to be
a balance. But it still blows me away that something that goes into
somebody’s body can get approved without proper testing. And
frankly, at least for the hips, there were hips that were in place
that proved themselves to be good. But this state-of-the-art one
that he put inside me, I don’t understand why it couldn’t have been
tested properly and then come out when they knew it was good to
go.
The CHAIRMAN. So you are saying we need to do a lot more test-
ing, moving forward?

Ms. KORGAOKAR. Yes.

The CHAIRMAN. To be certain that what goes inside someone’s
body is absolutely safe?

Ms. KORGAOKAR. I absolutely agree with that, especially having
to go through a second surgery.
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The CHAIRMAN. Okay. Marcia Crosse, you noted that one major
problem in conducting recalls was finding the devices. In conversa-
tions with committee staff, Johnson & Johnson discussed the dif-
ficulty of locating all of the recalled hips that were implanted in
patients. Some are hard to track down.

How is it that innovative device firms cannot locate some cus-
tomers or users? Would FDA’s proposed unique device identifier or
some similar mechanism help fix this problem?

Dr. CrOssE. Well, we are looking at the unique device identifier
initiative that was required under the FDA Amendments Act, and
we will be reporting on that in our forthcoming report on device re-
calls. It certainly could help, but it is not something that is going
to be simply accomplished or quickly accomplished because it is
very complicated.

You think about all the bar codes that exist on products in your
grocery store or your drug store, and that is the same concept here.
But you can’t really have a bar code that is going to be in some-
body’s body. So you have to have some other mechanism for track-
ing that device and getting it into the proper records, and certainly
registries are one approach that could be used.

But you also have to think about whether or not every physi-
cian’s office, every hospital is going to have the equipment, the sys-
tems in place to be able to use any kind of a consistent approach
and the variety that you would have to have for things that come
in boxes of a dozen, as opposed to an individual device that might
be implanted in somebody’s body.

So it is not simple, and it is not going to happen quickly. It can
help.

The CHAIRMAN. Okay. Before we turn to Senator Corker, I will
ask you, Diana, a question of a lot of conflicting data was presented
here about the fast-track 510(k) process and whether it should be
changed. You have studied the medical device approval system for
a long time. In your opinion, what is the most critical medical de-
vice approval issue that FDA needs to address?

Dr. ZUCKERMAN. Oh, that is a tough one. I think that actually
what Katie said cuts to the core of the issue, and I should say I
also had the pleasure of having a hip replacement last year. So I
can speak as a patient, too.

Here I have all this knowledge. I knew to look on PubMed and
all the published medical journals. But there were no data on dif-
ferent hips and which ones would last longer and which ones are
better. No data were available at all except some registry data from
Scandinavia, and those were on particular models that aren’t sold
in this country.

So I really was stuck with no safety data. And the one thing you
can do that Katie has done after her surgery is find out if your doc-
tor has taken a lot of money from a company. And that can make
you more suspicious, but it doesn’t tell you whether the doctor is
any good or not.

So, to me, the problem is it is not that all medical devices should
go through a PMA process. I am not saying that. What I am saying
is if you have an implanted medical device, doesn’t it make sense
to do a clinical trial first, to test it on a human being?
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And when we look at the high number of recalls, if you look at
moderate risk as well as high-risk recalls—we didn’t look at the
low-risk recalls—how many of them there are of 510(k) products,
as well as PMA products. But you expect high-risk recalls for a
PMA because those are high-risk devices. If 510(k) devices are sup-
posed to be moderate and low risk, they shouldn’t be killing people.

So if you hold devices to a higher standard of having clinical
trials beforehand and inspections, whether the FDA has the au-
thority to do it or not, they haven’t done it. And the tradition has
been not to do it. And if your law doesn’t require it, if it says “may”
instead of “shall,” everybody in this room knows what that means.

So you have to have a standard that is high enough to protect
patients. And yes, that will slow things down, but it would also
have slowed down what happened to Katie. Had that hip been sub-
ject to clinical trials, most likely they could have done the blood
tests and found out about the problem prior to putting it on the
market. At the very least, if not prior, then more quickly after it
went on the market.

So studies, clinical trials, either beforehand or as a condition of
approval are the most critical issue. I don’t think postmarket
should take the place of premarket. I think you have to have the
studies premarket for anything that is in the human body or life-
sustaining or lifesaving, but then also have protections afterwards.

The CHAIRMAN. Thank you.

Senator Corker.

Senator CORKER. Thank you, Mr. Chairman.

Just to follow on with that line of thinking, Mr. Hall, if you look
at the situation Katie just talked about and Dr. Zuckerman just
discussed, should there be testing of that type? Or what was it, in
the case of Katie, that caused this particular issue to be a problem?

Mr. HALL. Senator, I am not conversant with all the details of
the ASR situation. So I can’t comment specifically on that.

What I can say is that, from the data that I have seen, and I
think it is consistent across the board, quality systems, QSRs, qual-
ity system regulation, is the key way to have the greatest positive
impact on device safety as compared to other things. And in our
data, 90 percent of all recalls were because of quality system.

And it is important to understand that quality systems are not
just manufacturing. It is total product lifecycle. It begins with de-
sign, design input, design validation, bench testing, manufacturing,
postmarket surveillance, et cetera. So, hopefully, quality system re-
quirements would be the best way to identify these issues.

Senator CORKER. The two of you, I know that you all are on dif-
ferent ends of the spectrum. Your numbers are quite different. I
mean, you are at 98 and 99.5. And you are at 60 or 80.

Since, obviously, I would say that Dr. Zuckerman is challenging
your numbers, would you want to respond to that? I mean, it is a
pretty vast difference. We are not talking about a percent or two.

Mr. HALL. Sure. Let me make a couple of comments. When you
look at the differences in the study, there are several key dif-
ferences.

First of all, we looked at the reason for the recall, and the study
that Ms. Zuckerman referenced did not. We think that is critical
because many recalls, the majority have nothing to do with the pre-
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market system. And so, to use premarket, to analyze the premarket
system using recalls that have nothing to do with the premarket
system creates a results that has little validity.

Secondly, the study, our study used a denominator. Theirs did
not. I think what you heard from the GAO is that the ratio of PMA
to 510(k) devices is 1-to-10 or 1-to-9. The study, both of the stud-
ies—and interestingly, we start with the same dataset, around 112,
113. You have a 4-to-1 ratio approximately of 510(k) recalls, all
cause, compared to PMA. That is not surprising, given the 9-to-1
ratio that we start with.

Next, we also do not consider that the recall classification should
be linked to the approval classification. Those are two separate
questions. For example, you can have a very low-risk device that
because of the particular issue has a very high risk to it.

And finally, if you look at the study that they reference, it con-
tains a number of incorrect, inaccurate statements about the 510(k)
and the PMA status and the law. What our study attempted to do
was to look at the relevant data, recalls for premarket reasons,
looking at Class I high safety issues, and with that then try to un-
derstand how the system is operating.

Dr. ZUCKERMAN. Yes, thank you

Senator CORKER. Is there any validity in the argument he just
put forth?

Dr. ZUCKERMAN. Sure. I would like to correct a couple of things
he said. I used your denominator Mr. Hall. Using your same de-
nominator of 20,000 and using the same numerator—sorry to get
into this technical stuff—of recalls. You didn’t look just at the re-
calls that were premarket due to design issues. You looked at all
the recalls that were high-risk recalls.

The difference in the statistics, the huge difference between 99
percent and 60 percent or 80 percent has to do with whether you
count the moderate-risk recalls. You looked only at high-risk recalls
and you say that any device that was submitted to the FDA—not
even approved, but submitted—is your denominator, and your nu-
merator is only the high-risk ones. If you are assuming that if it
wasn’t a high-risk recall, it is safe, then you get 99 percent.

But if you consider that a moderate-risk recall also means a
product is not safe because, as in the case of Katie’s hip, that is
a moderate-risk recall. There were over 170 knees and hips and
joint components recalls, involving hundreds of thousands of de-
vices in the last 5 years that are all moderate-risk recalls, but all
require additional surgery or rehab, or have other problems. If you
count those moderate risk recalls, then it goes down to 60 percent
if you use the numbers we used for recalls, or to 82 percent if you
use GAO’s numbers.

We respect GAO’s numbers. Ours differ because we looked at
specific models, model numbers, and the GAO combined model
numbers of the same device. So there are different legitimate ways
to look at it. I am saying that I don’t think that a device is safe
just because it is not subject to a high-risk recall. A moderate-risk
recall can cost $35,000 and a lot of pain to fix.

Senator CORKER. Dr. Maisel, and it is interesting, it seems that
you have a patient here on the panel. You have a sort of more trial
bar orientation on the panel. You have sort of the device orienta-
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tion on the panel. And nobody is particularly happy with the FDA.
And I don’t know whether you consider that to be success—you
know, a lot of times here if everybody is mad at you, you have kind
of hit the sweet spot—or whether that is tremendous failure.

I wonder if you could discuss that because, candidly, I don’t know
of anybody that is particularly happy with the FDA. And I am won-
dering if you are seeking anything from us to change that or if you
might respond to the fact that I don’t think anybody on this panel
is really thrilled with you guys.

Dr. MAISeL. Well, Senator, thank you, first of all, for the oppor-
tunity to be here today and to comment.

And I would like to personally thank Ms. Korgaokar for taking
the time to be here and for her compelling story.

I personally have practiced medicine for 19 years and sat in
rooms with patients who, unfortunately, had recalled medical car-
diac devices that also sometimes require surgery to remove. So I
am very familiar with what patients experience and the challenges
that physicians experience when trying to help their patients.

We conducted a very thorough programmatic review over the last
18 months, and we have identified areas that we think need im-
provement. We would like to deliver more consistency and trans-
parency in our decision-making. We would like to strengthen our
science-based decision-making, and we have outlined a number of
actions that we have already started taking to strengthen the pro-
gram.

I think one critical factor here is that we believe that smart and
focused changes are appropriate. For example, one area is focusing
on the Class III 510(k) devices that have already been identified by
the GAO and that we are actively working on and have committed
to either reclassifying or calling for PMAs.

In Dr. Zuckerman’s study, 13 of the 80 recalls that she highlights
are in that group. So we certainly recognize that there are some
focused areas we need to evaluate and strengthen.

I am not going to get into the war of numbers to my right over
here, other than to say as part of the IOM committee evaluation
that is underway, there was detailed FDA data presented that was
based on all of the recalls, not just one class or another, and
showed a 510(k) recall rate of approximately 1 to 1.5 percent per
year.

So, from an agency standpoint, I think we find that the most reli-
able data. And that is publicly available, or we would be happy to
provide that analysis for you.

I do think that a number of the challenges we face in postmarket
monitoring have been outlined here, and there are some unique
issues with devices that are different than drugs that are worth
mentioning. Number one, it is sometimes very difficult to even
know whether an adverse event is due to the device or due to the
surgical procedure that was used to implant the device.

Now in the case of the hips, that wasn’t the issue. But some-
times, based on some of the data we get, it is not so clear whether
the device is malfunctioning or whether it is a complication of a
medical procedure. Oftentimes, the adverse event reports we get
are cryptic and don’t contain enough information. Sometimes we
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don’t even know what device or what model of device has caused
the problem.

And so, we think that the changes we are implementing with
electronic medical device reporting of adverse events and with the
unique device identifier system will really revolutionize the way
that we can perform postmarket surveillance.

With regard to hips in particular, we have also undertaken ef-
forts to form an international consortium of orthopedic registries.
And in fact, in the Federal Register today is the notice for a meet-
ing that is occurring next month where representatives of more
than a dozen orthopedic registries from around the world, including
from the UK, Australia, and other countries, come together so that
we can make a better system for monitoring these important prod-
ucts. And other efforts will be underway as well.

Senator CORKER. I know we have other folks that have questions.
I have a number of other questions. I thank all of you for your tes-
timony.

The CHAIRMAN. Thanks, Senator Corker.

Senator Blumenthal.

Senator BLUMENTHAL. Thank you very much, Mr. Chairman.

I want to thank Senator Kohl for having this hearing today on
this critically important topic and Senator Corker for your leader-
ship as well.

You know, let me just state very bluntly, my time is limited, and
I want to ask some additional questions as well. But my experience
as a State law enforcer for 20 years leads me to conclude, particu-
larly my interaction with patients like Katie Korgaokar—and
thank you for your courage in being here today—that this system
simply isn’t working. It is inadequate. It is broken, needs to be
fixed. And I thank Dr. Maisel for your recognition, the agency’s rec-
ognition that the system right now is not performing acceptably to
protect people from unacceptable levels of risk and injury.

I am reminded of the statement that a minor procedure in sur-
gery is something done to somebody else’s body. And a minor risk
of severe injury, when we are talking about these kinds of devices,
is something that happens to somebody else.

So I think there are a range of areas that really need very close
scrutiny and action. I mean action now, immediately—not post-
poned to the future—that have to do with the need for clinical
trials more often, more thoroughly. Instead of the expedited 510(k)
procedures when it is currently used, the need for more robust
postmarket surveillance and quicker action so that the doctor who
may have believed in good faith that Katie’s device worked and
would not cause the kinds of metals released into her system that
happened can be warned about it more quickly and can be com-
pelled—through proper incentives, liability, if necessary; height-
ened penalties—to stop using that kind of device.

And let me just ask Dr. Maisel whether the FDA is prepared to
expedite the kinds of improvements that you have been discussing
here today and what can be done to expedite them and whether
there needs to be action from the Congress to expedite them?

Dr. MAIsSeL. Well, I thank the Senator for your question.

We have exerted a considerable amount of our resources and
manpower over the last 18 months to evaluate the program be-
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cause we recognize how important it is to the American public and
their health. We are expediting a number of efforts. We outlined
25 actions we are taking in 2011 that will be completed in 2011.
These aren’t actions that we are talking about over the next 5
years or 10 years. These are things we are doing right now to im-
prove device safety for the American public.

They include things like issuing guidance on what type of
changes to devices require clinical data. They include things like
training our staff and industry so that the quality of the submis-
sions we get and the quality of the reviews can improve. We are
taking actions in the postmarket surveillance setting as well.

So in answer to your question, I would say we are expediting a
number of these changes. Now other changes admittedly take time,
such as the implementation of the unique device identifier. We are
issuing a final rule this year. We have been talking with industry
and stakeholders about the implementation of that because it is a
sea change in how we will conduct business.

And so, it will be implemented in phases, focusing first on the
highest-risk devices. So, again, in answer to your question, we are
expediting the changes to the program that are necessary.

Senator BLUMENTHAL. And what can we do to encourage those
kind of changes so that there is a consistency and a steadfastness
in implementing them and so that they are even accelerated?

Dr. MAISEL. Well, I think, in all seriousness, you took a very
good step this week in passing a budget for FY 2011 or the con-
tinuing resolution.

Senator BLUMENTHAL. Do you need more staff? Is that the prob-
lem? You know, by the way, when I say the system isn’t working,
I am not talking about the people who work with you and for you,
because the system is not of their making. But I am wondering
whether more resources are the problem?

Dr. MAISEL. Well, the number of device submissions that we
have to evaluate has increased, and the complexity of devices has
increased. And we are a strained organization.

We certainly appreciate the funding, and we are in negotiations
for reauthorization of the Medical Device User Fee Act that will be
coming before Congress in Fiscal Year 2012, and through that proc-
ess, we will certainly make clear what our needs are so that we can
have the strongest possible organization.

Senator BLUMENTHAL. Thank you very much.

I thank everyone here for your testimony. My time has expired.
I am hoping to stay for another round of questionings.

Thank you, Mr. Chairman.

The CHAIRMAN. Thank you very much, Mr. Blumenthal.

Senator Ayotte.

Senator AYOTTE. Thank you, Mr. Chairman.

Dr. Maisel, I just wanted to follow up. You had mentioned an In-
stitute of Medicine study on the safety of the 510(k) process and
looked at all classes of recalls. Before you joined the FDA, did you
participate or assist in that study?

Dr. MAISEL. I was commissioned by the Institute of Medicine
prior to my joining FDA to conduct a study on recalls for the 510(k)
program.
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Senator AYOTTE. So that Institute of Medicine study which you
looked at that came up with an overall range of 1 to 1.5 percent
in terms of the recall rate, is that one you have confidence in?

Dr. MAISEL. I have confidence in that study, yes.

Senator AYOTTE. First, I'd like to address questions both to Dr.
Nexon and Dr. Maisel. There was a study that I am familiar with
that was done called the Makower study which found that the
United States is at risk of losing its global leadership position in
medical technology innovation.

The study found that the unpredictability and inefficiencies of
the U.S. regulatory process are making it difficult for companies to
get life-changing medical products into the hands of clinicians and
patients. On the other side, as Senator Blumenthal mentioned,
there is the piece of ensuring safety, but also getting these products
that can save lives in the hands of patients in an appropriately ex-
pedited fashion.

One of the issues I raised in my opening statement is that some
studies that have, are saying that, on average, devices are avail-
able to United States citizens two full years later than patients in
other countries.

So I guess I would direct my question to both of you, really to
Dr. Nexon. What can we do to improve the regulatory processes
and increase patient safety at the same time to be competitive with
other countries? I would hate to have us be in a position where we
cede our global leadership in this area or deny patients access to
technology that could be lifesaving.

Dr. NEXON. Well, thank you very much for your question, Sen-
ator.

I think there are a couple of steps that need to be taken. FDA
has identified a number of them themselves in their review of the
510(k) process and their new science reports. There needs to be bet-
ter training of reviewers. The study revealed that large proportions
of reviewers didn’t have understanding of the basic regulatory
terms.

There needs to be greater guidance and consistency for industry
so that when industry submits a product for approval, it knows
what the data standards are and then doesn’t find out after the
submission is in that they had to redo the trial because they didn’t
get clear guidance in advance of what FDA expected.

There needs to be better management at FDA just to enforce con-
sistency of review and that their speed of review—the FDA recently
did an analysis where they found out that one of the greatest
sources of delays in PMA products, getting PMA products ap-
proved, was a situation where the reviewer would change in the
middle of the review, particularly if the lead medical reviewer went
on vacation. You know, that is a management issue to schedule va-
cations better or to see that there needs to be specific attention to
cases where those things occur.

There is a huge problem in terms of the IDEs, the investigational
device exemptions, which you need to get before you can ever begin
a clinical trial that involves human subjects. And it takes an inor-
dinate amount of time to get those approved. Sometimes it is a
matter of years before you can even start the clinical trial, six
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months or more to get a meeting with FDA to discuss the nature
of the trial.

So I think that there are a number of steps that FDA needs to
take to really make the process work better for companies and for
the agency. I think this will help the agency as well if there is
more consistency and better management of reviews.

I don’t think that there are fundamental changes that need to be
made in sort of the legal structure or the requirements for different
types of devices. I think those are pretty well set out, and it is a
matter of applying them consistently and using good judgment
when a device comes in for review.

And where there are problem areas identified, and there have
been. Dr. Maisel, I think, alluded to—or Professor Hall alluded to
AEDs and infusion pumps. They found specific problems from their
reporting system, and they instituted new, very clear requirements
for those products.

Now whether the industry agreed with all those requirements or
not, it is a case where the FDA saw a problem, took action, and
they did it in a way so that industry knew what was expected of
them for the future.

Senator AYOTTE. Dr. Maisel, I would appreciate your comment on
this. The other follow-up would have for both of you is, in looking
at the comparisons with European approval versus the United
States, is there an issue in terms of discrepancy in safety that we
sh(ﬁﬂd be looking at? Safety is obviously important to consider as
well.

Dr. MAISEL. Yes. So the Makower study that you referred to sur-
veyed a very small percentage of the medical device industry. They
got about 200 respondents out of a device industry that includes
more than 10,000 individual companies. So we have to understand
that this is a very biased, small representative study.

There was another study put out by the California Health Insti-
tute that looked at the review times for the U.S. compared to the
European community. And for the 510(k) program, which is 90 per-
cent of the devices that are reviewed in the U.S., the U.S. was fast-
er and the device got to market sooner for the low-risk devices. It
was about the same for the medium-risk devices. And for the high-
risk devices, the EU was faster than the U.S.

So we need to understand what the issues are and what the tim-
ing is, and it is I think not accurate to say that every device gets
to the EU market more quickly. I think the hip example is a great
example because there were actually two hips that were recalled by
DePuy. Both were on the market in Europe. Only one of them was
on the market in the U.S.

And so, the “delay” in getting products to market in the U.S. is
not necessarily a bad thing for products that aren’t performing
well, if we are asking for more rigorous data to support their ap-
proval.

Senator AYOTTE. I just wanted to add, obviously, I haven’t done
a scientific study, but just in speaking to many companies, particu-
larly startup companies, large and small, I've been getting similar
feedback in terms of concerns about where they are going to locate
their companies and where they are going to develop new products.
And so, that is where I come from in asking those questions.
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Dr. MAISEL. And I think it is a great point, and we have, earlier
this year, announced our innovation initiative, which is a com-
prehensive program to try to promote device development and inno-
vation in this country, by strengthening the research infrastructure
within the United States, identifying clinical trial centers that are
particularly expert in medical device development. And we cer-
tainly recognize the importance of that as well.

Senator AYOTTE. Dr. Nexon, you had a comment?

Dr. NEXON. Yes, if I could just add a couple of things. I mean,
the Makower study has come in for a lot of criticism from FDA. It
was really a pretty large sample of companies. Two hundred small
companies is a lot of companies reporting on almost very similar
experiences.

It is also only one of three studies that has looked at this issue.
There was a study at PricewaterhouseCoopers that used a different
sample, primarily a large company sample, that found that the
U.S. ranked seventh out of nine countries in the speed of regu-
latory approval.

And then there was also the California Health Institute study,
which was just mentioned, which did find a substantial lag for the
more complex devices and more innovative devices which are really
the ones that are greatest issue for competition. So I think there
is a big problem.

It is also the case that there was a study by the Boston Con-
sulting Group, which was the only systematic study I know of the
relative safety of the two systems, and found that the recall, inci-
dence of recalls was about the same in Europe and the United
States. Didn’t seem to be much difference.

Now we are certainly not advocating for a European system of
review. As Jeff Shuren, the head of the center, said, there is no in-
herent reason why the U.S. system has to be slower than the Euro-
pean system. And what the California Health Institute study
showed that I think it was six years ago, on average, it took a year
longer to get a product to patients than Europe. Now it takes four
years longer. We ought to be able to do better than that.

And I can tell you my own experience when I am telling you this
is not systematic, but it is from talking to lots of companies and
lots of particularly of venture capitalists who invest in small com-
panies that the problems at FDA are a huge deterrent.

I had one venture capitalist tell me that he was a fellow who has
got investments in seven or eight small device companies. He used
to take a case where he had an engineer, a doctor, and an idea,
and he would be able to put money so they could bring that idea
to fruition into products that would benefit patients.

Now his investors, which are often big pension funds, won’t allow
him to invest in any company that hasn’t already got an FDA ap-
proval because the uncertainties of the approval process are so
great. And that is not a system we can sustain if we are going to
maintain American leadership.

Senator AYOTTE. I would add to Senator Blumenthal’s question
to you, Dr. Maisel, obviously to ask the committee how you think
that we can help by taking action and to improve the process. And
I would follow up to ask you, Dr. Nexon, do you have any thoughts
in terms of whether there is a legislative fix that is needed?
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Dr. MAISEL. Well, again, as I stated earlier, I think we are an
increasingly busy center with an increasing number of applications
and increasing complexity of devices. We have certainly committed
to strengthening our scientific evaluation of these products, and the
continued support from Congress for our program, as you have
done, is certainly welcome.

Senator AYOTTE. Do you have anything to add, Dr. Nexon?

Dr. NEXON. Yes, I think the fundamental legislative structure is
pretty sound. So I don’t think additional legislation is required. I
do think, as Dr. Maisel has pointed out, you need to maintain at
least stable funding for the FDA, even in this time of tight budgets,
if they are to meet these challenges.

And I think that the key really is the kind of attention that this
committee and other members of Congress show to the FDA is im-
portant really to give it a priority. We were very heartened by the
President’s op-ed on the importance of streamlining regulations,
and I think he even mentioned in the State of the Union the device
industry as one area where FDA needed to do well if the United
States was to remain competitive.

And I think those kinds of comments and that kind of attention
is very helpful for the industry, and I think it is helpful for FDA
to show that their work is valued.

Senator AYOTTE. Thank you both, and thank you all for coming
to testify today. Appreciate the insight that you have given this
committee.

The CHAIRMAN. Thank you, Senator Ayotte.

Senator Wyden.

Senator WYDEN. Thank you, Mr. Chairman.

And without making this a bouquet-tossing contest, let me just
tell you how much I appreciate particularly your tenacity in being
willing to stay at these issues, and this is an important hearing.

Dr. Nexon, let me start with you. The longer that I am involved
in the issues of public policy and healthcare, the more convinced
I am that transparency and getting good information out to the
public is one of the most important steps we can take as public offi-
cials. In terms of creating choice and competition and holding costs
down, it is one of the best steps we can take.

For example, recently Senator Grassley and I introduced legisla-
tion that would allow, after 30 years, the opening up of the Medi-
care database so as to get information to the public about various
claims and patterns. And as you know, there have been some ex-
traordinarily abusive practices, and we have worked with the Cen-
ter for Public Integrity, and Wall Street Journal has done yeoman
reporting on this.

I want to ask you about how it relates to another matter, and
it was triggered in my mind by a letter that the Group Purchasing
Association wrote recently. And essentially, what they are con-
cerned about, their assertion is the drug manufacturers enter into
relationships with—excuse me, device manufacturers enter into re-
lationships with doctors. These relationships are protected through
what amount to gag clauses, contractual confidentiality agree-
ments, and this prevents hospitals, according to them, from dis-
closing the price they pay for a device.
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And their assertion is that, when you have these gag clauses, you
go right to the heart of what I am talking about. There is no price
transparency, and people aren’t going to be able to look at the cost
of various medical devices. And third-party groups can’t find out.
Patients can’t find out. It is a very vexing problem.

So my question to you is—and you can tell me what you think
of the Group Purchasing Association—what would you think about
the idea of opening up and releasing price data on purchasing
agreements to the public? It is Government money. There is Gov-
ernment money involved here.

Senator Grassley makes the point, colleagues, that I think is
really the ballgame. Senator Grassley says people know about its
farm payments. They know about defense contracting payments.
He says we have got to find out this claims information.

So tell me what you think about the idea of industry opening up
and releasing price data on purchasing agreements.

Dr. NEXON. Well, we are generally in favor of transparency. We
are strongly in favor of releasing quality data to the American peo-
ple. We think the FDA should be more transparent. We supported
Senator Kohl’s Physician Payment Sunshine Act because we think
that was good for the public and good for the industry.

I will say, however, we are strongly opposed to releasing pricing
data, and let me tell you why. Because it has to——

Senator WYDEN. So your position, though, is everybody else
ought to have their data released, but you all wouldn’t——

Dr. NEXON. Well, no, the fact is—the sad fact is, Senator, that,
when you are talking about commercial transactions between insti-
tutional buyers, there are often confidentiality clauses. It is not
unique at all to the device industry.

Auto manufacturer sells a car to a dealer, you know, what the
prices and the discounts he provides are not generally available to
the public. And that is true with many large transactions.

It is important to remember that the Government in the Medi-
care program—it is not true in something like the VA—and the
public do not buy medical devices directly. Medical devices are
bought largely by hospitals, large institutional purchasers, and
then, when a patient goes to the hospital, he pays a price for a pro-
cedure which includes in some sense the cost of that device. But
it is not that he is buying the device directly or necessarily that
the price he pays has anything to do with the price the hospital ne-
gotiates for that device.

As a patient, I want to know what I have to pay. I am not con-
cerned with what the hospital pays for electricity or gasoline or
some other component of the procedure.

Now the question is if we release that price data, would it have
a positive effect for the public or not? And the fact is that the cur-
rent arrangements, which involve negotiations between relatively
sophisticated buyers and relatively sophisticated sellers, have cre-
ated an extremely competitive industry.

There has been a study by Guy King, the former chief actuary
of the Medicare program, of prices in the medical device industry.
And what he found was that, over an 18-year period, our prices
have gone up one-quarter as fast as the typical medical price in-
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dexes, so one-quarter as fast as everything else in the healthcare
sector.

And we have gone up half as fast even as the general CPI,
which, as you know, has been quite low in recent years. So we have
a pretty good record of keeping prices low through competition
under this negotiation between informed buyers and informed sell-
ers.

There have also been studies, a study that was done by Bob
Hahn and another—Bob Hahn is a regulatory specialist. And there
is concern that if the prices were released not only would it inhibit
our ability to enter negotiations, but it might end up resulting in
actually higher prices paid across the board because of antitrust
issues.

Senator WYDEN. I can tell you certainly with the example you
gave of automobile companies and manufacturers, you are talking
about private sector money. Here, despite the kind of chain of pur-
chasing you have described, there is a lot of Medicare money.

I have other questions I want to ask, but my sense is that the
Group Purchasing Association at least warrants our looking at
these confidentiality agreements. These are gag clauses, and they
prevent hospitals from disclosing the price that they pay for a de-
vice. I think that is right at the heart of it, and I think it warrants
some further attention.

One question for you if I might, Dr. Maisel. What is your sense
about the FDA review process and making it more transparent as
you go forward with striking the balance between safety and
speedy approval?

Dr. MAISEL. Well, as you know, FDA is very interested in pro-
viding transparent information to the American public, and we
have an ongoing transparency initiative. And that carries over to
the Center for Devices, where we have posted a variety of docu-
ments and provided access to public data increasingly over the last
years.

For example, as I alluded to earlier, there is now a public Web
site where you can go and type in a device type and find out about
all the recalls and adverse events that have been submitted for
that type of device.

We are bound because we do deal with confidential commercial
information. So there are some limitations on the type of informa-
tion that we can provide to the public. But we are certainly inter-
ested in providing decisional information as much as possible and
have done so.

Senator WYDEN. All right. Thank you.

Thank you, Mr. Chairman.

The CHAIRMAN. Thanks, Senator Wyden.

Senator Bill Nelson.

Senator NELSON. Thank you, Mr. Chairman.

I want to ask you two gentlemen, Dr. Maisel and Dr. Nexon, if
you would comment on the tension between safety and the need to
innovate new technologies. This industry is real big in my State,
and I would like to get your two perspectives.

Dr. Maisel.

Dr. MAISEL. We often talk about it being a tension, but it doesn’t
have to be a tension. A good device evaluation for an innovative
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product promotes safety. There can be innovative devices that im-
prove safety. So there is a tension in the sense that longer evalua-
tion of devices that requires more data has the potential to slow
down getting an innovative product to patients. And if that product
would improve public health, then taking a longer time actually
has a net negative impact on the public health.

So that is the tension. The tension is striking the right balance
in our risk analysis so that we can get a product to market to help
patients in the right time.

Senator NELSON. Dr. Nexon, you are sitting on the other side
and——

Dr. NEXON. Well, I actually agree with Dr. Maisel. I think there
is a balance to be struck. I think the balance in the law, which Pro-
fessor Hall mentioned, a reasonable assurance of safety and effec-
tiveness is a reasonable standard. Device manufacturers should be
held to a high standard of safety.

They should be able, before a device goes on the market, to
present the data that gives a reasonable assurance that their de-
vices will be safe and effective. The problem is that sometimes that
can be interpreted in a way that makes the bar so high that prod-
ucts that can save lives or improve health don’t get to market be-
cause test after test is required.

But we have no disagreement with the general approach that
FDA takes. What we want is consistency, rapidity, ability to get
answers, and reasonable standards, and I think those are goals
that FDA and the industry share. And in the public, too. The pa-
tients as well.

Senator NELSON. Do you think there are undue delays?

Dr. NEXON. Pardon me?

Senator NELSON. Do you think there are undue delays in the ap-
proval?

Dr. NEXON. Yes.

Senator NELSON. Amplify.

Dr. NEXON. Well, as I think before you came in, I mean, what
we have seen is a very severe deterioration in FDA performance
over the last five years, and performance was not super before that.
The time it takes in terms of elapsed time, not time on the FDA
clock. The time, a recent study by the California Health Institute
showed that the time it takes to get a 510(k) product approved has
increased 45 percent since 2007, and the time it gets to get a PMA
product approved has increased a whopping 75 percent. And that
is from a base that was really not that fast to begin with.

And beyond the actual approval times, particularly on these
more complex devices, we are finding a terrible difficulty. Our com-
panies are finding terrible difficulty in getting in to see FDA so
they can even agree on a protocol so they can do the clinical studies
necessary to support an application.

I have been around this industry for many, many years, first
with Senator Kennedy and then in my current capacity. And I have
never—in talking to the companies, I have never seen the degree
of angst and upset that we have right now. You always have a cer-
tain amount of griping between the regulated industry and the reg-
ulators. But it is really immense right now, and I think that FDA
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recognizes the problem and is working hard to do something about
it. But it really does need to be fixed.

Senator NELSON. Is there earlier testimony on the record as to
the increased cost as a result of these delays?

Dr. NEXON. We don’t have a solid cost estimate of the change.
The closest thing we have got is the Makower study, which we
would be happy to submit for the record, that tries to do some esti-
mates of the cost of the additional time that FDA takes, imposes
on companies.

But there are some—it is a difficult question to answer in terms
of cost.

Senator NELSON. Dr. Maisel.

Dr. MAISeEL. Well, I guess I would take issue with the character-
ization of our performance as a “severe deterioration” because the
numbers simply don’t support that. We have continued to meet 95
percent of our MDUFA goals, meeting the time that we have
agreed to and industry has agreed to for our device evaluations.

As I mentioned earlier, 90 percent of the time we review 510(k)
applications within 90 days, 98 percent of the time within 150
days. Our PMA Tier 1 MDUFA goals, we have met. And so, I agree
that the total time to market has increased. FDA’s evaluation time
has continued to meet its performance goals.

And so, what that speaks to is partially a quality issue. The
quality of applications that we receive is sometimes substandard,
and that takes time for industry to respond to requests from FDA
staff to complete an application appropriately.

There is no question that, for some of the devices, the complexity
has increased. And, undoubtedly, that contributes as well.

Dr. NEXON. Well, I think Dr. Maisel made a good point, which
is that there is a difference for time on the FDA clock, which is
where the current goals are set, which is the time an application
is in the hands of the FDA and it has not been sent back to the
manufacturer to answer additional questions or provide additional
data. The clock stops when that occurs.

From the point of view of the manufacturer, the point of time on
the FDA clock isn’t really important. It is the time between when
you submit the product and the time you get it to market. Now,
obviously, FDA often has legitimate questions. But the fact that
the total time has risen so dramatically over this time period indi-
cates to me that FDA is being much less consistent in the things
it asks manufacturers.

I do believe that the quality—certainly the quality—of our appli-
cations could be improved in many cases, but I don’t believe that
the quality of our applications has deteriorated 75 percent since
2007.

Senator NELSON. Thank you, Mr. Chairman.

The CHAIRMAN. Go ahead.

Dr. ZUCKERMAN. Yes, thank you.

I just want to say that I think it is a problem when we talk
about performance only in terms of speed of getting something to
market. And I have criticized FDA, but I want to defend what
CDRH has been doing lately. I think they have done a better job
of requiring better data.
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And Senator Nelson, I happen to know that you have some con-
stituents in the audience today who have been harmed by medical
devices, and in the same way that you have constituents who make
nilledical devices in your State, you have a lot of patients who use
them.

So I think, when we talk about performance, and I am sure you
will agree, we need to talk not just the speed of getting things to
market, but making sure they are safe when they get there.

Senator NELSON. And is their testimony being recorded in some
way through some of you all, Ms. Zuckerman?

Dr. ZUCKERMAN. I am sorry. I don’t understand the question.

Senator NELSON. You spoke of people in the audience who have
been harmed by these devices.

Dr. ZUCKERMAN. Yes.

Senator NELSON. Has their matter been presented in some of the
testimony here?

Dr. ZUuCKERMAN. It hasn’t been presented as testimony, but I am
happy to provide it for the record.

Senator NELSON. Please.

Dr. ZUCKERMAN. I am very happy to do that.

Thank you.

Senator NELSON. Thank you.

The CHAIRMAN. Senator Blumenthal, will you have another com-
ment or question?

Senator BLUMENTHAL. I do. Thank you, Mr. Chairman.

In fact, I have a whole—I have a ton of questions and interest
in areas that I think really need scrutiny. In particular, let me
name a few, and I am going to follow up after this hearing with
this panel. And each of you has added very importantly to our
%nowledge and really just want to thank every one of you for being

ere.

But going back to the doctor who treated Katie, and I don’t mean
him in particular, I mean the doctors who use these devices. To
what extent are, number one, relationships, financial relationships,
consulting relationships an important factor for us to consider in
decisions by that doctor to use a device that at some point either
is of doubtful value, in his view, or questionable value or is simply
of equal value.

In other words, to what extent do the financial incentives, some-
times hidden, sometimes not so hidden, factor? And second, off-
label marketing clearly a problem. What do we do about it?

So those are two areas I am going to sort of invite your observa-
tions on them, and I apologize for sort of tossing a big question at
the end of the hearing, two big questions.

Dr. ZUCKERMAN. I could just say that some of the companies,
some of the largest companies, including Johnson & Johnson,
which makes the DePuy implant, have been penalized by the Jus-
tice Department for kickbacks. Kickbacks are kickbacks. Some-
times it is unclear whether funding is a consulting fee or a kick-
back. But in this case, they were found guilty of kickbacks. So that
is something.

I also had a hip replacement. I also have a DePuy hip. I am
happy to say not the same kind. Mine hasn’t been recalled, yet. But
I was able to look up my doctor, thanks to the Sunshine Act, and
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I was able to find that my doctor did not get any money, at least
listed, from the company.

But one of the problems is there are legitimate fees that can be
provided and there are kickbacks, and there is a lot in between.
But we know from research, and there is a lot of good research on
this, that, when doctors have consulting relationships and financial
relationships with companies that make the product that they pre-
scribe, they are more likely to prescribe them, sometimes to the
detriment of patients.

So the Justice Department has actually been doing a very good
job of going after this in the last few years, more so than pre-
viously. But there is that gray in-between area where doctors can
get research funds, or consulting fees, that may be legitimate. We
know that speaker fees are very often just disguised ways of pro-
viding support for doctors who will then like your company and
prescribe your products.

Senator BLUMENTHAL. Dr. Resnic.

Dr. REsNiIc. I think this is a really critical issue that you bring
up and gets to sort of the fundamental question of sort of the nec-
essary trust in the physician-patient relationship. And I work in
interventional cardiology, which is heavily device oriented, and it
is a significant problem I think in ways that Katie, our patient who
testified earlier, described.

She doesn’t know if the relationship between her doctor and the
manufacturer in any way impaired or affected the judgment of the
doctor to use the device. But he probably doesn’t either. At best,
he doesn’t know whether it affects. At worst, he knows and doesn’t
admit that it might. And I think that this is something that the
professional societies in each of the specialties needs to address in
concordance with the legislative efforts and programs like the Sun-
shine Act.

I do think, as a patient advocate, I would not want to find out
that my family member or myself treated by a doctor, I would won-
der whether their decision-making was some way impaired. Having
said that, I think we have to be careful to not throw the baby out
with the bath water completely, and there are important relation-
ships, I think, that device innovation requires the clinical feedback
from practitioners. But these should be very transparent and out
for patients to see as well.

And my institution and the medical school where I work require
this, such that we do need to tell our patients about any relation-
ships that we may have, and I think that that is probably what
needs to evolve. But it is a sort of ugly underbelly of medicine is
these potential relationships.

Senator BLUMENTHAL. Yes?

Mr. HALL. You also asked a question about off-label use, which
is a very interesting and complex question. In many situations, off-
label use is actually the standard of care and what any patient
would want. And, in fact, Congress has recognized that by explic-
itly talking about the legality of off-label use of medical devices.

And this also raises questions of transparency and patient ben-
efit when often the manufacturer has the most information because
the company is in receipt of information from patients, from stud-
ies, whatever, and you have this perfectly legal and often very ap-
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propriate use taking place in the field for patient benefit. And how
do you allow the transmission of information on clinical use, risk,
benefits, whatever, when the use is standard of care, but off-label?

Senator BLUMENTHAL. I appreciate your comment, Mr. Hall. But
actually, I think my reference was to off-label marketing. Off-label
use is perfectly legal and may be appropriate in the view of the
treating physician. Off-label marketing is against the law, and for
good reason.

Mr. HALL. Correct. What I was trying to point out, perhaps not
articulately enough, is that there is this interesting balance be-
tween what is marketing and what is providing important clinical,
scientific information for the benefit of the patient and the physi-
cian in that use.

Senator BLUMENTHAL. Right.

Mr. HALL. And that is what I was trying to reference.

Senator BLUMENTHAL. Mr. Nexon.

Dr. NEXON. The issue of consulting is a very complex one in the
device area because the development and improvement of device is
so intertwined with medical practice. Many, if not most, devices are
initially invented by physicians so that there are obviously royalty
arrangements.

All companies, because there is this—devices typically have an
18- to 24-month lifecycle, and then an improved version comes
along, and that improved version is based on feedback from prac-
ticing physicians. So there are a lot of legitimate consulting and
royalty arrangements.

AdvaMed has put forward what I think is a very rigorous code
of ethics, which we would be happy to share with you, that lists
what we think is permissible payments and what is impermissible.
And, of course, we were proud to support Senator Kohl’s Sunshine
Act, which provided for full disclosure of any payment, whether le-
gitimate or illegitimate, to physicians. But it is a difficult problem.

On off-label use, as you said, off-label promotion is illegal, and
companies shouldn’t do it.

Senator BLUMENTHAL. And again, I want to thank all of you for
your testimony and come back to the comment that Dr. Resnic
made. Full disclosure, transparency are very important, and your
hospital may require it. I am not sure whether Massachusetts law
also requires it. But in many instances, the law fails to provide
for—in my view at least—fails to provide for adequate and full dis-
closure.

So the physician knows in advance that that hip implant is being
used by a physician who has some relationship. It may be a speak-
er’s fee. It may be consulting. It may be royalties. But one way or
the other, the patient deserves to know, I think.

Dr. REsNIc. I agree. I think Massachusetts did enact in 2009——

Senator BLUMENTHAL. Right.

Dr. RESNIC [continuing]. One of the most stringent public disclo-
sure requirements, as well as prohibition of certain relationships
between industry and physicians, both for pharmaceutical device,
any medical product. And then within those stringent guidelines,
there are certainly institutions that have had their share of chal-
lenges and that have moved beyond even the restrictions that Mas-
sachusetts has imposed.
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There is, in fact, there is always some sort of pendulum or bal-
ance in the equation. The one thing that I am concerned about with
ever-increasing stringency of relationships, which I think is not a
good thing between physicians and industry, is the potential loss
for education and even participation by those physicians in the ap-
propriate feedback of clinical insight to medical device manufactur-
ers.

It is just a hard balance. We talked at the beginning of the meet-
ing about the critical balance that FDA needs to strike between
safety and innovation. These types of questions also need to strike
a balance. Clearly, transparency is paramount, but through trans-
parency, if it is unbalanced, that is, if it is only Massachusetts that
stands alone, then device manufacturers tend to move elsewhere.

And I think that perhaps there needs to be more national rec-
ommendations regarding these relationships and transparency, as
Mr. Kohl’s Sunshine Act has recommended and implemented.

Senator BLUMENTHAL. Thank you.

Thank you, Mr. Chairman.

The CHAIRMAN. Thank you very much, Senator Blumenthal.

Thank you so much for being here today. And this has been a
great panel. You have given us excellent testimony from several
different points of view, which is extremely helpful.

We all agree that the FDA must make patient safety a number-
one priority, but also we want to do that without stifling innova-
tion. And I think we all believe that we can find a balance. That
is what we are here to do.

We are encouraged by the numerous initiatives that FDA is im-
plementing for more effective medical device approval and
postmarket surveillance. However, we are still concerned that the
agency’s oversight of medical products remains on the GAQO’s high-
risk list more than two years now after earning that infamous des-
ignation, and that is not acceptable.

We intend to keep a close eye on how FDA changes the fast-track
approval process. We will also be monitoring improvements that
have been promised by the agency and the industry to better track
devices and speed the removal of defective or failed devices from
the market.

We are particularly concerned about high-risk devices being fast-
tracked. FDA has had over 20 years to tackle these high-risk de-
vices. As we have seen with the Johnson & Johnson hip implant
today, it is past time to protect patient safety and correctly classify
these devices.

I also believe that the FDA needs to develop a more robust
postmarket surveillance program and improve its management of
recalls.

We thank you all for being here today. We look forward to con-
tinuing this dialogue in the public interest.

Thank you so much for coming.

[Whereupon, at 4:00 p.m., the hearing was adjourned.]
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Testimony of Katherine Korgaokar
Senate Committee on Aging
April 13,2011

Chairman Kohl, Ranking Member Corker, and Members of the Committee, I thank you
for giving me the opportunity to testify today. I am here to give a patient’s perspective of
what happens when a defective medical device is released to the public. Specifically, 1
was one of the 96,000 untucky people who received the DePuy ASR prosthetic hip that
was recently recalled in August 2010.

The reason I needed a new hip was because I was born with a congenital condition
known as Perthes disease. This disease caused the premature deterioration of bones in
my hip joint. Beginning in my early 30s I began experiencing extreme hip pain on a
fairly regular basis and had trouble with mobility. Eventually, the pain in my hip became
so unbearable that I consulted with an orthopedic surgeon to see if there was anything he
could do to relieve my symptoms. The surgeon recommended total hip replacement

surgery.

Prior to my operation, my surgeon and I discussed the type of hip that he would use. He
told me that it was a new, state-of-the art metal on metal hip that was specifically
designed for young active people such as myself. He told me that the metal on metal
design was superior to other designs and that it should last at least 20 years or more. The
new state-of-the-art hip that my surgeon used in my surgery was the DePuy ASR hip
replacement system.

The initial hip replacement surgery was a huge success. Within three months of the
surgery I was essentially pain free and was able to engage in activities that had previously
been off limits. The surgery truly changed my life.

Three years later, I met my husband and we were married. Both my husband and I had
always wanted to have children and immediately began trying to start a family.
However, about eight months later, our plans changed.

At this time, [ received a letter from my surgeon advising me that the hip he had put in
my body four years prior had been recalled. He told me that I needed to come in for an
appointment so that he could examine the hip. When I heard this news I really didn’t
understand the implications of what I was being told. In my mind, recalls were for
dishwashers and cars; not body parts.

When I met with my surgeon he explained that there was some type of design problem
with the DePuy ASR that was causing excessive wear and tear on the metal components
of the hip. As a result, the hip could be releasing metal debris into my body. My doctor
told me I needed to have a blood test performed to see if | had excessive levels of cobalt
and chromium. I was told that these are two of the metals used to make the hip. If the
levels of these metals were elevated, this meant there was excessive wear and tear
occurring in my hip.
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A few weeks later my doctor called to tell me that the blood tests showed that I did have
elevated levels of cobalt and chromium in my system. In fact, my levels were about
1,000 % higher than they should be.

At that time, [ became very concerned. I had no idea how these metals would effect my
body, and more importantly, I didn’t know if they would impact my ability to have
children.

After speaking with my doctor about these concerns, I learned that research had shown
that excessive levels of cobalt in the blood could potentially impact the development of a
fetus. I also learned that excessive levels of cobalt and chromium had been linked to
several serious health conditions such as cancer and cardiomyopathy. As a result, my
doctor recommended that I have the hip replaced as soon as possible.

In January 2011, I underwent my second hip replacement surgery. This time, the surgeon
installed a more traditional hip with a polyethylene liner in the cup.

The recovery from this second operation has been substantially more difficult than my
first. The pain is much worse and it has been extremely difficult to get around. Only
recently has my mobility improved to the point where I no longer need crutches. For the
past three months I have essentially been confined to my home trying to get through this.

Going forward, I have serious concerns about how this incident will effect my life. I am
told that undergoing a hip revision surgery so soon after my first surgery, will likely
result in me experiencing more pain, dislocations, and other problems down the road.
This is because each operation affects the muscles, tendons, and bones in the hip and
makes the hip less stable. T am also told that as a result of this incident I may have to
undergo one or more additional hip operations later in my life that could have possibly
been avoided. Most importantly, however, | fear that given the small window I had to
start a family, this operation may have forever prevented me from ever having children.

As I learned more about the ASR and the process by which it was approved by the FDA,
I was shocked. Prior to this incident, I thought that any medical device that was actually
being put into people’s bodies had been extensively tested before it was released to the
public. Thad no idea that devices could be “fastracked” by the FDA with little or no
testing. I also assumed that the FDA had systems in place to monitor drugs and medical
devices for potential defects so that prompt action could be taken if problems arose.
Apparently, this did not happen with the DePuy ASR.

Additionally, I am concerned that the doctors who are actually installing these medical
devices may not be fully committed to the wellbeing of their patients. Specifically, I
recently learned that the surgeon who recommended that I have the DePuy ASR installed
in my body had actually received more than $600,000 from DePuy in “consulting
income.” (A Disclosure Statement from the DePuy website showing payments to my
surgeon is attached hereto as Exhibit A.) This was never disclosed to me before my
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surgery. Although I would like to think these payments had no influence on my doctor’s
decision to use the ASR, I will always have doubts.

Thank you Chairman Koh! and Ranking Member, Corker for holding this hearing and
giving me the opportunity to tell my story. I truly hope that you and your colleagues take
a serious look at how medical devices are approved in this country and take whatever
steps are needed to make sure incidents like this do not happen again.
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MEDICAL DEVICES

FDA’s Premarket Review and Postmarket Safety
Efforts

What GAO Found

FDA has begun to take steps to address GAO's 2009 recommendation about
high-risk devices that are allowed to enter the U.S. market through the less
stringent 510(k) process, but progress has been limited. High-risk devices
include those which are implantable or life sustaining. In 2009, GAO
recommended that FDA expeditiously take steps to issue regulations for the
device types classified as high risk that are currently allowed to enter the
market via the 510(Kk) process. Since then, FDA has set strategic goals to
address these device types, but has issued a final rule regarding the
classification of only one device type. As of April 1, 2011, FDA’s action on the
26 remaining types of high-risk devices was incomplete. Thus, these types of
devices—such as automated external defibrillators and implantable hip
Jjoints—can still enter the U.S. market through the less stringent 510(k)
process. GAO found that, since its report was issued in Jannary 2009, FDA has
cleared at least 67 510(k) submissions that fall within these high-risk device
types. FDA has taken some additional steps to enhance premarket device
safety since GAQ's 2008 report was issued—for example, it conunissioned the
Institute of Medicine to conduct an independent review of the premarket
review process—but it is too early to tell whether any forthcoming changes
will enhance public health.

GAQ's preliminary analysis shows that, from 2005 through 2009, firms initiated
3,610 voluntary medical device recalls, an average of just over 700 per year.
Although FDA maintains extensive information on each recall, it has not been
routinely analyzing recall data that would allow it to explain trends in recalls
over time, thus missing an opportunity to proactively identify and address the
risks presented by unsafe devices. GAO’s preliminary work also identified
several gaps in the miedical device recall process that limited recalling firms’
and FDA's abilities to ensure that the highest-risk recalls were being
implemented in an effective and timely manner. GAO found that firms
frequently were unable to correct or remove all devices subject to the highest-
risk recalls. GAO's preliminary findings indicate that FDA lacks clear guidance
for overseeing recalls which has led to inconsistencies in FDA's assessments
of whether individual recalls were implemented effectively. Consequently,
FDA officials examining similar situations sometimes reached opposite
conclusions regarding whether recalls were effective. In addition, FDA had
not established thresholds for assessing whether firms effectively completed
recalls by correcting or removing a sufficient number of recalled devices.
Further, GAO determined that FDA's decisions to terminate completed
recalls—that is assess whether firms had taken sufficient actions to prevent a
reoccurrence of the problems that led to the recalls—were frequently not
made within its prescribed time frames. Finally, GAO found that FDA did not
document its justification for terminating recalls. Taken together, GAO's
preliminary work suggests that the combined effect of these gaps may
increase the risk that unsafe medical devices could remain on the market.
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Chairman Kohl, Ranking Member Corker, and Members of the Committee:

{ am pleased to be here today as you examine issues related to medical
device safety. Americans depend on the Food and Drug Administration
(FDA) to ensure that medical products sold in the United States are safe
and effective. FDA's responsibilities begin before a new device is brought
to market and continue after its clearance or approval. Among other
things, FDA reviews thousands of submissions for new devices filed each
year to decide whether they should be allowed to be marketed in the
United States. FDA is also responsible for oversight of thousands of
devices already on the market.

In general, unless exempt by regulation, new devices are subject to FDA
premarket review via either the 510(k) premarket notification process, to
determine whether a new device is substantially equivalent to another
legally marketed device, or the more stringent premarket approval (PMA)
process, which requires the manufacturer to supply evidence providing
reasonable assurance that the device is safe and effective. In addition to its
premarket duties, FDA also has broad responsibilities for postmarket
surveillance of thousands of devices already on the market, including
overseeing recalls. A recall involves the correction or removal of a product
from the market and is an important remedial action that can mitigate the
risk of serious health consequences associated with a defective or unsafe
medical device.

QOver the last several years we have identified a wide variety of concerns
related to FDA's ability to fulfill its mission of protecting the public health,
including weaknesses in FDA’s premarket review and postmarket
surveillance activities related to medical devices.’ As a result, FDA's
oversight of medical products was added to our list of high-risk areas in
2009 and was also included on our 2011 update of this list.*

!See “Related GAO Products” at the end of this testimony.

‘We regularly report on government operations that we identify as high risk, due to their
greater vulnerabilities to fraud, waste, abuse, mismanagement, or the need for
transformation to address economy, efficiency, or effectiveness challenges. See GAQ,
High-Risk Series: An Update, GAG-09-271 (Washington, D.C.: Jan. 2009}, and GAOQ, High-
Risk Series: An Updale, GAO-11-278 {Washington, D.C.: Feb. 2011).

Page 1 GAO-11-556T

Jkt 067694 PO 00000 Frm 00049 Fmt6601 Sfmt6601 C:\DOCS\67694.TXT SHAUN PsN: DPROCT

Insert offset folio 6 here 67694.006



46

In January 2009, we reported on concerns with FDA’s premarket review of
medical devices.” Specifically, we found that a significant nuraber of high-
risk devices—including device types that FDA has identified as
implantable; life sustaining; or posing a significant risk to the health,
safety, or welfare of a patient—were cleared for the U.S. market through
FDA’s less stringent 510(k) review process, We recoramended that FDA
expeditiously take steps to ensure that high-risk device types are approved
through the agency's more rigorous PMA review process. More recently,
we have turned our attention to postmarket surveiliance and are currently
conducting work assessing FDA's oversight of medical device recalls.

My remarks today will focus on concerns that we previously raised
regarding the 510(k) process and will include an update on the steps FDA
has taken in response to the recontmendation contained in our January
2009 report, I will also share our preliminary findings from our ongoing
work related to FDA's oversight of the medical device recall process.

For this statement, we interviewed FDA officials and reviewed pertinent
statutes, regulations, Federal Register notices, and other documents. To
determine the steps FDA has taken in response to our 2009
recommendation, we analyzed information from FDA databases® and
obtained information on actions taken from FDA's Web site and FDA
officials. For our ongoing work on medical device recalls, we obtained
information from FDA’s Recall Enterprise System on all voluntary recalls
initiated and reported to FDA from January 1, 2005, through December 31,

“See GAOQ, Medical Devices: FDA Showld Take Steps to Ensure That High-Risk Device
Types Are Approved through the Most Stringent Premarket Review Process, GAO-08-190
{Washington, D.C.: Jan. 15, 2009).

*We analyzed information from FDA’s product code classification database to identify
class IIT device types that can be cleared for the U.S. market through the 510(k) process
and analyzed information from that database as well as FD)A's premarket notification
510(k) database to identify traditional and abbreviated 510(k) submissions for class I
devices that FDA cleared for the U.S. market since we issued our report on January 15,
2008, Our analysis did not include certain types of device submissions, for example, special
510(k} submissions, which are requests for clearance of minor modifications to devices
that have already been cleared through the 510(k) process. Because related devices can be
“pbundled” together in a single submission, one submission may include one or more
devices.

Page 2 GAO-11-556T
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2009." We then used this information to determine, among other things, the
number of recalls initiated per year; the number of recalls by recall risk
levels; and status of the recalls. In addition, we examined FDA's oversight
of 53, or 40 percent, of all high-risk recalls that were initiated from
January 1, 2005, through December 31, 2009. For each of these 53 recalls,
we obtained and reviewed the case files which documented firms’ and
FDA’s actions. We reviewed key documents such as information from the
firms on the causes of the recalls, the firms’ actions to prevent
reoccurrence of similar problerus, the recall notifications firms sent out to
customers, and FDA's correspondence with firms. As part of our review,
we reviewed whether firms and FDA followed FDA's procedures for
implementing and overseeing the recalls. We determined that the data we
used for our report were sufficiently reliable for our purposes. We
received technical comments on a draft of this statement from FDA, which
we incorporated as appropriate.

We conducted our work related to FDA’s premarket review of medical
devices and our update of that work in accordance with generally
accepted government auditing standards.® Those standards require that we
plan and perform the audit to obtain sufficient, appropriate evidence to
provide a reasonable basis for our findings and conclusions based on our
audit objectives. We believe that the evidence obtained provides a
reasonable basis for our findings and conclusions based on our audit
objectives. We are also conducting our work on FDA's oversight of
medical device recalls in accordance with generally accepted government
auditing standards.” Because of the preliminary nature of this work, we are
not making recommmendations on FDA's recall process at this time.

"While FDA has authority to order a mandatory recall, it did not exercise this authority
during the period we reviewed. See 21 U.S.C. § 360h(e), 21 C.F.R. pt. 810 (2010). Also, owr
information does not include devices that a firm may have voluntarily taken off the market
for other, less serious, reasons. For example, a market withdrawal is a fiem's correction or
removal of a distributed device that involves no violation or a minor violation of the laws
FDA administers and for which FDA would not initiate legal action. 21 C.F.R. § 806.2(h)
(2010).

We conducted the work for our 2009 report, GAQO-09-190, from March 2008 to January
2008, We conducted the work to update FDA actions taken in response to that report’s
recommendation from January 2011 to April 2011,

"We began conducting this work in January 2010 and our work is ongoing.

Page 3 GAO-11-556T
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Background

FDA classifies each device type into one of three classes based on the
level of risk it poses and the controls necessary to reasonably ensure its
safety and effectiveness.® Examples of types of devices in each class
include the following:

class I tongue depressors, elastic bandages, reading glasses, and forceps;

class II: electrocardiographs, powered bone drills, and mercury
thermometers; and

class II: pacemakers and replacement heart valves.

Premarket Review of
Medical Devices
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Before medical devices may be legally marketed in the United States, they
are generally subject to one of two types of FDA premarket review, unless
exempt by FDA regulations.” These reviews are:

Premarket approval or PMA process: The manufacturer must submit
evidence, typically including clinical data, providing reasonable assurance
that the new device is safe and effective. The PMA process is the most
stringent type of premarket review. A successful submission results in
FDA’s approval to market the device.

Premarket notification or 510(k) process: Premarket notification is
commonly called “510(k)” in reference to section 510(k) of the Federal
Food, Drug, and Cosmetic Act, where the notification requirement is
listed. The manufacturer must demonstrate to FDA that the new device is

“FDA’s classification of device types is codified in parts 862 through 892 of title 21 of the
Code of Federal Regulations (2010). Class I devices are those for which compliance with
general controls, such as good turing practices ified in FDA's quality system
regulation, is sufficient to provide reasonable assurance of their safety and effectiveness.
Class {1 devices are subject to general controls and may also be subject to special controls,
such as postmarket surveillance. Class HI devices are those (1) for which insufficient
information exists to determine whether general and special controls are sufficient to
provide reasonable assurance of the safety and effectiveness of the device and (2) that
support or sustain human life or are of substantial importance in preventing impairment of
human health, or that present a potential unreasonable risk of illness or injury. See 21
U.S.C. §360c.

A smalt percentage of devices enter the market by other means, such as through the
humanitarian device exemption process that allows market entry, without adherence to
certain requirements, for devices benefiting patients with rare diseases or conditions. See
21 U.S.C. § 3605(m), 21 C.F.R, pt. 814, subpart H (2010). In addition, many other less risky
types of class I and II devices are also exempt from FDA's premarket review,
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substantially equivalent to a device already legally on the market that does
not require a PMA." For most 510(k) submissions, clinical data are not
required and substantial equivalence will normally be determined based on
comparative descriptions of intended device uses and technological
characteristics, and may include performance data. A successful
submission results in FDA’s clearance to market the device.

In general, class [ and II device types subject to premarket review are
required to obtain FDA clearance through the 510(k) process, and class Il
device types are required to obtain FDA approval through the more
rigorous PMA process. With the enactment of the Medical Device
Amendments of 1976, Congress imposed requirements under which all
class 111 devices would be approved through the PMA process before being
marketed in the United States.'' However, certain types of class [l devices
that were in commercial distribution in the United States before May 28,
1976," (called preamendment device types) and those determined to be
substantially equivalent to them may be cleared through the less stringent
510(k) process until FDA publishes regulations requiring them to go
through the PMA process or reclassifies them into a lower class.” Between
1976 and 1990, FDA issued regulations requiring some class Il device
types to go through the PMA process, but many class Ili device types
continued to be reviewed through the 510(k) process. The Safe Medical
Devices Act of 1990 required FDA (1) to re-examine the preamendment
class I device types for which PMAs were not yet required to determine if
they should be reclassified to class I or II or remain in class Il and (2) to
establish a schedule to promulgate regulations requiring those

g, o ' , il toserd

8 ial equi or q means that the device has the same
intended use as another legally marketed device and the same technological
characteristics, or that the device has different technological characteristics and
information submitted to FDA demonstrates that the device is as safe and effective as the
legally marketed device and does not raise different questions of safety or effectiveness.
21 TL8.C. § 360c(D{IXA).

"'See Pub. L. No. 94-205, § 2, 90 Stat. 539, 552-59 (codified at 21 U.S.C. § 360¢).

“May 28, 1976, is the date of enactment of the Medical Device Amendments of 1976, which
established the three device classes.

“FDA may, by regulation, change the classification of a device from class T to (1) class IT
if it determines that special controls would provide reasonable assurance of the safety and
effectiveness of the device and that general controls alone would not provide reasonable
assurance of the safety and effectiveness of the device or {2) class I if FDA determines that
general controls alone would provide reasonable assurance of the safety and effectiveness
of the device. 21 U § 360c(e).

Page § GAQ-11-556T

Jkt 067694 PO 00000 Frm 00053 Fmt6601 Sfmt6601 C:\DOCS\67694.TXT SHAUN PsN: DPROCT

Insert offset folio 10 here 67694.010



50

preamendment device types that remnain in class I to obtain FDA
approval through the PMA process."” Accordingly, all class I devices are
eventually to be reviewed through the PMA process.

In our January 2009 report, we found that although Congress envisioned
that all class [l devices would be approved through the more stringent
PMA process, the agency's actions to make this the case were incomplete.
We found that in fiscal years 2003 through 2007, FDA continued to clear
submissions for class TI devices through the less stringent 510(k)
process—-clearing 228 over the 5-year period. We recommended that FDA
expeditiously take steps to issue regulations for each class II device type
allowed to enter the market through the 510(k) process, including to

(1) reclassify each device type into class I or class II, or requiring it to
remain in class 111, and (2) for those device types remaining in class I1I,
require approval for marketing through the PMA process. FDA agreed with
our recommendation when we issued our report, but did not specify time
frames in which it would take action.

Postmarket Oversight of
Voluntary Medical Device
Recalls
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Overseeing recalls is an important element of FDA’s postmarket
responsibilities. FDA defines a recall as a firm’s removal or correction of a
marketed product that FDA (1) considers to be in violation of the laws it
administers, and (2) against which the agency would initiate legal
actions.™ Nearly all medical device recalls are voluntarily initiated by a
recalling firm, usually the manufacturer of the device. To initiate a
voluntary recall, a firm notifies those who have received, purchased, or
used the device. The firm may be asked to provide FDA with information
such as the reason for the correction or removal of the device, an
assessment of the health hazard associated with the device, and the
volume of product in distribution and proposed strategy for conducting
the recall.’” The strategy should contain details on the firm’s plan for
ensuring that its customers and device users correct or remove the device

YPub. L, No. 101629, § 4(b), 104 Stat. 4511, 4515-17 (codified at 21 U.S.C. § 360e(D)).

21 CF.R. § 7.3(g) (2010). A removal is the physical removal of a device from its point of
use to some other location for repair, modification, adjustment, relabeling, destruction, or
inspection. A correction may involve these actions without the physical removal of a device
from its point of use. See 21 C.F.R. 806.2(d), (i) (2010).

"The firm will contact one of FDA's district offices depending upon the location from
which it chooses to manage the recall. This district will have primary responsibility for
monitoring the recall. Each district has a recall coordinator, who, among other duties,
processes medical device recalls and monitors the progress of the firm’s actions.
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according to the firm’s instructions. FDA's role is generally to oversee a
firm’s management of a recall. As part of its oversight, FDA reviews and
recommends changes to the recall strategy and assigns one of three recall
classifications—class I, 11, or l--to indicate the relative degree of health
hazard posed by the product being recalled. For a class I recall, FDA has
determined that there is a reasonable probability that use of, or exposure
to, the product could cause serious adverse health consequences or death.

Class H recalls are those for which FDA has determined that the use of, or
exposure to, the product could cause temporary or medically reversible
adverse health consequences or that the probability of serious adverse
health consequences is remote. For class Il recalls, FDA has determined
that use of, or exposure {0, a device is not likely to cause adverse health
consequences. FDA advises the recalling firm of the assigned recall
classification; and posts information about the recall in its weekly
enforcement report.

It is important to note that FDA’s device and recall classification schemes
carry opposite designations. The potential degree of health risk associated
with device classes is designated from class Il (high) to class I (low),
while the potential risk associated with recall classes is designated from
class I (high) to class Il Qow).

FDA also monitors the progress of a recall and verifies whether the
recalling firm has effectively implemented the recall strategy, FDA
requests that a recalling firm periodicatly provide the monitoring district
with status reports that provide updates on the progress of recalls. FDA
district staff also conduct audit checks to confirm that the recalling firm
has properly corrected or removed devices from the market, in
accordance with the recall strategy. Once the firm believes it has
completed the recall-—that is, done everything as outlined in the recall
strategy—it should submit a recall termination request to the monitoring
district office. As part of the termination decision, FDA should assess
whether the firm has taken sufficient corrective actions to prevent a
reoccurrence of the problem that led to the recall. For class I recalls, FDA
district staff review a firm’s request, and if they agree, send a recall
termination request to headquarters. For class II and Il recalls, FDA
district staff make the final termination decision. According to FDA's
procedures, FDA should terminate a recall within 3 months after the firm
completes the recall.
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FDA Has Taken Some
Actions in Response
to Our
Recommendation to
Strengthen the
Premarket Review
Process, but Concerns
About the 510(k)
Process Remain
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FDA has begun to take steps to address our 2009 recommendation about
class HI devices that are still allowed to enter the U.S. market through the
less stringent 510(k) process, but progress has been limited. Concerns
persist about the effectiveness of the 510(k) process in general, including
its ability to provide adequate assurance that devices are safe and
effective. In 2009, we recommended that FDA expeditiously take steps to
address class III device types allowed to enter the market via the 510(k)
process by issuing regulations requiring submission of PMAs or
reclassifying them to a lower class. Since our report was issued, the
agency has set strategic goals to address this maiter, but has issued a final
rule regarding the classification of only one device type.”” As of April 1,
2011, 26 additional class III device types could still enter the U.S. market
through the less stringent 510(k) process.

FDA has been taking steps to address the 26 class III device types—
including automated external defibriliators and implantable hip joints—
that can still enter the U.S. market through the 510(k) process.
Specifically, FDA is following a 5-step process to require PMAs or to
reclassify them to a lower device class. As shown in table 1, as of April 1,
2011, FDA was at step 2—assessing the risk and benefits—for 21 device
types." FDA was at step 4—receiving and reviewing comments provided
on proposed rules—for 5 other device types, but had not yet issued final
rules requiring PMAs or reclassifying any of them."”

See 74 Fed. Reg. 42773, (Aug. 25, 2009).

¥On April 9, 2009, FDA pubtished a notice in the Federal Register vequiring manufacturers
of 25 of the 26 device types to subrit sumrary information, including adverse safety or
effectiveness information, to determine whether to require PMAs or to reclassify the device
types. 74 Fed. Reg. 16214.

VFDA published a proposed rule on August 25, 2010, that, if finalized, would retain class T
designation and require PMAs for four device types. 75 Fed. Reg. 52294. FDA published a
proposed rule, regarding classification, for another device type on April 6, 2006. 71 Fed.
Reg. 17390,
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Tabte 1: Status of FDA Action for 26 Class il Device Types that Can Be Cleared
through the 516{k) Process, as of April 1, 2011

Number of device
types at this step
Step in FDA process in the process
Step 11 FDA collects existing information, which includes [
pubtishing a Federal Register notice to solicit
information, and may include holding an FDA advisory
panel meeting
Step 2 FDA assesses the risks and benefits 21
Step 3 FDA proposes classification into class [, 1f, or I}, which 0
1s announced as a proposed rule in a Federal Register
notice
Step 41 FDA receives and reviews comments provided 5
Step 5:  FDA finalizes classification into class |, 11, or tH], which 0
1s announced as a final rule in a Federal Register
notice®

Soures GAO analysss of FOA mfomatien

Note: This table presents the FDA 5-step process and status from the FDA Web site

http://www. fda.gov/AboutFDA/CentersOffices/CORH/CDRHTransp: Y. 0318.htm,

April 1, 2011,

*For device types retained n class i, FDA will call for PMA applications and sponsors of devices
previously cleared through the 510(k) process will need to submit PMA applications i order to
continue to market their devices (with a grace penod {o permit possible fransition to obtaming PMA
approval).

While FDA has taken essential initial steps toward implementing our
recoramendation, until the agency issues final regulations either
reclassifying or requiring PMAs for class III device types that currently can
be cleared through the less stringent 510(k) process, its actions remain
incomplete. Thus, these 26 device types can still enter the U.S. market
through the less stringent premarket review process. Since we issued our
report in January 2008, FDA cleared at least 67 individual submissions that
fall within 12 of these class HI device types through the 510(k) process.”

Subsequent to the issuance of our 2008 report and in response to
numerous concerns over the effectiveness of the 510(k) process, including
its ability to provide adequate assurance that devices are safe and
effective, FDA announced it would take additional actions to enhance

2,

Our analysis did not include special 510(k) submissions, which are req for clearance
of minor modifications 1o devices that have already been cleared through the 510(k)
process.
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premarket device safety. In 2009, FDA reported that it would conduct its
own comprehensive internal assessment of the premarket medical device
approval process and coramissioned the Institute of Medicine to conduct
an independent review to assess whether the 510(k) process sufficiently
protects patients and promotes public health. The Institute of Medicine is
expected to issue its report in mid-2011.

mi 3 Qur preliminary findings suggest that shortcomings in FDA's oversight of

ShOI'tCO mgs m the medical device recall process may limit the agency’s ability to ensure
B :

FDA’s OVGI'SIght of the that the highest-risk recalls are being implemented in an effective and

3 _Ri 3 timely manner. These shortcomings span the entire range of the agency's
ngl’}eSt Risk Medical oversight activities—{rom the lack of a broad-based program to
Device Recalls systematically assess trends in recalls, to inconsistencies in the way FDA

Increase the RISk That ensures the effective completion of individual recalls.
Unsafe Devices
Continue to Be Used

FDA Has Not Routinely Although FDA’s recall data system contains numerous data elements that
Used Recall Data to Aid Its  would allow for analyses of recall data, our preliminary findings suggest
Oversight of the Recall that FDA is not using this system to effectively monitor and manage its
Process recall program. This system contains information on, for example, the

status of each recall (e.g., ongoing or terminated); the reason for the recall;
the specific device being recalled; the recall classification level assigned
based on FDA’s assessment of risk; the dates the recalls were initiated,
classified, and terminated; and the medical specialty—area of use—for
each device subject to recall (e.g., cardiovascular or orthopedic).
However, FDA has not routinely used these recall data as a surveillance
tool or for examining broad trends of medical device recalls.” Instead of
using this information to conduct systemic analyses of the recall program,
which would be consistent with the agency’s sirategic goal of improving
the quality and safety of manufactured products in the supply chain, FDA
has primarily been using data from its recall system for processing
individual recalls.

*'We previously reported on the importance of establishing and using metrics as a
managemend tool. See, for example, GAO, Food and Drug Administration: Gpportunities
Exist to Better Address Management Chaflenges, GAD-10-279 (Washington, D.C.: Feb. 19,
2010},
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Qur preliminary analysis showed that between January 1, 2005, and
December 31, 2009, firms initiated 3,510 device recalls. Only a small
percentage of these recalls—about 4 percent—were classified by FDA as
class I recalls—those that pose a reasonable probability that the use of, or
exposure to, these products will cause serious adverse health
consequences or death. The vast majority—nearly 83 percent—were
classified by FDA as class II recalls, meaning use of, or exposure to, these
devices may cause temporary or medically reversible adverse health
consequences or that the probability of serious adverse health
consequences is remote; and about 14 percent were classified as class I
recalls, which pose the lowest risk.

Based on our preliminary analysis, we provided key summaries to FDA
officials and asked them to comment on trends that we observed. Officials
indicated that they have not fully analyzed these data and could not
explain trends without extensive research of individual case files. For
example, they could not explain why the majority of recalls are class 11,
why class I recalls more than doubled between 2008 and 2009, or why
many recalls had been ongoing for 5 years. Officials also could not provide
definitive answers when we asked them to comment on other related
topics, such as:

trends in the number of recalls over time;
variation in the numbers of recalls by recall classification levels;

types of devices and medical specialties of devices accounting for most
recalls; and

length of time needed to complete or terminate recalls.

Although FDA has not been routinely analyzing recall data to assess the
effectiveness of the recall process, officials indicated that they have used
these data to support compliance and subsequent enforcement actions.
For example, officials indicated that they use recall data to help identify
which firms the agency should inspect for assessing compliance with laws
and regulations.
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FDA Inconsistently
Assessed the Effectiveness
of Recalls

VerDate Nov 24 2008  09:55 Sep 16, 2011  Jkt 067694 PO 00000 Frm 00060 Fmt6601 Sfmt6601 C:\DOCS\67694.TXT SHAUN PsN: DPROCT

Our preliminary analysis revealed inconsistencies in FDA’s assessments of
the effectiveness of recalls. A key tool to making these assessments are
FDA’s “audit checks” in which investigators from FDA's district offices
contact a percentage of customers or device users affected by the recall to
determine whether they received the recall notice and followed the
recalling firm’s instructions for removing or correcting the device.
However, we identified numerous inconsistencies in the way FDA's
investigators implemented these audit checks, resulting in conflicting
determinations about whether recalls were effectively conducted.

Our analysis of 2,196 audit check forms associated with the class I recalls
we reviewed found a variety of inconsistencies in how the audit checks
were implemented and documented for nearly 90 percent of these
recalls.” For each of these recalls we found inconsistencies in how
different investigators determined whether a recall was effective or
ineffective when conducting their audit checks of recalls. We also
identified inconsistencies in the level of detail provided in the audit check
report and the level of effort undertaken by different investigators. These
recalls covered a wide range of devices, including implantable pumps and
automated external defibrillators. For example, when conducting audit
checks, some investigators concluded that recalls were effective, despite
noting problems (such as device users not following the firm's
instructions), while other investigators concluded under similar
circumstances that recalls were ineffective. In other recalls, some
investigators noted actions they took when they discovered problems,
such as providing the device users with a copy of the recall notice or
instructing them on actions to take in order to implement a recall. In
contrast, other investigators did not indicate whether they made any
attempt to help the user implement the recall.

FDA officials at both headquarters and the district offices we contacted
acknowledged that there are no detailed instructions or requirements for
conducting audit checks and that there can be inconsistencies in the
process. They also agreed that this may be an area where enhanced
guidance is needed.

*FDA’s regulatory procedures note that audit checks should be conducted for all class I
recalls, FDA conducted audit checks for 45 of the 53 class T recalls (85 percent) we
reviewed. In six of the eight cases in which FDA did not conduct audit checks, the recall
file contained written documentation explaining why audit checks were not conducted.
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FDA Lacks Specific One of the gaps in FDA’s recall process suggested by our preliminary work

Criteria to Determine is that FDA lacks specific criteria for making decisions about whether

Whether Firms Have Taken recalling firms have effectively a;or;gleted &hgir recaﬁs by taking adeq;xate
steps to correct or remove recalled devices. Our preliminary review o

Adequate Steps to Correct F'DA’s recall procedures found that the procedures do not contain any

or Remove Recalled specific criteria or general guidelines governing the extent to which firms

Devices should be correcting or removing various types of devices—such as a
benchmark recall rate—before a recall should be considered completed.
FDA officials indicated they consider a recall complete when a firm has
completed actions outlined in its recall strategy. In particular, they
evaluate whether firms completed their assigned level of effectiveness
checks, and have corrected or removed recalled devices in “an acceptable
manner.” However, ¥DA officials said that they do not have specific
criteria or thresholds concerning the proportion of various types of
devices that firms should be able to correct or remove.

Our preliminary review shows that firms are not always able to correct or
remove all unsafe medical devices from the market. Of the 53 class I
recalls we reviewed, we found 10 were ongoing, 14 were completed—
meaning that FDA district office officials concluded that the firm had
fulfilled its responsibilities for correcting or removing the devices—and 29
were terminated—meaning that FDA headquarters determined that
recalling firms had taken sufficient corrective actions to prevent
reoccurrence of the problems that led to the recalls.” Of the 43 recalls in
our sample that were either completed or terminated, we found that for 20,
or 47 percent of these recalls, firms were able to correct or remove all
products. However, we found that in the other 23 recalls, or 53 percent,
firms were unable to correct or remove all products. These recalls ranged
widely, in both volume of devices subject to recall and the types of devices
being recalled. Some recalls involved hundreds of thousands of disposable
products, while others involved a small number of life-sustaining
implantable devices. Recalling firms were often unable to correct or
remove all devices. This was because firms either could not locate some of
the customers or device users, or these custoraers or device users could
not locate the devices subject to recall. In other cases, devices could not
be corrected or removed because they were sold at retail outlets (such as
glucose test strips) to individuals who may not have known about the

“We obtained the current. status of these recalls through our reviews of the recall files and
discussions with FDA district office officials. These discussions took place between
December 2010 and February 2011.
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recall. For example, in a recall of tracheal tubes included in certain
pediatric medical kits, 1,400 tubes had been distributed but only 200 were
returned to the recalling firm. The firm said that the rest had likely been
used.

FDA’s Recall Termination
Process Is Compromised
by Weak Procedures and
May Result in Recalled
Medical Devices
Remaining on the Market

VerDate Nov 24 2008  09:55 Sep 16, 2011  Jkt 067694 PO 00000 Frm 00062 Fmt6601 Sfmt6601 C:\DOCS\67694.TXT SHAUN PsN: DPROCT

Our preliminary findings also suggest another gap in the recall process—
insufficient documentation justifying FDA’s termination decisions.
Without such documentation, we were unable to assess the extent to
which FDA's termination process appropriately evaluated recalling firms’
corrective actions. Although FDA requests that firms submit corrective
and preventive action plans for review and approval before a recall can be
terminated, we found little documentation regarding how FDA assessed
whether such plans were sufficient when it terminated recalls. When we
asked to review documentation justifying the decisions for the 29
terminated recalls in our sample, FDA officials indicated that they do not
maintain extensive documentation justifying the basis for their termination
decisions. They told us that creating documentation to support
concurrence with the termination recommendation is not part of past or
current termination procedures. This approach is inconsistent with
internal control standards for the federal government, which indicate “that
all transactions and other significant events need to be clearly
documented,” and stress the importance of “the creation and maintenance
of related records which provide evidence of execution of these activities
as well as appropriate documentation.”™

Also, we found that FDA termination decisions were frequently not made
in a timely manner—within 3 months of the completion of the recall—
increasing the risk that unsafe or defective devices remained available for
use. Of the 53 recalls in our sampie, 29 were terminated—meaning FDA
headquarters agreed with an FDA district office that the firm did not need
to take additional actions to prevent reoccurrence of problems that led to
the recall. For 72 percent of the terminated recalls, FDA did not make its
termination decision within 3 months of the recall’'s completion, as called
for in FDA's regulatory procedures, Overall, termination decisions took on
average 180 business days from the completion date, though they ranged
from 10 days to 800 days after that date.

“See GAO, Standards for Internal Control in the Federal Government,
GAO-AIMD-00-21.3.1 (Washington, D.C.: Nov.1999).
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We found at least one instance where FDA's failure to make a timely
termination assessment allowed for a potentially unsafe product to be re-
introduced into the market and used for surgical procedures. In this case,
based on adverse event reports that screws in its spinal fixation system
were becoming loose post-operatively, the firm decided to recall the
device in December 2005. The firm implemented its recall, and removed all
devices. The firm indicated that it developed a corrective action plan for
the screw problem, and relaunched the device in April 2006. It then
requested termination from FDA in May 2006. DA followed up on this
request by leaving three voice mail messages with the firm and received no
response. The agency sent out a request for information a year later, in
May 2007. In June 2007, the company again indicated that the recall was
complete, and requested termination. In September 2007, FDA conducted
an inspection of the company’s manwlacturing facility, and found that
while the recall was complete, the corrective action was not adequate.
QOver the course of the next 2 years, the firm worked with FDA to get
revisions to the device approved, but eventually agreed to a second recall
for the revised device, This recall was initiated in May 2009. We identified
five reports of adverse events related to continuing problems with the
implanted device that were filed with FDA subsequent to the firm’s
relaunch of the device in April 2006. These reports were filed from
December 2006 through March 2007, and revealed that in all cases,
patients required surgical intervention to correct or remove the device.

While FDA's recent actions to try to improve the premarket approval
process are positive steps——such as commissioning the Institute of
Medicine to conduct an independent review of the process—it remains to
be seen whether these actions will help ensure that medical devices
marketed in the United States receive appropriate premarket review. In
addition, gaps in FDA’s postmarket surveillance shows that unsafe and
ineffective devices may continue to be used, despite being recalled. The
agency faces a challenging balancing act. While it is important to allow
devices on the market to treat patients who need them, it is also essential
that FDA take necessary steps to provide a reasonable assurance that
those medical devices that do enter the market are safe and effective.
Likewise, it is vital that the agency's postmarket safety efforts are both
vigorous and timely.

VerDate Nov 24 2008 09:55 Sep 16, 2011

Chairman Kohl and Ranking Member Corker, this completes my prepared
statement. I would be happy to respond to any questions you or the other
members of the committee may have at this time.
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For further information about this statement, please contact Marcia
Contacts and Crosse, at (202) 512-7114 or crossem@gao.gov. Contact points for our
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GAO’s Mission

The Government Accountability Office, the audit, evaluation, and
investigative arm of Congress, exists to support Congress in meeting its
constitutional responsibilities and to help improve the performance and
accountability of the federal government for the American people. GAO
examines the use of public funds; evaluates federal programs and policies;
and provides analyses, recommendations, and other assistance to help
Congress make informed oversight, policy, and funding decisions. GAO’s
commitment to good government is reflected in its core values of
accountability, integrity, and reliability.
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The fastest and easiest way to obtain copies of GAO documents at no cost
is through GAO’s Web site (www.gao.gov). Each weekday afternoon, GAG
posts on its Web site newly released reports, testimony, and
correspondence. To have GAO e-mail you a list of newly posted products,
g0 to www.gao.gov and select “E-mail Updates.”

Order by Phone

The price of each GAO publication reflects GAO’s actual cost of
production and distribution and depends on the number of pages in the
publication and whether the publication is printed in color or black and
white. Pricing and ordering information is posted on GAO's Web site,
http//www.gao.gov/ordering htm,

Place orders by calling (202) 512-6000, toll free (866) 801-7077, or
TDD (202) 512-2537.

Orders may be paid for using American Express, Discover Card,
MasterCard, Visa, check, or money order. Call for additional information.

To Report Fraud,
Waste, and Abuse in
Federal Programs

Contact:

Web site: www.gao.gov/fraudnet/fraudnet.him
E-mail: fraudnet@gao.gov

Automated answering system: (800) 424-5454 or (202) 512-7470

Congressional
Relations

Ralph Dawn, Managing Director, dawnr@gao.gov, (202) 5124400
U.8. Government Accountability Office, 441 G Street NW, Room 7125
Washington, DC 20548

Public Affairs
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Written Statement of Diana Zuckerman, PhD
President, National Research Center for Women & Families
Before the U.S. Senate Committee on Aging
April 13,2011

Thank you for the opportunity to testify about the approval process for medical
devices.

I am president of the National Research Center for Women & Families, which is a
think tank that uses scientific and medical research to develop strategies to improve the health
of adults and children. I am also testifying on behalf of our Cancer Prevention and Treatment
Fund, which analyzes research results that can improve the prevention, diagnosis, and
treatment of cancer.

My perspective is as a researcher trained in epidemiology and public health at Yale
Medical School, who was on the faculty of Vassar and Yale and conducted longitudinal
research at Harvard, and is currently a fellow at the University of Pennsylvania Center for
Bioethics. T am also a former Congressional staffer for the House subcommittee that has
oversight jurisdiction over the FDA, and for the Senate Veterans Affairs Committee.

Our Center does not accept funding from medical device or pharmaceutical
companies, so that we have no financial interests in the medical products and policies we
examine. I personally have ties to Johnson & Johnson, because my 93-year-old father spent
his career there and family members have stock in the company. As a stockholder, I am
appalled that J & J paid kickbacks to doctors and failed to adequately test the safety or
efficacy of their medical devices, including the one in my left hip.

Our Study of High-Risk Recalls of Medical Devices: 2005-2009

I am the primary author of a recent study of medical device recalls, published in the
prestigious peer-reviewed journal the Archives of Internal Medicine. Our article was
accompanied by an editorial supporting our analysis, written by the journal’s editor-in-chief,
Dr. Rita Redberg. My study co-authors are Paul Brown of the National Research Center for
Women & Families and Dr. Steven Nissen, Chairman of Cardiovascular Medicine at the
Cleveland Clinic.

We studied all the recalls between 2005 and 2009 that the FDA designated as the
highest risk because they could cause “serious health problems or death.” Using the FDA’s
public databases, our study found that more than 3 out of 4 of those high-risk recalls were
not approved by the FDA’s PMA process, but rather were cleared through the much
less stringent 510(k) process or were exempt from any review because they were
considered so low-risk. In my testimony today, I will discuss the implications of our findings
and make recommendations that will save lives and healthcare dollars and improve the health
of millions of Americans, especially our older citizens.
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%]

Unlike the PMA process for devices or the IND process for prescription drugs,
the 510(k) process does not require testing in patients or pre-market inspections.
Ironically, given the lack of clinical trials prior to clearance, post-market studies are
never required as a condition of approval.

Prior to publication, I had described the study at a public FDA meeting in February
2010 and at a meeting of the Institute of Medicine in March 2010. Subsequently, Ralph Hall
conducted a similar study using the same FDA data set, but came to different conclusions.
The largest Medical Device Manufacturers trade group, AdvaMed, paid Battelle Institute to
conduct a similar study, with conclusions similar to Hall's.

Our study and the Hall and Battelle/AdvaMed studies were all based on the FDA’s
high-risk device recalls between 2005 and 2009 or through May 2010, and all concluded that
most of the highest-risk recalls had been cleared through the 510(k) process rather than the
more stringent pre-market approval (PMA) process. However, the numbers were somewhat
different. The Hall study compiled data from various pages on the FDA website on all
devices designated as Class 1 (highest risk) recalls from 2005 through 2009. The
Battelle/AdvaMed study compiled data from the FDA website for all devices designated as
high-risk recalls from 2005 through May 1, 2010, but then grouped together recalls of
products with different model numbers or different trade names.

In contrast, our study took a more conservative approach, by using the FDA’s official
list of high-risk recalls, which is called the “List of Recalls,” for devices recalled from 2005
through 2009
(www.fda gov/MedicalDevices/Safety/RecallsCorrectionsRemovals/ListofRecalls/default htm
). Rather than including all 115 of the devices on the list, however, we only included the 113
devices that were also on the FDA’s list of “Class I recalls,” which FDA defines as the
highest risk recalls. Deleting those two devices resulted in two fewer 510(k) devices in our
study. In addition, we included counterfeit and “other” devices that did not go through any
FDA review in the total number of recalls, in an effort to be even more cautious in our
interpretation. This lowered the percentage of 510(k) and exempt devices that were among
the highest risk recalls to the 78% that we reported in our study, compared to the 81% that
Hall reported.

The Battelle’AdvaMed study reported a smaller number of recalls than either our
study or the Hall study, because Batelle/AdvaMed grouped together recalls of products with
different model numbers or different trade names, and because they excluded devices that had
been exempt from FDA review from their statistical analyses. These two methodological
decisions reduced the number and percentage of recalled devices in their study that were
designated as not approved through the PMA process.

In summary, unlike either of the other two studies, we used the official FDA list of
recalls, then made the criteria even more stringent by deleting any devices that the FDA had
not designated as Class I (the highest-risk recalls).
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What are the Policy Implications of High-Risk Recalls?

The PMA process is similar to the approval process for prescription drugs, and in their
review of the process, the GAO criticized the FDA for failing to follow the law when they
clear high-risk devices through the 510(k) process. In their January 2009 report, the GAO
pointed out that, by law, the FDA has been required to either reclassify Class III (high-risk)
devices that are currently going through the 510(k) process as moderate risk (Class II), or
require those devices to be reviewed through the PMA process.

Mr. Hall and medical device companies have defended the status quo, saying that the
important statistic is the less than 1% of device applications that are later subject to a high-
risk recall.

We disagree. In our published study, we questioned why the FDA would determine
that a device can cause death or serious harm when it fails, but not consider that same
device high-risk when initially categorizing it for review. Cardiac devices and general
hospital devices were the most common categories of high risk-recalls, including many
cleared through the 510(k) process. Although it might be possible for a moderate-risk device
to result in a high-risk recall for a completely unpredictable reason, by definition, the vast
majority of moderate-risk devices should not have the potential to cause such harm. A
defibrillator that fails to work, an implant that breaks inside the human body, or a diagnostic
test that is inaccurate are predictable problems that should be considered when the FDA
determines whether or not those devices are high-risk. Therefore, the fact that 71 % of high-
risk recalls were cleared through the 510(k) process and an additional 7% were never even
subject to FDA review indicates inconsistency in the FDA’s policies regarding the
classifications of risk for review compared to recall criteria.

What are the Public Health Implications of High-Risk Recalls?

Our criticisms of the use of the 510(k) review process for implants and other high-risk
devices are based on our public health perspective. The detrimental impact of these defective
medical devices on patients and the public health is substantial and could be reduced with
relatively small changes in the 510(k) process and how it is implemented. It is substantial
because from 2005 through 2009, the 113 highest-risk device recalls involved 112.6 million
recalled products. In the first six months of 2010, the FDA recalled more than 437 million
additional products because of high risks, including death. That means that in just six months
there were 1.4 medical devices recalled for every person living in the U.S.

Some claim that the FDA’s standard for a high-risk recall is not very high. The
statistics suggest otherwise. There were only 113 high-risk recalls from 2005-2009,
compared to 7,884 moderate-risk recalls during those same years. Some of those “moderate-
risk” recalls resulted in a need for inpatient surgery and lengthy hospital stays and
rehabilitation. For example, the 158 recalls of hip, knee, and ankle implants from 2005
through 2009 were not included in any of the three studies, because the FDA did not consider
them high risk-recalls. As you have heard from a patient today, a recalled hip, for example,
often requires revision surgery much sooner than expected, and that costs an average of
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$35,000 and results in a 3-5 day hospital stay, at least 6 weeks walking with crutches or a
walker or cane, four weeks where the patient is not allowed to drive, and several weeks or
months of rehab or physical therapy. Despite the high cost and debilitating impact on
patients, which could be even more devastating to elderly patients who lack someone at home
to care for them, the FDA did not consider any of the hip and knee recalls from 2005 through
2009 to be high-risk.

The bottom line is that even “moderate-risk” recalled devices can sometimes result in
death during surgery, and certainly add billions to Medicare costs when they result in
additional surgery and hospitalizations from the complications of defective devices.

The very high number of recalled products, like the low percentage of high-risk
recalls, sounds impressive, but neither tells us the human or financial costs of unsafe 510(k)
products. The impact on patients’ health and medical costs is impossible to determine, but
experts agree that adverse reaction reports, despite their many shortcomings, represe